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1800566LABSI18005665227)

Laboratory Report

for

Foster Wheeler Environmental Corp

1940 E Deere St, Ste 200

Santa Ana, CA 92705

'_
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Attention: Mark Cutler

Fax: 949 756-7560
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DEB* Debbie Frank Report#: 67859

Project Manager JPL

L_oratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page

are QC Report,QC Summary, Data Report, totaling 32 page[s].



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street # 6 7 8 5 9
Pasadena, California 91101

'_._,_. Te I: 626 568 6400 Fax: 626 568 6324
1 600 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp Samples Received

Mark Cutler 07/12/00

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-O02-080 (2007130001) Sampled on 07/12/00 09:32

Regulated VOCs plus Lists l&3
07/14/00 12:00 119777 ML/EPA 524.2 1 1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

'x_,_ 07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2~Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4LMethyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 t

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:'00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/i 0.50 1

Data Report - Page 1 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 7 8 5 9
Pasadena, California 91101

J
Tel: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 '_/

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 93 % Rec

Surrogate 4-Bromofluorobenzene 104 % Rec

Surrogate Toluene-d8 100 % Rec

Data Report - Page 2 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 6 7 8 5 9

Pasadena, California 91101

" Te I: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (I 800 566 6227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-081 (2007130002) Sampled on 07/12/00 09:57
08/01/00 08/03/00 12:00 120993 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 12:00 120449 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120870 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 12:00 119590 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND u9/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,t-Dichloroethylene ND ug/1 0 50 1

_ 07/14/00 12:00 119777 ML/EPA 524.2 1 1-Dichloropropene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND u9/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

Data Report - Page 3 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 7 8 5 9
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 _._../
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) 2.1 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND u9/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 _/'

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND u9/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND u9/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0 30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 110 % Rec

Surrogate 4-Bromofluorobenzene 93 % Rec

Data Report - Page 4 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data _ __De_or _
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 6 7 8 5 9

Pasadena, California 91101

_ Tel: 626 568 6400 Fax: 626 568 6324

'_,,,.w 1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 99 % Rec

MW-002-049 (2007130003) Sampled on 07/12/00 10:20

07/17/00 12:00 119823 SM2320B/E310.1) Alkalinity 134 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 ) Anion Sum 3.05 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120993 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 ) Calcium, Total, ICAP 6.6 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 ) Cation Sum 3.07 meq/1 0.0010 1

07/13/00 12:00 119713 ML/EPA 300 ) Chloride 9.48 mg/1 1.0 1

07/21/00 12:00 120449 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

07/20/00 11:58 SM2320B/E310.1) Carbonate as C03, Calculated 25.0 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 12:00 119590 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119958 ML/S2510B ) Specific Conductance 265 umho/cm 4.0 1

/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS 165 ug/1 100 1

%, 07/20/00 11:57 SM2320B/E310.1) Bicarbonate as HCO3,calculated 153. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 1.5 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 4.3 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 54 mg/1 1.0 1

07/13/00 12:00 119717 ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/14/00 12:00 119673 S4500HB/E150.1) Lab pH 9.4 Units 0.0010 1

07/13/00 12:00 119720 ML/EPA 300.0 ) Sulfate 4.79 mg/1 2.0 1

07/13/00 12:00 119944 SM2540C/E160.1) Total Dissolved Solid (TDS) 160 mg/1 10 1

Regulated VOCs plus Lists l&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

Data Report Page 5 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data RePort
555 East Walnut Street _ 6 7 8 5 9
Pasadena. California 91101

Te I: 626 568 6400 Fax: 626 568 6324
1 800 586 LABS (1 800 566 5227

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 '_._w

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene {PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/14/00 12: 00 119777 ML/EPA 524.2 Trichlorotrifluoroethane (Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 103 % Rec

Surrogate 4-Bromo fluorobenzene 97 % Rec

Surrogate Toluene-d8 98 % Rec

MW-002-048 (2007130004) Sampled on 07/12/00 11:55
07/17/00 12:00 119823 SM2320B/E310.1) Alkalinity 169 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 4.26 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 Mr./EPA 200.7 Calcium, Total, ICAP 40 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 4.20 meq/1 0.0010 1

07/13/00 12:00 119713 ML/EPA 300 Chloride 9.67 mg/1 1.0 1

07/21/00 12:00 120449 CADHS/EPA314 Perchlorate 24 ug/1 4.0 1

07/20/00 11:58 SM2320B/E310.1) Carbonate as C03, Calculated 2.11 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 12:00 119590 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119958 ML/S2510B ) Specific Conductance 370 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/20/00 11:57 SM2320B/E310.1) Bicarbonate as HCO3,calculated 205. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 1.2 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 10 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 31 mg/1 1.0 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/13/00 12:00 119717 ( ML/EPA 300.0 ) Nitrate-N by IC 1.20 mg/1 0.10 1

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 } Lead, Total, ICAP/MS ND ug/1 2.0 1

07/14/00 12:00 119676 (S4500HB/E150.1) Lab pH 8.2 Units 0.0010 1

07/13/00 12:00 119720 ( ML/EPA 300.0 ) Sulfate 25.0 mg/1 2.0 1

07/13/00 12:00 119944 (SM2540C/E160.1) Total Dissolved Solid (TDS) 230 mg/1 10 1

Regulated VOCs plus Lists l&3

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MTBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride 3.6 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

J

x_
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) 0.9 ug/1 0,50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

_ 07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n~Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) 2.0 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) 1.1 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 99 % Rec

Surrogate 4-Bromofluorobenzene 101 % Rec

Surrogate Toluene-d8 99 % Rec

'_v _
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-047 (2007130005) Sampled on 07/12/00 01:10
07/17/00 12: O0 119823 SM2320B/E310.1) Alkalinity 193 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 5.10 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 55 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 5.22 meq/1 0.0010 1

07/13/00 12:00 119713 ML/EPA 300 Chloride 13.5 mg/1 1.0 1

07/21/00 12: 00 120449 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/20/00 11:58 SM2320B/E310.1) Carbonate as C03, Calculated 2.41 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 12:00 119590 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119958 ML/S2510B ) Specific Conductance 435 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/20/00 11:57 SM2320B/E310.1) Bicarbonate as HCO3,calculated 234. mg/1 0.0010 1 }

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 3.0 mg/1 1.0 I _/

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 18 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 21 mg/1 1.0 1

07/13/00 12:00 119717 ML/EPA 300.0 ) Nitrate-N by IC 0.98 mg/1 0.10 1

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/14/00 12:00 119676 S4500HB/E150.1) Lab pH 8.2 Units 0.0010 1

07/13/00 12:00 119720 ML/EPA 300.0 ) Sulfate 38.0 mg/1 2.0 1

07/13/00 12:00 119944 SM2540C/E160.1) Total Dissolved Solid (TDS) 280 mg/1 10 1

Regulated VOCs plus Lists l&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

i
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 t

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5~Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/I 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524_2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

_, 07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) 2.6 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) 0.6 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 94 % Rec

Surrogate 4-Bromof luorobenzene 98 % Rec _

Surrogate Toluene-d8 98 % Rec

MW-002-046 (2007130006) Sampled on 07/12/00 02:20

07/17/00 12:00 119823 SM2320B/E310.1) Alkalinity 172 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 4.47 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/BPA 200.7 Calcium, Total, ICAP 47 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 4.52 meq/1 0.0010 1

07/13/00 12:00 119713 ML/EPA 300 Chloride 9.77 mg/1 1.0 1

07/21/00 12:00 120449 CADMS/EPA314 Perchlorate ND ug/1 4.0 1

07/20/00 11:58 SM2320B/E310.1) Carbonate as C03, Calculated 0.857 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 12:00 119590 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/19/00 12:00 119958 ML/S2510B ) Specific Conductance 390 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS 105 ug/1 100 1

07/20/00 11:57 SM2320B/E310.1) Bicarbonate as HCO3,calculated 209. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.8 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 16 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 18 mg/1 1.0 1

07/13/00 12:00 119717 ML/EPA 300.0 ) Nitrate-N by IC 0.83 mg/1 0.10 I
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/14/00 12:00 119676 (S4500HB/E150.1) Lab pB 7.8 Units 0.0010 1

07/13/00 12:00 119720 ( ML/EPA 300.0 ) Sulfate 33.4 mg/1 2.0 1

07/13/00 12:00 119944 (SM2540C/E160.1) Total Dissolved Solid (TDS) 240 mg/1 10 1

Regulated VOCs plus Lists l&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,t-Trichloroethane ND ug/t 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,t-Dichloroethylene ND ug/t 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

'_, 07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2~Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodiehloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _//

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 93 % Rec

Surrogate 4-Bromofluorobenzene 102 % Rec

Surrogate Toluene-d8 99 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-045 (2007130007) Sampled on 07/12/00 03:35

07/17/00 12:00 119823 SM2320B/E310.1) Alkalinity 137 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 3.86 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 41 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 3.87 meq/1 0.0010 1

07/13/00 12:00 119713 ML/EPA 300 Chloride 16.1 mg/1 1.0 1

07/21/00 12:00 120449 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/20/00 11:58 SM2320B/E310.1) Carbonate as C03, Calculated 0.432 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 12:00 119590 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119958 ML/S2510B ) Specific Conductance 350 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/20/00 11:57 SM2320B/E310.1) Bicarbonate as HCO3,calculated 167. mg/1 0.0010 1

k_/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.5 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 14 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 14 mg/1 1.0 1

07/13/00 12:00 119717 ML/EPA 300.0 ) Nitrate-N by IC 2.35 mg/1 0.10 1

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/14/00 12:00 119676 S4500HB/E150.1) Lab pH 7.6 Units 0.0010 1

07/13/00 12:00 119720 ML/EPA 300.0 ) Sulfate 23.8 mg/1 2.0 1

07/13/00 12:00 119944 SM2540C/E160.1) Total Dissolved Solid (TDS) 240 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2~Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 t,l,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1
J

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1 '_-J

07/14/00 12:00 119777 ( ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 96 % Rec

'_.w Surrogate 4-Bromofluorobenzene 99 % Rec

Surrogate Toluene-d8 97 % Rec
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Foster Wheeler Environmental Corp

QC Batch #119590 - Hexavalent chromium (Cr VI) Analysis Date: 07/13/2000

2007130002 MW-002-081

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119673 - Lab pH Analysis Date: 07/14/2000

2007130003 MW-002-049

QC Batch #119676 - Lab pH Analysis Date: 07/14/2000

2007130004 MW-002-048

'-_.w 2007130005 MW-002-047
2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119713 - Chloride Analysis Date: 07/13/2000

2007130003 MW-002-049
2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119717 - Nitrate-N by IC Analysis Date: 07/13/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045
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Foster Wheeler Environmental Corp
(continued)

QC Batch #119720 - Sulfate Analysis Date: 07/13/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119777 - Regulated VOCs plus Lists 1&3 Analysis Date: 07/14/2000

2007130001 MW-002-080

2007130002 MW-002-081

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047 '_./'
2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119823 - Alkalinity Analysis Date: 07/17/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119869 - Calcium, Total, ICAP Analysis Date: 07/18/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

J
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Foster Wheeler Environmental Corp

(continued)

QC Batch #119877 - Potassium, Total, ICAP Analysis Date: 07/18/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119879 - Magnesium, Total, ICAP Analysis Date: 07/18/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

_.w 2007130007 MW-002-045

QC Batch #119881 - Sodium, Total, ICAP Analysis Date: 07/18/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119944 - Total Dissolved Solid (TDS) Analysis Date: 07/13/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #119958 - Specific Conductance Analysis Date: 07/19/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-0472007130006 MW-002-046
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Foster Wheeler Environmental Corp
(continued)

2007130007 MW-002-045

QC Batch #120449 - Perchlorate Analysis Date: 07/21/2000

2007130002 MW-002-081

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #120868 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047 _1

2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #120870 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007130002 MW-002-081

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047
2007130006 MW-002-046

2007130007 MW-002-045

QC Batch #120881 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007130002 MW-002-081

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046

2007130007 MW-002-045
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120993 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007130002 MW-002-081

2007130003 MW-002-049

2007130004 MW-002-048

2007130005 MW-002-047

2007130006 MW-002-046
2007130007 MW-002-045
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Foster Wheeler Environmental Corp

QC Batch #119590 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Cr VI) 0.050 0.047 94.0 78.00 - 118.00

LCS2 Hexavalent chromium (Ct VI) 0.050 0.048 96.0 78.00 - 118.00 2.1

MBLK Hexavalent chromium (Cr VI) ND

MS--2007130005 Hexavalent chromium (Ct VI) 0.050 0.048 96.0 80.00 - 120.00

MSD--2007130005 Hexavalent chromium (Cr VI) 0.050 0.049 98.0 80.00 - 120.00

QC Batch #119673 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

DUP-2007130017 Lab pH 7.7 7.7 ( 0.00 - 20.00 0.0

,___ QC Batch #119676 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007130157 Lab pH 8.7 8.7 ( 0.00 - 20.00 0.0

QC Batch #119713 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07120149 ( 0.00 - 0.00

LCS1 Chloride 25 24.8 99.2 ( 90.00 - 110.00

LCS2 Chloride 25 25.0 100.0 ( 90.00 - 110.00 0.80

MBLK Chloride ND

MS Chloride 25 26.1 104.4 ( 80.00 - 120.00

MSD Chloride 25 26.2 104.8 ( 80.00 - 120.00 0.38

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

QC Batch #119717 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07120149 0.00 - 0.00 )

LCS1 Nitrate-N by IC 2.5 2.55 102.0 94.00 - 106.00 )

LCS2 Nitrete-N by IC 2.5 2.56 102.4 94.00 - 106.00 0.39

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.57 102.8 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.58 103.2 85.00 - 118.00 0.39

QC Batch #119720 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07120149 ( 0.00 - 0.00 _ t

LCS1 Sulfate 50 49.9 99.8 { 95.00 - 104.00

LCS2 Sulfate 50 50.2 100.4 ( 95.00 - 104.00 0.60

MBLK Sulfate ND

MS Sulfate 50 53.9 107.8 ( 97.00 - 112.00

MSD Sulfate 50 53.8 107.6 ( 97.00 - 112.00 0.19

QC Batch #119777 Regulated VOCs plus Lists 1&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 3.81 95.2 ( 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.06 101.5 ( 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.74 93.5 ( 72.00 - 117.00 )

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 3.81 95.2 ( 71.00 - 116.00 )

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.38 109.5 ( 71.00 - 125.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _ /

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK 1 1-Dichloroethane ND

LCS1 1 1-Dichloroethylene 4 3.94 98.5 70.00 - 130.00

MBLK 1 1-Dichloroethylene ND

MS 1 1-Dichloroethylene 4 3.84 96.0 70.00 - 130.00

MSD 1 1-Dichloroethylene 4 4.51 112.8 70.00 - 130.00 16

LCS1 1 1-Dichloropropene 4 3.97 99.2 70.00 - 130.00

MBLK 1 1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.86 96.5 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.79 94.8 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 3.95 98.8 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 4.31 107.7 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 3.72 93.0 75.00 - 130.00

"_w/ MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.89 97.2 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 4.31 107.7 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 4 3.80 95.0 70.00 - 130.00

LCS1 1,3-Dichloropropane 8 7.63 95.4 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 4.19 104.8 77.00 - 113.00 )

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.15 103.8 70.00 - 130.00 )

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 39.4 98.5 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 4.35 108.7 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 4.30 107.5 70.00 ~ 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 37.1 92.8 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.L

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07130200 0.00 - 0.00

LCS1 Benzene 4 4.21 105.2 76.00- 122.00

MBLK Benzene ND

MS Benzene 4 4.56 114.0 70.00- 130.00

MSD Benzene 4 4.67 116.8 70.00 - 130.00 2.4

LCS1 Bromobenzene 4 4.18 104.5 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane(MethylBromide) 2 1.87 93.5 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.09 102.2 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.09 102.2 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.47 111.8 70.00- 130.00

MSD Chlorobenzene 4 4.57 114.2 70.00 - 130.00 2.2
/

LCS1 Carbon Tetrachloride 4 4.17 104.2 70.00 - 130.00 \_

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.01 100.2 70.00- 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.11 102.8 74.00 - 124.00

MBLK Chloroform {Trichloromethane) ND

LCS1 Bromochloromethane 4 4.20 105.0 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.75 87.5 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(MethylChloride) 2 2.11 105.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 3.90 97.5 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 3.90 97.5 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 3.88 97.0 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.32 108.0 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK Dichtoromethane ND

LCS1 Ethyl benzene 4 4.20 105.0 70.00 - 130.00 )

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 1.83 91.5 70.00 - 130.00 )

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 1.77 88.5 71.00 - 118.00 )

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 4.10 102.5 70.00 - 130.00 )

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 4.33 108.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 4.25 106.2 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p~Xylenes 8 8.51 106.4 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.67 91.8 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 4.22 105.5 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.37 109.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.16 104.0 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 4.04 101.0 76.00 - 114.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.18 104.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 4.36 109.0 70.00 - 130.00 )

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 4.35 108.7 70.00 - 130.00 )

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.09 102.2 70.00 - 130.00 )

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 94 94.0 80.00 - 127.00 )

MBLK 1,2-dichloroethane-d4 100 97 97.0

MS 1,2~dichloroethane-d4 100 103 103.0 80.00 - 127.00 )

_% _ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlinin.q.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MSD 1,2-dichloroethane-d4 100 104 104.0 80.00 - 127.00 0.97

LCS1 Toluene-d8 100 100 100.0 91.00 - 107.00

MBLK Toluene-d8 100 101 101.0

MS Toluene-d8 100 101 101.0 91.00 - 107.00

MSD Toluene-d8 100 103 103.0 91.00 - 107.00 2.0

LCS1 4-Bromofluorobenzene 100 103 103.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 102 102.0

MS 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00

MSD 4-Bromofluorobenzene 100 102 102.0 86.00 - 115.00 3.0

LCS1 trans-l,2-Dichloroethylene 4 3.94 98.5 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 4.30 107.5 70.00 - 130.00

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.05 101.2 72.00 - 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 4.44 111.0 70.00 - 130.00
,J

MSD Trichloroethylene (TCE) 4 4.59 114.8 70.00 - 130.00 3.3

LCS1 Trichlorotrifluoroethane(Freon 2 2.02 101.0 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.20 105.0 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.51 112.8 70.00 - 130.00

MSD Toluene 4 4.58 114.5 70.00 - 130.00 1.5

LCS1 Vinyl chloride (VC) 2 1.89 94.5 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

QC Batch #119823 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07120122 0.00 - 0.O0

LCS1 Alkalinity 96.2 96.8 100.6 96.00 - 107.00

LCS2 Alkalinity 96.2 98.0 101.9 96.00 - 107.00 1.2

MBLK Alkalinity ND

MS Alkalinity 96.2 94.7 98.4 80.00 - 120.00

J

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _ _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MSD Alkalinity 96.2 94.0 97.7 ( 80.00 - 120.00 ) 0.74

QC Batch #119869 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00 )

LCS1 Calcium, Total, ICAP 50 50.3 100.6 85.00 - 115.00 )

LCS2 Calcium, Total, ICAP 50 50.2 100.4 85.00 - 115.00 ) 0.20

MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 48.7 97.4 70.00 - 130.00 )

MSD Calcium, Total, ICAP 50 47.7 95.4 70.00 - 130.00 ) 2.1

QC Batch #119877 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07130003 0.00- 0.00 )

LCS1 Potassium, Total, ICAP 20 20.3 101.5 80.00 - 110.00 )

LCS2 Potassium, Total, ICAP 20 20.0 100.0 80.00 - 110.00 ) 1.5

MBLK Potassium,Total, ICAP ND

MS Potassium, Total, ICAP 20 19.4 97.0 80.00 - 120.00 )

MSD Potassium, Total, ICAP 20 19.2 96.0 80.00 - 120.00 ) 1.0

QC Batch #119879 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00 )

LCS1 Magnesium, Total, ICAP 20 19.9 99.5 97.00 - 115.00 )

LCS2 Magnesium, Total, ICAP 20 19.8 99.0 97.00 - 115.00 ) 0.50

MBLK Magnesium,Total, ICAP ND

MS Magnesium, Total, ICAP 20 19.3 96.5 74.00 - 130.00 )

MSD Magnesium, Total, ICAP 20 18.9 94.5 74.00 - 130.00 ) 2.1

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.k

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #119881 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Sodium, Total, ICAP 50 50.0 100.0 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 49.9 99.8 94.00 - 112.00 0.20

MBLK Sodium,Total, ICAP ND

MS Sodium, Total, ICAP 50 47.9 95.8 82.00 - 114.00

MSD Sodium, Total, ICAP 50 46.1 92.2 82.00 - 114.00 3.8

QC Batch #119944 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP Spiked sample Lab # 20 07110055 ( 0.00 - 0.00 _

LCS1 Total Dissolved Solid (TDS) 175 162 92.6 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 668 95.4 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #119958 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007130017 Specific Conductance 110 110 ( 0.00 - 20.00 0.0

QC Batch #120449 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130002 ( 0.00 - 0.00

LCS1 Perchlorate 25.0 24.6 98.4 90.00 - 110.00

LCS2 Perchlorate 25.0 25.3 101.2 90.00 - 110.00 2.8

MBLK Perchlorate ND

MS Perchlorate 20.0 20.0 100.0 75.00 - 125.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp ·
(continued)

MSD Perchlorate 20.0 20.3 101.5 ( 75.00 - 125.00 1.5

QC Batch #120868 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130002 ( 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 454 90.8 ( 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 461 92.2 ( 85.00 - 115.00 1.5

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 450 90.0 ( 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 452 90.4 ( 70.00 - 130.00 0.44

QC Batch #120870 Chromium, Total, ICAP/MS

\_ QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab _ 20 07130002 ( 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 94 94.0 ( 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 96 96.0 ( 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 98 98.0 ( 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 96 96.0 ( 77.00 - 119.00 2.1

QC Batch #120881 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 ( 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 19.1 95.5 ( 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 20.0 100.0 ( 87.00 - 108.00 4.6

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.7 103.5 ( 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 20.4 102.0 ( 75.00 - 119.00 1.5

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

'"_,l..." Criteria for MS and DUP are advisory only, hatch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120993 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0186 93.0 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0189 94.5 85.00 - 115.00 1.6

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0198 99.0 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0198 99.0 70.00 - 130.00 0.00

/

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. =

Criteria for MS and DI/P are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES 0 u a/, t y E, v i r o n me. r a I A n a / v s / s
A division of Montgomery Watson Americas, Inc.

August 21, 2000

Attention: Mark Cutler

Foster Wheeler Environmental Corp

1940 E Deere St, Ste 200

Santa Aha, CA 92705

Report # 67903 (MW-002-082, MW-002-083, MW-002-054, MW-002-053, MW-002-

052, MW-002-051, MW-002-050)

Sampled: 07/13/00

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A

detailed quality control (QC) summary follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
None

Samples requiring dilution (with increased MRL's):

MW-002-054, -052, -051 was diluted for anions

Method blanks with compounds detected:
None

Comments:

"_,w Chloroform was detected in MW-002-083, -054, -053

Tetrachloroethylene was detected in MW-002-054, -052

Trichloroethylene was detected in MW-002-054, -052, -051

Perchlorate was detected n MW-002-054, -052
TIC'S:

None

Method Variation:

TIC's are reported only if the final result is >0.5 ug/L.
Additional Comments:

Non.
Sincerely y

.. / .._ i t,/

Debbie F_nk // '/ /
Project Manager

CC: Judy Novelly (JPL)

Laboratory Southwest Service Center Northern California Service Center Southern California Service Center
555EastWalnut Street 4625 S Wendler Drive- Suite 111 1340Treat Boulevard- SuiTe300 30 Corporate Park- Suite 303
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FOSTER WHEELER ENVIRONMENTAL CORPORATION _c:_ IC_'

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE I OF

OFSNO. HAZARD IDENTIFICATION TIME REQUIRED ,Ir_l_ T__'_r,

PROJECT_ L._. I _ '3 7. _'h_ I 7-.. Non Hazard_. Reactive [] NORMAL _ DAYS _ Ir,,JL_'.'. - _ ·
_,-;i."'9_"' m'-_,.m'._w_-_m_ ,a._w

PROJECTADDRESS - Flammable[] Toxic[] _. p:7_ i__-_ j:_le :__ ._· . j: . _j

q_"_C)t_) L)i_,I_ -/ (.._(_.bv'_' _'_o _r--_, C_- Skinlrritant [] Infectious [] RUSH [] DAYS

SAMPLER(Name) SAMPLER(Sunature) ANALYSES REQUIRED '_] '_

'REPORTS TOBE SENT TO _ ,: ,_ u "_ ,7 C _-L_"' _ : '" '-7
·_z. I_,,"_ (_-r___z.. u '-; < w ,_ x_ _,,_.---=,__ '_ ......_._,, ._ _._

- -,- _ _' _._.,.!i_ll_--_I,_.E_Z_4' _a
SAMPLE TIME DATE NUMBER CONTAINER SAMPLE MATERIAL C:_i ,_ 0 L _ a _L. , _.'_ _ I _, _ [k"]l_ t_

NUMBER COLLECTED COLLECTED CONTAINERS SIZE(S) WATER SOIL (Describe) '_ I- _. _--. _ _-_. _ _'_lJ"'; -

2 .z'-10,.4 (,_Z_ ,..(

_,_-,_,-_?-.o':.:' f/'d" 15-, _' L_ z,._z_.I _,.. ....i . .,

LABORATORYINSTRUCTIONS/COMMENTS , _ .... _ - Il J]

REUNQUISHED BY (Signatu.) -¢.:? i DATEj' / / I_C_IVED BY_._natu_) REUNQUISHED BY (Signal.re) IDATE RECEIVED BY (Signalu're) _'i_i_i '_1__'_ ,_ ! i_ ..'_ f I'__'_' 'I_=' . ' ;I'

CO_IP_NY , _ .. i TibiE ..... _ /"'/"-'"-' COMPANY TIME COMPANY
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use otb. th-isform ancofurther demLsconceraiatc ee-,n problems
,lad to descr:be any actJon(s) retarding the resolutionts) o[ problems.

A. pRlrLX_XZNA. RY £XAJ_XINATTON: Date cooler opened: Q'_ I,_-OO

I. Did cooler come with s_ippiat slip Cair bill. ccc. i? Yes ___
[f YrS. :_tzacl_ & ester c:zrrier and sit bill Jr here:

· Were custody seals on outside of cooler? _ ._o
tf YES. bow raaaf & where: 2_ frTU_O'__,_J_r_, \_r_t

[f Yes. cater the followiag: sent date: _-L_-O0_, sell t_ame: J._t_ .. ,

.1. Were custod T seals unbroken & intact at deliver?? _ .No

3. Were cu_todr papers Sealed in bag & taped to lid _. Yes (_

c. Were custody papers fitted out properly flak. ccc.) _ _'o

6. Did ?au sign custody papers iu appropriate place? (_ .NO

T. Was project idealiflable from custod! papers? _ .No

_) S. aave desigzzated persOuts)_itLIt Ca zcknovted_:e receipt: /L_-._date) _[(_/oC)

B. LOG-IN P_AST': Date s_mples were to _: 7 _15-_ by:,

(print) ,.4 . t_ _t_'_4 _(siga)_

9. Describe 7aerial: _

LO. X_ required, was eunuch ice used? _ .'_o uSeD ;aG_ [C_

IX. Were all bottles sealed in separate plastic bags? _ .N°

ia, Did 2ti bottles arrive unbroZea/in toed condition: Ye___/No

I_. Were ail bottle labels complete ciO.date--s_tn.pres{: No

14. Did _ll bottle labels agree vita custody papers: ,_ '_ ·if NO. indicate de_crepaacies be baCIL.

15. Were correct coatainers useed for tl_e atzatytes? No

16. Were correct preservotsves used when required? .'qb

17. Was su(l_c_eat 3mouat of sample seat for testS2 _ _ ·

ill. Bubbles aUseat ia VOA vials? .- No
If NO. list by sample id oa haole.

19. Was Client Services .alarmed of problems? Yes No
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 7 9 0 3
Pasadena, California 9110!

: Tel: 626 568 6400 Fax: 626 568 6324

'"'_"_ 1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp Samples Received
Mark Cutler 07/13/00

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Aha , CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-082 (2007130189) Sampled on 07/13/00 08:08

Regulated VOCs plus Lists l&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

%..._,,_,.,_ 07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2~Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl 2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page 1 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 7 9 0 3
PBsadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 _ _;
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/t 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 '_/

07/14/00 12:00 119777 ML/EPA 524.2 n_Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 104 % Rec

Surrogate 4-Bromofluorobenzene 103 % Rec

Surrogate Toluene-d8 98 % Rec

/
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Reporta Division of Montgomery Watson Americas, loc.

555 East Walnut Street # 6 7 9 0 3
Pasadena, California 91101

Te t: 626 568 6400 Fax: 626 568 6324

'_'_' 1 800 566 LABS {I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-083 (2007130190) Sampled on 07/13/00 08:20
08/01/00 08/03/00 12:00 120993 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 12:00 120449 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120870 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 07:23 119632 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists 1&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

'_.__ _ 07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

Data Report - Page 3 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 6 7 9 0 3

Pasadena, California 91101

Te t: 626 568 6400 Fax: 626 56B 6324 _, /
1 800 566 LAB S (I 800 566 6227

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) 2.2 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bremodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 "_?

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichtorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 98 % Rec

Surrogate 4-Bromo_luorobenzene 112 % Rec

?
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 7 9 0 3
Pasadena, California 91101

',,_,_ Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 100 % Rec

MW-002-054 (2007130191) Sampled on 07/13/00 08:40
07/17/00 12:00 119823 (SM2320B/E310.1) Alkalinity 225 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 ) Anion Sum 8.97 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 ) Calcium, Total, ICAP 94 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 ) Cation Sum 8.96 meq/1 0.0010 1

07/14/00 12:00 119729 ML/EPA 300 ) Chloride 79.0 mg/1 2.0 2

07/21/00 12:00 120449 CADHS/EPA314 ) Perchlorate 4.2 ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as C03, Calculated 1.12 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 07:23 119632 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119959 ML/S2510B ) Specific Conductance 785 umho/cm 4.0 1

C /00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

'%_,,,_, 07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,calculated 274. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.6 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 34 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/BPA 200.7 ) Sodium, Total, ICAP 32 mg/1 1.0 1

07/14/00 12:00 119732 ML/EPA 300.0 ) Nitrate-N by IC 8.94 mg/1 0.20 2

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120079 S4500HB/E150.1) Lab pH 7.8 Units 0.0010 1

07/14/00 12:00 119733 ML/EPA 300.0 ) Sulfate 76.9 mg/1 4.0 2

07/17/00 12:00 119950 SM2540C/E160.1) Total Dissolved Solid (TDS) 500 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chtorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 '_

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3~Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) 0.5 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 t

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND u9/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) 1.7 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) 0.5 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

_ Surrogate 1,2-Dichloroethane-d4 106 % Rec

Surrogate 4-Bromofluorobenzene 100 % Rec

Surrogate Toluene-d8 99 % Rec

MW-002-053 (2007130200) Sampled on 07/13/00 10:15

07/17/00 12:00 119823 SM2320B/E310.1) Alkalinity 166 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 4.65 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 46 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 4.70 meq/1 0.0010 1

07/14/00 12:00 119729 ML/EPA 300 Chloride 15.2 mg/1 1.0 1

07/22/00 12:00 120452 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as CO3, Calculated 0.828 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 07:23 119632 ML/SW 7196 ) Hexavalent chromium (Ct Vi) ND mg/1 0.005 1

07/19/00 12:00 119959 ML/S2510B ) Specific Conductance 410 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS 110 ug/1 100 1

07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,calculated 202. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 1.8 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 17 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 22 mg/1 1.0 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119732 ( ML/EPA 300.0 ) Nitrate-N by IC 1.89 mg/1 0.10 1

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120079 (S4500HB/E150.1) Lab pH 7.8 Units 0.0010 1

07/14/00 12:00 119733 ( ML/EPA 300.0 ) Sulfate 36.8 mg/1 2.0 1

07/17/00 12:00 119950 (SM2540C/E160.1) Total Dissolved Solid (TDS) 270 mg/1 10 1

Regulated VOCs plu s Lists l&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 _,_/

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12: 00 119777 ML/EPA 524.2 1,3 -Dichloropropane ND ug/1 0 . 50 I

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1
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Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Triehloromethane) 3.2 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyi Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 i

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freoni1 ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB} ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

\-_,,_ 07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-I,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2~Dichloroethane-d4 99 % Rec

Surrogate 4-Bromofluorobenzene 102 % Rec

Surrogate Toluene d8 98 % Rec

\
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Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-052 (2007130201) Sampled on 07/13/00 11:26

07/17/00 12:00 119823 SM2320B/E310.1) Alkalinity 236 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 10.7 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 110 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 10.4 meq/1 0.0010 1

07/14/00 12:00 119729 ML/EPA 300 Chloride 106 mg/1 2.0 2

07/22/00 12:00 120454 CADHS/EPA314 Perchlorate 5.0 ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as C03, Calculated 0.373 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 07:23 119632 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119959 ML/S2510B ) Specific Conductance 875 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS 1200 ug/1 100 1

07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,calculated 288. mg/1 0.0010 I i

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.9 mg/1 1.0 i '_,_/

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 41 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 33 mg/1 1.0 1

07/14/00 12:00 119732 ML/EPA 300.0 ) Nitrate-N by IC 10.1 mg/1 0.20 2

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120081 S4500HB/E150.1) Lab pH 7.3 Units 0.0010 1

07/14/00 12:00 119733 ML/EPA 300.0 ) Sulfate 110 mg/1 4.0 2

07/17/00 12:00 119950 SM2540C/E160.1) Total Dissolved Solid (TDS) 650 mg/1 10 1

Regulated VOCs plus Lists l&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 _ 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ( ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

_L._ 07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ftuorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) 1.8 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) 0.7 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 99 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec -_

Surrogate Toluene-d8 102 % Rec

MW-002-051 (2007130202) Sampled on 07/13/00 12:40
07/17/00 12:00 119823 SM2320B/E310.1) Alkalinity 202 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 7.84 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 85 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 7.81 meq/1 0.0010 1

07/14/00 12:00 119729 ML/EPA 300 Chloride 54.1 mg/1 2.0 2

07/22/00 12: 00 120454 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/24/00 10:49 SM2320B/B310.1) Carbonate as CO3, Calculated 0.201 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 07:23 119632 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/19/00 12:00 119997 ML/S2510B ) Specific Conductance 660 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS 105 ug/1 100 1

07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,calculated 246. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.3 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 32 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 20 mg/1 1.0 1

07/14/00 12:00 119732 ML/EPA 300.0 ) Nitrate-N by IC 7.24 mg/1 0.20 2
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120081 (S4500HB/E150.1) Lab pH 7.1 Units 0.0010 1

07/14/00 12:00 119733 ( ML/EPA 300.0 ) Sulfate 84.2 mg/1 4.0 2

07/17/00 12:00 119950 (SM2540C/E160.1) Total Dissolved Solid (TDS) 470 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/14/00 12:00 119777 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

_._ 07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-t,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis~l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1
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Foster Wheeler Envmronmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _/J

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 P-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) 0.6 ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 101 % Rec

Surrogate 4-Bromofluorobenzene 98 % Rec

Surrogate Toluene-d8 108 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-050 (2007130203) Sampled on 07/13/00 01:37
07/17/00 12:00 119823 SM2320B/E310.1) Alkalinity 156 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 4.13 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 46 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 4.21 meq/1 0.0010 1

07/14/00 12:00 119729 ML/EPA 300 Chloride 10.9 mg/1 1.0 1

07/22/00 12:00 120454 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as CO3, Calculated 0.492 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/13/00 07:23 119632 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/19/00 12:00 119997 ML/S2510B ) Specific Conductance 360 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS 155 ug/1 100 1

07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HC03,calculated 190. mg/1 0.0010 1
:i

0-_/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.6 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 15 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 14 mg/1 1.0 1

07/14/00 12:00 119732 ML/EPA 300.0 ) Nitrate-N by IC 0.96 mg/1 0.10 1

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120081 S4500HB/E150.1) Lab pH 7.6 Units 0.0010 1

07/14/00 12:00 119733 ML/EPA 300.0 ) Sulfate 30.4 mg/1 2.0 1

07/17/00 12:00 119950 SM2540C/E160.1) Total Dissolved Solid (TDS) 250 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/14/00 12:00 119777 ML/EPA 524.2 1 1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1,1-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1,2-Trichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1 1-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/14/00 12:00 119777 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/14/00 12:00 119777 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/14/00 12:00 119777 ( ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/t 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/14/00 12:00 119777 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 101 % Rec

_,,w Surrogate 4-Bromofluorobenzene 99 % Rec

Surrogate Toluene-d8 100 % Rec
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Foster Wheeler Environmental Corp

QC Batch #119632 - Hexavalent chromium (er VI) Analysis Date: 07/13/2000

2007130190 MW-002-083

2007130191 MW-002-054
2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #119729 - Chloride Analysis Date: 07/14/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #119732 - Nitrate-N by IC Analysis Date: 07/14/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #119733 - Sulfate Analysis Date: 07/14/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #119777 - Regulated VOCs plus Lists 1&3 Analysis Date: 07/14/2000

2007130189 MW-002-082

2007130190 MW-002-083

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

_'_ 2007130202 MW-002-051
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Foster Wheeler Environmental Corp

continued)

2007130203 MW-002-050

QC Batch #119823 - Alkalinity Analysis Date: 07/17/2000

2007130191 MW-002-054
2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #119869 - Calcium, Total, ICAP Analysis Date: 07/18/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051 _.,,,,.,'_
2007130203 MW-002-050

QC Batch #119877 - Potassium, Total, ICAP Analysis Date: 07/18/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #119879 - Magnesium, Total, ICAP Analysis Date: 07/18/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050
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Foster Wheeler Environmental Corp

(continued)

QC Batch #119881 - Sodium, Total, ICAP Analysis Date: 07/18/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #119950 - Total Dissolved Solid (TDS) Analysis Date: 07/17/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

._._ 2007130203 MW-002-050

QC Batch #119959 - Specific Conductance Analysis Date: 07/19/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

Qc Batch #119997 - Specific Conductance Analysis Date: 07/19/2000

2007130202 MW-002-051
2007130203 MW-002-050

QC Batch #120079 - Lab pH Analysis Date: 07/20/2000

2007130191 MW-002-054

2007130200 MW-002-053

QC summary - Page 3 of 5
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120081 - Lab pH Analysis Date: 07/20/2000

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #120449 - Perchlorate Analysis Date: 07/21/2000

2007130190 MW-002-083

2007130191 MW-002-054

QC Batch #120452 - Perchlorate Analysis Date: 07/22/2000

2007130200 MW-002-053 '-,.__j'

QC Batch #120454 - Perchlorate Analysis Date: 07/22/2000

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #120868 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #120870 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007130190 MW-002-083

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Sumunary - Page 4 of 5
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120881 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007130190 MW-002-083

2007130191 MW-002-054

2007130200 MW-002-053

2007130201 MW-002-052

2007130202 MW-002-051

2007130203 MW-002-050

QC Batch #120993 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007130190 MW-002-083

2007130191 MW-002-054
2007130200 MW-002-053

L._.,_ 2007130201 MW-002-052
2007130202 MW-002-051

2007130203 MW-002-050

QC Su_ary - Page 5 of 5
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Foster Wheeler Environmental Corp

QC Batch #119632 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Cr VI) 0.050 0.050 100.0 78.00 - 118.00 )

LCS2 Hexavalent chromium (Ct VI) 0.050 0.050 100.0 78.00 - 118.00 ) 0.00

MBLK Hexavalent chromium (Cr VI) ND

MS--2007130201 Hexavalent chromium (Ct VI) 0.050 0.048 96.0 80.00 - 120.00 )

MSD--2007130201 Hexavalent chromium (Ct VI) 0.050 0.048 96.0 80.00 - 120.00 )

QC Batch #119729 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130102 0.00 - 0.00 )

LCS1 Chloride 25 25.1 100.4 90.00 - 110.00 )

LCS2 Chloride 25 25.1 100.4 90.00 - 110.00 ) 0.00

'_w MBLK Chloride ND

MS Chloride 25 25.2 100.8 80.00 - 120.00 )

MSD Chloride 25 25.0 100.0 80.00 - 120.00 ) 0.80

QC Batch #119732 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130102 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.56 102.4 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.55 102.0 94.00 - 106.00 0.39

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.68 107.2 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.69 107.6 85.00 - 118.00 0.37

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

QC Batch #119733 Sulfate

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07130102 0.00 - 0.00 )

LCS1 Sulfate 50 50.5 101.0 95.00 - 104.00 )

LCS2 Sulfate 50 50.2 100.4 95.00 - 104.00 ) 0.60

MBLK Sulfate ND

MS Sulfate 50 55.5 111.0 97.00 - 112.00 )

MSD Sulfate 50 55.4 110.8 97.00 - 112.00 ) 0.18

QC Batch #119777 Regulated VOCs plus Lists 1&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 3.81 95.2 ( 70.00 - 130.00 ) _/_

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.06 101.5 ( 76.00 - 116.00 )

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.74 93.5 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 3.81 95.2 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.38 109.5 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 3.94 98.5 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 3.84 96.0 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 4.51 112.8 70.00 - 130.00 16

LCS1 1,1-Dichloropropene 4 3.97 99.2 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.86 96.5 70.00 - 130.00 )

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.79 94.8 70.00 - 130.00 )

MBLK 1,2,3-Trichloropropane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. ._/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 1,2,4-Trichlorobenzene 4 3.95 98.8 76.00 - 114.00 )

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 4.31 107.7 70.00 - 130.00 )

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 3.72 93.0 75.00 - 130.00 )

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.89 97.2 77.00 - 122.00 )

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 4.31 107.7 70.00 - 130.00 )

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 4 3.80 95.0 70.00 - 130.00

LCS1 1,3-Dichloropropane 8 7.63 95.4 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 4.19 104.8 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.15 103.8 70.00 - 130.00

"_ MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 39.4 98.5 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 4.35 108.7 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 4.30 107.5 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 37.1 92.8 70.00 ~ 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07130200 0.00 - 0.00

LCS1 Benzene 4 4.21 105.2 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.56 114.0 70.00 - 130.00

MSD Benzene 4 4.67 116.8 70.00 - 130.00 2.4

LCS1 Bromobenzene 4 4.18 104.5 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 1.87 93.5 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.09 102.2 75.00 - 124.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

\_,,w Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.09 102.2 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.47 111.8 70.00 - 130.00

MSD Chlorobenzene 4 4.57 114.2 70.00 - 130.00 2.2

LCS1 CarbonTetrachloride 4 4.17 104.2 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.01 100.2 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.11 102.8 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.20 105.0 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.75 87.5 70.00 - 130.00

MBLK Chloroethane ND
f

LCS1 Chloromethane(Methyl Chloride) 2 2.11 105.5 70.00 - 130.00 _?

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 3.90 97.5 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 3.90 97.5 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 3.88 97.0 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.32 108.0 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethylbenzene 4 4.20 105.0 70.00- 130.00

MBLK Ethylbenzene ND

LCS1 Dichlorodifluoromethane 2 1.83 91.5 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 1.77 88.5 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 4.10 102.5 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 4.33 108.2 70.00- 130.00

MBLK Isopropylbenzene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. ._/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 m-Dichlorobenzene (1,3-DCB) 4 4.25 106.2 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.51 106.4 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.67 91.8 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 4.22 105.5 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.37 109.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.16 104.0 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 4.04 101.0 76.00 - 114.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.18 104.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

,_j_,, LCS1 p-Isopropyltoluene 4 4.36 109.0 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 4.35 108.7 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.09 102.2 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 94 94.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 97 97.0

MS 1,2-dichloroethane-d4 100 103 103.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 104 104.0 80.00 - 127.00 0.97

LCSt Toluene-d8 100 100 100.0 91.00 - 107.00

MBLK Toluene-d8 100 101 101.0

MS Toluene-d8 100 101 101.0 91.00 - 107.00 )

MSD Toluene-d8 100 103 103.0 91.00 - 107.00 ) 2.0

LCS1 4-Bromofluorobenzene 100 103 103.0 86.00 - 115.00 )

MBLK 4-Bromofluorobenzene 100 102 102.0

MS 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 102 102.0 86.00 - 115.00 ) 3.0

LCS1 trans-l,2-Dichloroethylene 4 3.94 98.5 70.00 - 130.00 )

MBLK trans-l,2-Dichloroethylene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

_'_'_/ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

LCS1 tert-Butylbenzene 4 4.30 107.5 70.00 - 130.00 )

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.05 101.2 72.00 - 117.00 )

MBLK Trichloroethylene(TCE) ND

MS Trichloroethylene (TCE) 4 4.44 111.0 70.00 - 130.00 )

MSD Trichloroethylene (TCE) 4 4.59 114.8 70.00 - 130.00 ) 3.3

LCS1 Trichlorotrifluoroethane(Freon 2 2.02 101.0 70.00 - 130.00 )

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.20 105.0 74.00 - 117.00 )

MBLK Toluene ND

MS Toluene 4 4.51 112.8 70.00 - 130.00 )

MSD Toluene 4 4.58 114.5 70.00 - 130.00 ) 1.5

LCS1 Vinyl chloride (VC) 2 1.89 94.5 70.00 - 130.00 )

MBLK Vinyl chloride{VC) ND

QC Batch #119823 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07120122 ( 0.00 - 0.00 )

LCS1 Alkalinity 96.2 96.8 100.6 ( 96.00 - 107.00 )

LCS2 Alkalinity 96.2 98.0 101.9 ( 96.00 - 107.00 ) 1.2

MBLK Alkalinity ND

MS Alkalinity 96.2 94.7 98.4 ( 80.00 - 120.00 )

MSD Alkalinity 96.2 94.0 97.7 ( 80.00 - 120.00 ) 0.74

QC Batch #119869 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00 )

LCS1 Calcium, Total, ICAP 50 50.3 100.6 85.00 - 115.00 )

LCS2 Calcium, Total, ICAP 50 50.2 100.4 85.00 - 115.00 0.20

MBLK Calcium,Total, ICAP ND

MS Calcium, Total, ICAP 50 48.7 97.4 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. %_/i
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

MSD Calcium, Total, ICAP 50 47.7 95.4 ( 70.00 - 130.00 ) 2.1

QC Batch #119877 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00 )

LCS1 Potassium, Total, ICAP 20 20.3 101.5 80.00 - 110.00 )

LCS2 Potassium, Total, ICAP 20 20.0 100.0 80.00 - 110.00 ) 1.5

MBLK Potassium, Total, ICAP ND

MS Potassium,Total, ICAP 20 19.4 97.0 80.00 - 120.00)

MSD Potassium, Total, ICAP 20 19.2 96.0 80.00 - 120.00 ) 1.0

QC Batch #119879 Magnesium, Total, ICAP

__ QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00 )

LCS1 Magnesium, Total, ICAP 20 19.9 99.5 97.00 - 115.00 )

LCS2 Magnesium, Total, ICAP 20 19.8 99.0 97.00 - 115.00 ) 0.50

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 19.3 96.5 74.00 - 130.00 )

MSD Magnesium, Total, ICAP 20 18.9 94.5 74.00 - 130.00 ) 2.1

QC Batch #119881 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07130003 ( 0.00 - 0.00 )

LCS1 Sodium, Total, ICAP 50 50.0 100.0 ( 94.00 - 112.00 )

LCS2 Sodium, Total, ICAP 50 49.9 99.8 94.00 - 112.00 ) 0.20

MBLK Sodium,Total,ICAP ND

MS Sodium, Total, ICAP 50 47.9 95.8 82.00 - 114.00

MSD Sodium, Total, ICAP 50 46.1 92.2 82.00 - 114.00 3.8

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #119950 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUi0 Spiked sample Lab # 20 07130068 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 162 92.6 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 672 96.0 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #119959 Specific Conductance

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP-2007130201 Specific Conductance 875 875 ( 0.00 - 20.00 0.0

QC Batch #119997 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007140036 Specific Conductance 980 980 ( 0.00 - 20.00 0.0

QC Batch #120079 Lab pH

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP-2006260434 Lab pH 9.4 9.4 ( 0.00 - 20.00 0.0

QC Batch #120081 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007140037 Lab pH 7.0 7.0 ( 0.00 - 20.00 0.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _/
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120449 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130002 0.00 - 0.00 }

LCS1 Perchlorate 25.0 24.6 98.4 90.00 - 110.00 )

LCS2 Perchlorate 25.0 25.3 101.2 90.00 - 110.00 ) 2.8

MBLK Perchlorate ND

MS Perchlorate 20.0 20.0 100.0 75.00 - 125.00 )

MSD Perchlorate 20.0 20.3 101.5 75.00 - 125.00 ) 1.5

QC Batch #120452 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

'_ MS Spiked sample Lab # 20 07130002 0.00 - 0.00 )

LCS1 Perchlorate 25.0 24.6 98.4 90.00 - 110.00 )

LCS2 Perchlorate 25.0 25.3 101.2 90.00 - 110.00 ) 2.8

MBLK Perchlorate ND

MS Perchlorate 20.0 20.0 100.0 75.00 - 125.00 )

MSD Perchlorate 20.0 20.3 101.5 75.00 - 125.00 ) 1.5

QC Batch #120454 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130201 0.00 - 0.00 )

LCS1 Perchlorate 25.0 24.8 99.2 90.00 - 110.00 )

LCS2 Perchlorate 25.0 25.7 102.8 90.00 - 110.00 ) 3.6

MBLK Perchlorate ND

MS Perchlorate 20.0 19.9 99.5 75.00 - 125.00 )

MSD Perchlorate 20.0 20.0 100.0 75.00 - 125.00 ) 0.50

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
QCa Division of Montgomery Watson Americas, inc. _epor _.

555 East Walnut Street # 6 7 9 0 3

Pasadena, California 91101
Tel: 626 568 6400 Fax: 626 568 6324

1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120868 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130002 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 454 90.8 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 461 92.2 85.00 - 115.00 1.5

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 450 90.0 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 452 90.4 70.00 - 130.00 0.44

QC Batch #120870 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07130002 0.00 - 0.00 _.,._/_

LCS1 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 96 96.0 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 98 98.0 77.00 - 119.00 )

MSD Chromium, Total, ICAP/MS 100 96 96.0 77.00 - 119.00 2.1

QC Batch #120881 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 19.1 95.5 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 20.0 100.0 87.00 - 108.00 4.6

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.7 103.5 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 20.4 102.0 75.00 - 119.00 1.5

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. j

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas,Inc. QC Report
555EastWalnutStreet _ 679 03
Pasadena,California91101

TeI: 6265686400Fax:6265686324
1800 566 LAB S (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120993 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0186 93.0 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0189 94.5 85.00 - 115.00 1.6

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0198 99.0 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0198 99.0 70.00 - 130.00 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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_u MONTGOMERY WATSON LABORATORIES _ _'_ ,' ,: _. E, _.''r o r?;_ e n _a ' x na ,'?'s ,.sI M _r W nAgJ_t_i_s'_]e_ _r_ e y atso merieas, Inc.

Attention: Mark Cutler

Foster Wheeler Environmental Corp

1940 E Deere St, Ste 200

Santa A/la, CA 92705

Report # 67913 (MW-002-084, MW-002-085, MW-002-064, MW-002-063, MW-002-

062, MW-002-061, MW-002-060)

Sampled: 07/14/00

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A

detailed quality control (QC) summary follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)

EPA524.2 QC batch 119995 analyzed 7/18/00: The LCS for 1,1

dichloroethane and fluorotrichloromethane exceeded in-house QC limits.

Results are within method and QAP limits of 70-130%. Results are

reported without qualification.

EPA300.0 QC batch 119727 Anions: Sulfate LCS1/LCS2 and MS/MSD,

Nitrate LCS2 recovered above in-house QC limits. They are within

r_ method specified limits of 90-110% for LCS and 80-120% for MS/MSD.

There are no QAP specified Limits for Anion QC. Results are reported

without qualification.

Samples requiring dilution (with increased MRL's):

MW-002-060, -061, -063, -064 was diluted for anions.

Method blanks with compounds detected:
None

Comments:

Bromodichloromethanewas detected in MW-002-064

Chloroform was detected in MW-002-085, -064, -063, -062, -060

Cis-l,2-dichloroethylene was detected in MW-002-064, -063

Tetrachloroethylene was detected in MW-002-064, -063, -062, -061, -060

Trichloroethylene was detected in MW-002-064, -063, -062, -060
Perchlorate was detected n MW-002-060

TIC'S:

None

Method Variation:

TIC's are reported only if the final result is >0.5 ug/L.
Additional Comments:

None

Sincerely //_/ /

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestService Center Northern California Service Center Southern California Service Center
555 EastWalnut Street 4820 South Mill Avenue-Suite202 1340 Treat Boulevard-Suite 300 30 Corporate Park- Suite 302
Pasadena,California81101 Tempe,Arizona85282_ WainutCreek, California 94596 Inzine.California 92606
Tel:6285888400 Tel:8027558201 Tel:9252742322 Tel:9492221845
Fax:8285886324 Fax:8027558203 Fax:9259451760 Fax:949222!849



_r. I/ NU_ P'ER jl_ _ JL

FOSTER WHEELER ENVIRONMENTAL CORPORATION -q-_ _o(_.

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE {

PROJECT IOFSNO. HAZARD IDENTIFICATION TIME REQUIRED

YF L I _ _ %iL2- 'k].__ _ '_. Non Hazard _q_. Reactive [] NORMAL [_ DAYSPROJECTADDRESS Flammable [] Toxic []

V_))(-._ 0 (._]d_. _._,20_t _ ...._/"'2. P_A;_.._E:_J_ C'/I_I;: Skinlrritant [] Infectious [] RUSH [] DAYS

SAMPLER(Name) ISAMPLER(Signature). /.4 ANALYSES REQUIRED

LABORATORY _ ///'

REPORTSTO BE SENT TO

M_vc C,.,'r,.._:_-_ "il'l- fi'IX- _s'z.o
SAMPLE MATERIALSAMPLE TIME DATE NUMBER CONTAINEROF

NUMBER COLLECTEDCOLLECTEDCONTAINERS SIZE(S) OTHER
(Describe)

H Io'

_'.V, ')o[,k'' ,,L:[_-" :''" '): _" _"_!_r" lY'%':°'t

q? / _,/:,1o,,, ( I I_

LABORATORYINSTRUCTIONS/COMMENTS

/' 'l

;OM_'"'N_ ITlME ' '" C(3M'P,_NY ' coMPANy TIME iCOMPANY '
,"-C_-Jt> r--(_ ' ?.... 1':''z''''I ,,....._.,o. , i



MONTGOMERY LAaORATORIES COOl.ER RECr-II_T FORM

PROJ£CT- _ _SE ¢:e {-I Date R ecetvcd:_/'-/-C_o
Use ocher s,ae of this form ta note further c:e:aiLs concerninl cnect._n proOlems
.;nd to descrzDe an! action(s} rezardint c_e resolution(si of pro0lems.

A. ?RELI.MINARY EXAJ_IINATION: Date cooler opeae_: '_-/_-OC_

[. Did cagier come wltb sz:ippint slip (air Yes N_
If YES. attach & eater carrier and air bill x here:

ii

_.. Were custoay seaL_ on autsic{c of cooler? _ NQ1'-t[f YES. bo. many & -aero: ("_) CPi,S _

Ir Yes. enter the foliowinl: seal {late: '_t"7/_IL-C_7) sell name: Dso

.t. Were custody seals unbroken & intact at delivery? N ·

4. Were CUStOdy papers se31ed ia b31 & taped to lid? Yes

5. Were cuslady papers filled out propert? {_nk. etc./ _ No

6. Did lou sizn custody papers in appropriate place? _ No

7. Was project identifiable from c_stody papers? _ Ne

lt. I-Iave _esi_nated person{s) initial to acknovtedle receipt: (Cate) ,

B. LOG*iN ?laA.RI_: Date s,3mplcs _ere lotzcd-la! by:
(print) _, ._ u,_A, (siln) _.---

\

9. Describe paelint: \

t0. Ir requtred. =':ts enoutb ice u_d? ('¥_ No

Il. Were all bottles sealed in separate pinkie bags." _"¥t_s No

l_. Did all bottles arrive unbrotenlin tcmd condition? '¢o

1]. Were all bottle labels col_plete (IDalate.z:tn.pres)? Y_ '_ a
14. Did all bottle _alaels altec with c_tato_y papers. _ N o

if' NO. inclicate aeacrepancies on back.

IS. Were correct containers u_ed for tl:e aaalytes? No

16. Were correct preservztsve$ usetl where required? es No

IT. Was sufficient amount of sample sent for tests. _ _ No

IS. ltubbles absent in VOA vials? _,) .No '_'_'If NO. list by sample id on back. "

19. Was Client Servtce$ snformed of problems. · Yes N o



_) MONTGOMERY WATSON LABORATORIESa Divisionof MontgomeryWatson Americas,Inc.
555EastWalnut Straet
Pasadena,California91101

"_.,_.,,./ Tei: 6265686400Fax:6265686324
1800566LABS(18005665227)

Laboratory Report

for

Foster Wheeler Environmental Corp

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSUE_

/ '/ ,

ProjectManager JPL

La_'_oratory certifies that the test results meet all QA/QC requirements unless
noted in the Comments section or the Case Narrative. Following the cover page

are Comments,QC Report,QC Summary,Data Report, totaling 32 page[s].



(_ MONTGOMERY WATSON LABORATORIES Laboratorya Divisionof MontgomeryWatsonAmericas, Inc. Data Re oft13
555EastWalnutStreet _ 6 7 9 1 3
Pasadena,California91101

.__.i TeI: 6265686400Fax:6265686324
1800566LABS(18005665227

Foster Wheeler Environmental Corp Samples Received

Mark Cutler 07/14/00
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-084 (2007140029) Sampled on 07/14/00 08:15

Regulated VOCs plus Lists 1&3

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

_'_ 07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

· 07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3 Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page 1 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 67 913
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 '_

1 800 566 LAB S { 1 800 566 5227

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 '_/

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0_50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) sec-Butylbenzene ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 101 % Rec

Surrogate 4-Bromofluorobenzene 96 % Rec

Surrogate Toluene-d8 102 % Rec

Data Report - Page 2 of 17



Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas. Inc, Data Report
555 East WaJnut Street _ 6 7 913
Pasadena, California 91101

:_._,.,.w Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LAB S (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-085 (2007140030) Sampled on 07/14/00 08:35
08/01/00 08/03/00 12:00 120993 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/22/00 12:00 120454 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/14/00 04:04 119662 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/NS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

%
07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/t 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

Data Report - Page 3 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Reporta Divisionof MontgomeryWatsonAmericas, Inc.
555EastWalnutStreet _ 6 7 9 '1 3
Pasadena,California91101
Tel: 6265686400Fax:6265686324 ,,,_..._/
1800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(cent inued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) 2.2 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 '_/

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0 30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 108 % Rec

Surrogate 4-Bromofluorobenzene 91 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 100 % Rec

MW-002-064 (2007140031) Sampled on 07/14/00 08:40

07/18/00 12:00 119847 SM2320B/E310.1) Alkalinity 205 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 ) Anion Sum 8.71 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113S/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 ) Calcium, Total, ICAP 93 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 ) Cation Sum 8.88 meq/1 0.0010 1

07/15/00 12:00 119723 ML/EPA 300 ) Chloride 70.2 mg/1 2.0 2

07/22/00 12:00 120454 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as CO3, Calculated 1.62 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 BPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/14/00 04:04 119662 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119997 ML/S2510B ) Specific Conductance 750 %unho/cm 4.0 1

0 '00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS 350 ug/1 100 1

'_ 07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,calculated 249. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.8 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 32 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 35 mg/1 1.0 1

07/15/00 12:00 119724 ML/EPA 300.0 ) Nitrate-N by IC 9.55 mg/1 0.20 2

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120081 S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/15/00 12:00 119727 ML/EPA 300.0 ) Sulfate 93.4 mg/1 4.0 2

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 480 mg/1 10 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 ) 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) 1,2,4-Trichlorobenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene 2.2 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) 1.2 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane 0.6 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 DichloromeChane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/t 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) 11 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12: 00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 . 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) 0.6 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

_K_,._ Surrogate 1,2-Dichloroethane-d4 105 % Rec

Surrogate 4-Bromofluorobenzene 90 % Rec

Surrogate Toluene-d8 98 % Rec

MW-002-063 (2007140032) Sampled on 07/14/00 09:46
07/18/00 12:00 119847 SM2320B/E310.1) Alkalinity 205 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 8.09 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 89 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 8.08 meq/1 0.0010 1

07/15/00 12:00 119723 ML/EPA 300 Chloride 65.2 mg/1 2.0 2

07/22/00 12: 00 120454 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as CO3, Calculated 0.647 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/14/00 04:04 119662 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119997 ML/S2510B ) Specific Conductance 720 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,caleulated 250. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.5 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 28 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 29 mg/1 1.0 1
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Foster Wheeler Environmental Corp
(cont inued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/15/00 12:00 119724 ( ML/EPA 300.0 ) Nitrate-N by IC 9.36 mg/1 0.20 2

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120081 (S4500HB/E150.1) Lab pH 7.6 Units 0.0010 1

07/15/00 12:00 119727 ( ML/EPA 300.0 ) Sulfate 71.1 mg/1 4.0 2

07/20/00 12:00 120206 (SM2540C/E160.1) Total Dissolved Solid (TDS) 450 mg/1 10 1

Regulated VOCs plus Lists l&3

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloreethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 '_//

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 t

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene 1.3 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ( ML/EPA 524.2 Chloroform (Trichloromethane) 0.7 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 I

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

_/ 07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorohenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) 6.2 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) 0.5 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans~l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2~Dichloroethane-d4 109 % Rec

Surrogate 4-Bromofluorobenzene 95 % Rec

Surrogate Toluene-d8 100 % Rec

\
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

MW-002-062 (2007140034) Sampled on 07/14/00 10:47

07/18/00 12:00 119847 SM2320B/E310.1) Alkalinity 262 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 11.1 meq/l 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 120 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 11.2 meq/1 0.0010 1

07/15/00 12:00 119723 ML/EPA 300 Chloride 103 mg/1 2.0 2

07/22/00 12: 00 120454 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as C03, Calculated 1.04 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/14/00 04:04 119662 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/19/00 12:00 119997 ML/S2510B ) Specific Conductance 965 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,calculated 319. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 3.1 mg/1 1.0 i %_/

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 40 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 41 mg/1 1.0 1

07/15/00 12:00 119724 ML/EPA 300.0 ) Nitrate-N by IC 10.1 mg/1 0.20 2

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120081 S4500HB/E150.1) Lab pH 7.7 Units 0.0010 1

07/15/00 12:00 119727 ML/EPA 300.0 ) Sulfate 107 mg/1 4.0 2

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 630 mg/1 10 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12: 00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.80 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/t 0 50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) 0.7 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.80 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

\
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene {1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) 1.5 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) 0.6 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 100 % Rec

Surrogate 4-Bromofluorobenzene 95 % Rec _

Surrogate Toluene-d8 100 % Rec

MW-002-061 (2007140036) Sampled on 07/14/00 11:45
07/18/00 12:00 119847 SM2320B/E310.1) Alkalinity 234 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 11.7 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 110 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 11.6 meq/1 0.0010 1

07/15/00 12:00 119723 ML/EPA 300 Chloride 132 mg/1 2.0 2

07/22/00 12:00 120454 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as C03, Calculated 1.17 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/14/00 04:04 119662 ML/SW 7196 } Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/19/00 12:00 119997 ML/S2510B ) Specific Conductance 980 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, TOtal, ICAP/MS ND ug/1 100 1

07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,calculated 285. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 3.3 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 43 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 56 mg/1 1.0 1

07/15/00 12:00 119724 ML/EPA 300.0 ) Nitrate-N by IC 4.69 mg/1 0.20 2
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120081 (S4500HB/E150.1) Lab pH 7.8 Units 0.0010 1

07/15/00 12:00 119727 ( ML/EPA 300.0 ) Sulfate 142 mg/1 4.0 2

07/20/00 12:00 120206 (SM2540C/E160.1) Total Dissolved Solid (TDS) 650 mg/1 10 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 i

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

Data Report - Page 13 of 17



LaboratoryMONTGOMERY WATSON LABORATORIES Data _=l_uu"----r_a Division of MontgomeryWatson Americas, inc.

555 East Walnut Street _ 6 7 9 1 3

Pasadena, California 91101

Te t: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 8OO566 5227) "_'-_'

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freon11 ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenee ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _,_

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (i,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.9 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 104 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec

Surrogate Toluene-d8 98 % Rec
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-060 (2007140037) Sampled on 07/14/00 12:32
07/18/00 12:00 119847 SM2320B/E310.1) Alkalinity 155 mg/1 1.0 1

07/20/00 12:11 ML/SM1040 Anion Sum 9.29 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 100 mg/1 1.0 1

07/20/00 12:15 ML/SM1040 Cation Sum 9.01 meq/1 0.0010 1

07/15/00 12:00 119723 ML/EPA 300 Chloride 81.0 mg/1 2.0 2

07/22/00 12:00 120454 CADHS/EPA314 Perchlorate 16 ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as C03, Calculated 0.123 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/14/00 04:04 119662 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/19/00 12:00 119998 ML/S2510B ) Specific Conductance 790 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/20/00 10:41 SM2320B/E310.1) Bicarbonate as HCO3,calculated 189. mg/1 0.0010 1

0k_00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.4 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 30 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 34 mg/1 1.0 1

07/15/00 12:00 119724 ML/EPA 300.0 ) Nitrate-N by IC 12.1 mg/1 0.20 2

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120081 S4500HB/E150.1) Lab pH 7.0 Units 0.0010 1

07/15/00 12:00 119727 ML/EPA 300.0 ) Sulfate 146 mg/1 4.0 2

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 560 mg/1 10 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1 _/_

07/18/00 12:00 119995 ML/EPA 524.2 eis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) 1.7 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.5 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) 12 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 96 % Rec

Surrogate 4-Bromofluorobenzene 92 % Rec

Surrogate Toluene-d8 98 % Rec
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Foster wheeler Environmental Corp

QC Batch #119662 - Hexavalent chromium (Cr VI) Analysis Date= 07/14/2000

2007140030 MW-002-085

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #119723 - Chloride Analysis Date: 07/15/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

Q_'Batch #119724 - Nitrate-N by IC Analysis Date: 07/15/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #119727 - Sulfate Analysis Date: 07/15/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #119847 - Alkalinity Analysis Date: 07/18/2000

2007140031 MW-002-064

2007140032 MW- 002 -063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060
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Foster Wheeler Environmental Corp
(continued)

QC Batch #119869 - Calcium, Total, ICAP Analysis Date: 07/18/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #119877 - Potassium, Total, ICAP Analysis Date: 07/18/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-O02-060 ,, _,

QC Batch #119879 - Magnesium, Total, ICAP Analysis Date: 07/18/2000

2007140031 MW-002-064

2007140032 MW-002-063
2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #119881 - Sodium, Total, ICAP Analysis Date: 07/18/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #119995 - Regulated VOCs plus Lists l&3 Analysis Date: 07/18/2000

2007140029 MW-002-084

2007140030 MW-002-085

2007140031 MW-002-064

2007140032 MW-002-063 "'"_/
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Foster Wheeler Environmental Corp
(continued)

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #119997 - Specific Conductance Analysis Date: 07/19/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

QC Batch #119998 Specific Conductance Analysis Date: 07/19/2000

2007140037 MW-002-060

Q_'WBatch #120081 - Lab pH Analysis Date: 07/20/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #120206 - Total Dissolved Solid (TDS) Analysis Date: 07/20/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #120454 - Perchlorate Analysis Date: 07/22/2000

2007140030 MW-002-085

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

<v 2007140037 MW-002-060
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120868 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #120870 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007140030 MW-002-085

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061 _._.
2007140037 MW-002-060

QC Batch #120881 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007140030 MW-002-085

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060

QC Batch #120993 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007140030 MW-002-085

2007140031 MW-002-064

2007140032 MW-002-063

2007140034 MW-002-062

2007140036 MW-002-061

2007140037 MW-002-060
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(QC batch#: 119724)

Test: Nitrate-N by IC

QC Type: LCS2

The LCS recovery is within the EPA method limit of 90-110%.

(QC batch#: 119727)
Test: Sulfate

QC Type: LCS1
The LCS recovery is within the EPA method limit of 90-110%.

QC Type: LCS2
The LCS recovery is within the EPA method limit of 90-110%.

QC Type. MS
The MS recovery is within the EPA method limit of 80-120%.

QC Type: MSD
The MSD recovery is within the EPA method limit of 80-120%.

(QC batch#: 119995)

Test: 1,1-Dichloroethane

_'_ QC Type: LCS1
within method QC limits, 70 to 130%

Test: Fluorotrichloromethane-Freon11

QC Type: LCS1
within method QC limits, 70 to 130%

'_.r
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(_ Laboratory
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a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 67913
Pasadena, California 91101
Te 1: 626 568 6400 Fax: 626 568 6324

_" 1800 566 LABS (1800 566 5227)

Foster Wheeler Environmental Corp

QC Batch #119662 Hexavalent chromicun (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 78.00 - 118.00

LCS2 Hexavalent chromium (Ct VI) 0.050 0.051 102.0 78.00 - 118.00 0.00

MBLK Hexavalent chromium (Cr VI) ND

MS--2007140034 Hexavalent chromium (Ct VI) 0.050 0.050 100.0 80.00 - 120.00

MSD--2007140034 Hexavalent chromium (Ct VI} 0.050 0.051 102.0 80.00 - 120.00

QC Batch #119723 Chloride

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07140037 ( 0.00 - 0.00

LCS1 Chloride 25 26.0 104.0 { 90.00 - 110.00

LCS2 Chloride 25 26.1 104.4 ( 90.00 - 110.00 0.38

MBLK Chloride ND

MS Chloride 25 28.4 113.6 ( 80.00 - 120.00

MSD Chloride 25 28.2 112.8 ( 80.00 - 120.00 0.71

QC Batch #119724 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07140037 ( 0.00 - 0.00

LCS1 Nitrate-Nby IC 2.5 2.65 106.0 ( 94.00- 106.00

LCS2 Nitrate-Nby IC 2.5 2.66 106.4 ( 94.00- 106.00 0.38

MBLK Nitrate-Nby IC ND

MS Nitrate-N by IC 2.5 2.80 112.0 ( 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.79 111.6 ( 85.00 - 118.00 0.36

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

_%_,_,w Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #119727 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130037 0.00 - 0.00 )

LCS1 Sulfate 50 52.6 105.2 95.00 - 104.00 )

LCS2 Sulfate 50 52.7 105.4 95.00 - 104.00 ) 0.19

MBLK Sulfate ND

MS Sulfate 50 58.3 116.6 97.00 - 112.00 )

MSD Sulfate 50 57.9 115.8 97.00 - 112.00 ) 0.69

QC Batch #119847 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits {%) RPD (%)

MS Spiked sample Lab # 20 07130076 ( 0.00 - 0.00 %-_

LCS1 Alkalinity 96.2 98.0 101.9 96.00 - 107.00

LCS2 Alkalinity 96.2 99..1 103.0 96.00 - 107.00 1.1

MBLK Alkalinity ND

MS Alkalinity 96.2 94.8 98.5 80.00 - 120.00

MSD Alkalinity 96.2 94.8 98.5 80.00- 120.00 0.00

QC Batch #119869 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 ( 0.00 - 0.00

LCS1 Calcium, Total, ICAP 50 50.3 100.6 ( 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 50.2 100.4 ( 85.00 - 115.00 0.20

MBLK Calcium,Total, ICAP ND

MS Calcium, Total, ICAP 50 48.7 97.4 ( 70.00 - 130.00

MSD Calcium,Total,ICAP 50 47.7 95.4 ( 70.00 - 130.00 2.1

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #119877 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Potassium, Total, ICAP 20 20.3 101.5 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.0 100.0 80.00 - 110.00 1.5

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 19.4 97.0 80.00 - 120.00

MSD Potassium, Total, ICAP 20 19.2 96.0 80.00 - 120.00 1.0

QC Batch #119879 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

i MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 19.9 99.5 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 19.8 99.0 97.00 - 115.00 0.50

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 19.3 96.5 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 18.9 94.5 74.00 - 130.00 2.1

QC Batch #119881 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Sodium, Total, ICAP 50 50.0 100.0 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 49.9 99.8 94.00 - 112.00 0.20

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 47.9 95.8 82.00 - 114.00

MSD Sodium, Total, ICAP 50 46.1 92.2 82.00 - 114.00 3.8

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

%_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

QC Batch #119995 Regulated VOCs plus Lists 1&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 4.02 100.5 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,t-Trichloroethane 4 4.35 108.7 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.59 89.8 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 4.08 102.0 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 5.07 126.8 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 3.86 96.5 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND '_,_J

MS 1,1-Dichloroethylene 4 3.74 93.5 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 3.74 93.5 70.00 - 130.00 ) 0.00

LCS1 1,1-Dichloropropene 4 4.23 105.8 70.00 - 130.00 )

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.83 95.8 70.00 - 130.00 )

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.53 88.2 70.00 - 130.00 )

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 4.00 100.0 76.00 - 114.00 )

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 4.01 100.2 70.00 - 130.00 )

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.11 102.8 75.00 - 130.00 )

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 4.17 104.2 77.00 - 122.00 )

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 4.01 100.2 70.00 - 130.00 )

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 4 4.06 101.5 70.00 - 130.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

LCS1 1,3-Dichloropropane 8 8.21 102.6 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.93 98.2 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.48 112.0 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 35.1 87.8 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

LCS1 o-Chlorotoluene 4 4.01 100.2 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.93 98.2 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 39.4 96.5 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07140032 0.00 - 0.00

LCS1 Benzene 4 4.41 110.2 76.00 ~ 122.00

\_,___ MBLK Benzene ND

MS Benzene 4 4.64 116.0 70.00 - 130.00 )

MSD Benzene 4 4.41 110.2 70.00 - 130.00 ) 5.1

LCS1 Bromobenzene 4 3.97 99.2 70.00 - 130.00 )

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide 2 2.21 110.5 70.00 - 130.00 )

MBLK Bromomethane (Methyl Bromide ND

LCS1 cis-l,2-Dichloroethylene 4 4.66 116.5 75.00 - 124.00 )

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.38 109.5 70.00 - 117.00 )

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.68 117.0 70.00 - 130.00 )

MSD Chlorobenzene 4 4.39 109.7 70.00 - 130.00 ) 6.4

LCS1 Carbon Tetrachloride 4 4.38 109.5 70.00 - 130.00 )

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.08 102.0 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane 4 4.36 109.0 74.00 - 124.00

MBLK Chloroform (Trichloromethane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

'_'_'_' Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
continued)

LCS1 Bromochloromethane 4 4.59 114.8 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 2.25 112.5 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride) 2 2.32 116.0 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.09 102.2 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.18 104.5 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.19 104.8 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.47 111.8 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.49 112.2 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 2.19 109.5 70.00 - 130.00 _/

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.48 124.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 4.11 102.8 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 4.05 101.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.95 98.8 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.94 111.8 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.65 91.2 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 4.30 107.5 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.09 102.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.44 111.0 72.00 - 118.00

MBLK o-Xylene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of MontgomeryWetson Americas, Inc. QC Report
555 East Walnut Street _ 6 7 9 13
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324

_'_'_'_' 1 800 556 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
continued)

LCS1 o-Dichlorobenzene (1,2-DCB) 4 4.08 102.0 76.00 - 114.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.42 110.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 4.04 101.0 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 4.04 101.0 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.38 109.5 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 102 102.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 101 101.0

MS 1,2-dichloroethane-d4 100 112 112.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 104 104.0 80.00 - 127.00 7.4

LCS1 Toluene-d8 100 102 102.0 91.00 - 107.00

MBLK Toluene-d8 100 101 101.0

_ MS Toluene-d8 100 102 102.0 91.00 - 107.00

MSD Toluene-d8 100 100 100.0 91.00 - 107.00 2.0

LCS1 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00 )

MBLK 4-Bromofluorobenzene 100 94 94.0

MS 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 97 97.0 86.00 - 115.00 ) 2.0

LCS1 trans-l,2-Dichloroethylene 4 4.38 109.5 70.00 - 130.00 )

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 4.03 100.8 70.00 - 130.00 )

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.28 107.0 72.00 - 117.00 )

MBLK Trichloroethylene (TcE) ND

MS Trichloroethylene (TCE) 4 4.39 109.7 70.00 - 130.00 )

MSD Trichloroethylene (TCE) 4 4.31 107.7 70.00 - 130.00 ) 1.8

LCS1 Trichlorotrifluoroethane(Freon 2 2.18 109.0 70.00 - 130.00 )

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.46 111.5 74.00 - 117.00 )

MBLK Toluene ND

MS Toluene 4 4.61 115.3 70.00 - 130.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

_' Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 7 9 13
Pasadena, California 91101

Te 1: 626 568 6400 Fax: 626 568 6324 __ _/

1800 568 LABS (1800 566 5227)

Foster Wheeler Environmental Corp
(continued)

MSD Toluene 4 4.43 110.8 ( 70.00 - 130.00 4.0

LCS1 Vinyl chloride (VC) 2 2.24 112.0 ( 70.00 - 130.00

MBLK Vinylchloride(VC) ND

QC Batch #119997 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007140036 Specific Conductance 980 980 ( 0.00 - 20.00 0.0

QC Batch #119998 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

D_-2007170009 Specific Conductance 105 105 ( 0.00 - 20.00 ) 0.0

QC Batch #120081 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

D_-2007140037 Lab pH 7.0 7.0 ( 0.00 - 20.00 0.0

QC Batch #120206 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

DUP Spiked sample Lab # 20 07140032 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 164 93.7 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 670 95.7 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. , /
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC _ 4-_,=_or _.
555 East Walnut Street _67 913
Pasadena, California 91101

Te 1:626 568 6400 Fax: 626 508 6324

-- 1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120454 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130201 0.00 - 0.00

LCS1 Perchlorate 25.0 24.8 99.2 90.00 - 110.00

LCS2 Perchlorate 25.0 25.7 102.8 90.00 - 110.00 3.6

MBLK Perchlorate ND

MS Perchlorate 20.0 19.9 99.5 75.00 - 125.00

MSD Perchlorate 20.0 20.0 100.0 75.00 - 125.00 0.50

QC Batch #120868 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

_ _ MS Spiked sample Lab # 20 07130002 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 454 90.8 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 461 92.2 85.00 - 115.00 1.5

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 450 90.0 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 452 90.4 70.00 - 130.00 0.44

QC Batch #120870 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130002 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 96 96.0 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 98 98.0 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 96 96.0 77.00 - 119.00 2.1

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

'"_,_' Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES

Qca Division of Montgomery Watson Americas, Inc. _=_uru
555 Fast Walnut Street _ 6 7 9 1 3

Pasadena, California 91101

Te l: 626 568 6400 Fax: 626 568 6324 , _,'
1800 566 LABS (1800 566 6227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120881 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 19.1 95.5 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 20.0 100.0 87.00 - 108.00 4.6

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.7 103.5 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 20.4 102.0 75.00 - 119.00 1.5

QC Batch #120993 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spikedsample Lab # 20 07130003 0.00- 0.00 _/

LCS1 Arsenic,Total, GF 0.020 0.0186 93.0 85.00 - 115.00

LCS2 Arsenic,Total, GF 0.020 0.0189 94.5 85.00 - 115.00 1.6

MBLK Arsenic,Total,GF ND

MS Arsenic, Total, GF 0.020 0.0198 99.0 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0198 99.0 70.00 - 130.00 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ MONTGOMERY WATSON LABORATORIES _,',,,_' £nv,'ronmenta!

Ana,'ys_s

A division of Montgomery Watson Americas, Inc.

August 21, 2000

Attention: Mark Cutler

Foster Wheeler Environmental Corp

1940 E Deere St, Ste 200

Santa Ama, CA 92705

Report # 67974 (MW-002-086, MW-002-044, MW2002-087, MW-002-043, MW-002-
042, MW-002-041, MW-002-040)

Sampled: 07/17/00

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A

detailed quality control (QC) summary follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)

EPA524.2 QC batch 119995 analyzed7/18/O0, : The LCS for 1,1

dichtoroethane and fluorotrichloromethane exceeded in-house QC limits.

Results are within method and QAP limits of 70-130%. Results are

reported without qualification.

EPA524.2 120264 analyzed 7/20/00: The LCS for fluorotrichloromethane

"_....,,._. exceeded in-house QC limits. Results are within method and QAP limits

of 70-130%. Results are reported without qualification.

The surrogate in the Method Blank recovered below internal QC limits.

The recovery is within QAPP and Method Limits of 80-120%. Results are

reported without qualification.

Saraples requiring dilution (with increased I_RL' s):
None

Method blanks with compounds detected:
None

Comments:

Chloroform was detected in MW-002-044, -087, -043, -042, -041

Tetrachloroethylene was detected in MW-002-044

Trichloroethylene was detected in MW-002-044, -043, -042

Perchlorate was detected n MW-002-044, -043, -043

TIC'S:

None

Method Variation:

TIC's are reported only if the final result is >0.5 ug/L.
Additional cormments:

None

Sincerely -_" /

Debk bie Frank '/ 'N

Project Manager

\._,.' CC: Judy Novelly (JPL)

Laboratory Southwest Service Center Northern California Service Center Southern California Service Center
555EastWalnut Street 4820 South Mi!i Avenue-Suite2O2 1340 Treat Bouievard-Suite 308 80 Corporate Park- Suite 302
Pasadena,California9! 10! TempeArizona85282 WalnutCreek,California94596 In,_ne,California92606
Te1:6265686400 Tel:6027558201 Teh8252742322 TeJ:9492221845
Fax6265686324 Fax:6027558203 Fax825945! 760 Fax949222i 845



·FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE I OF I

.o._.] pL J's"°j__72 r):_/_ .^Z*_,*,'T,.OAT,ONT,*.*U*__'i'___---'' "'"
" . Non Hazard E_ Reactive E] NORMAL i-q DAYS ;_,_ ,F_i_i' I _.'I__L_ ;_1_'_ l-l=---_PROJEGTADDRESS . L/ pC{ /_ A' Flammable [] Toxic [] [i_/ii _it"JIg00 _")'_k (_V_/'_ jr, _L1_¢_...._(.. / L Skinlrritan, [] Infectious[] RUSH [-'l DAYS

SAMELER(Name) JSAH_LER(Sigr_ture) ANALYSES REQUIRED '_Z_ _.__ _1

'_"°*°"Y,_o.?o._¢yL&__se,.,,.L_,_,c,?.t_,..y -: ,,.......G -. ,..'s ¢=s._;_.-,,._,_

.MM.ERCON'"A'NERSAMPLEMATER'AL'._..,-, '"" .._! _ "" ._':_ ._,,,=,,,,.,...,,=__.
! SAMPLE TIME DATE OF SIZE(S) OTHER _ ,.'i, %. *_'-) _ (

NUMBER COLLECTED COLLECTED CONTAINERS WATER SOIL (Describe) ......... [,._,__

! )Z' 5 'i ' -" o_ .......... _......27_Tct .....7';':;;i"],_/,r,. o,3o ,

.. '¢_.,_i '_j_

,,,
REUNQUISHED.....'BY(Signature),?. DATE_) _. O.RECE_E_Di/BY(S_nature) RELINQUISHEDBY(Signature) JDATE RECEIVEDBY(S_nature)



·,O.TOO,£ yL,RO.,TO Zrs¢OOU:.£c rrro, .

 .oJ cr, Date .eec,red: 7-,-oo
r.'se other $zc2e o[ this form to note further oetnils cDnceroi_g cnecZ.,n proOlems _-

an4 to descrzne any actzonts} regaraint zn r_s} o( proOlems.
A. PR£LI.%IINARY £_AAIINATION: Date tooter o'b"m.ea/ect: ' '7- 17-_

b? (print) 6/tdrt-ry_ t..._ _.ce'$4 (siloi_ill,______I. Dad cooler come with s_ippiat slip (air Yes ._o
If YES. at:ach & enter carrier and sir bill X here: _u_._t_ Gy _=_¥m

.'. Were custody SeaLS on outsicie Qf cooler? Y_ .'_oIf YrS. boff _znr & -beret ..... Z c_-_zD_ -_i

[f Yes, enter the followinl: seal due: ?:l?-_, seal name: _t._

.1. Were custody seals unbroken & intact at delivery? .'_n

4. Were custody papers sealed in bag & taped tn lid? Yes No

c. Were cuuoov papers gilled out property (ink. etc.) _ .%'o

6. Did _'ou silo custody papers in appropriate place? N o

7. Was project identifiable from custody papers? _n

Z. Eave designated person(s) initial to acltnovtedg/5.._ , receipt: at.c) (date} ?-_?--oo

B, LOG.IN PHASE: Date s_mples were iotzed-t'_. :1 _J=7-OO by.'

(print) _4 L_, ,.OE Ate-sA (silt) _-_---

9. Describe pacting: _ 1

[0. _£ requmred. _zs enough ice us4td? ._o I'_t_ T_c_o?_

Il. Were all bottles sealed in separate plastic bags? _o

I.'. Did aZl bottles arrive unbroZentin ZOocl cnn_ition: '; ·

t_. Were azl bottle labels complete tl:}.date_gn.presj? '_'o

14. Did aJl bottle labels agree v_tb c_stozSy papers: N o
If NO, indicate clescrepancies on bact.

15. Were correct containers u_aeed for tbe 3aalytes? No

16. Were correct Preservatmves usee when required? .No

17. Was su/ficlent amount of sample sent for tes_? "_ ·

l_, Bubbles absent in ¥OA vials? _ ._o _KC._l_ ? _'_-.--/'If NO, Ii.st by sample id on bacJe. _._.

19. Was Client $ervtces _n(nrmed of problems: Yes 'Vo



MONTGOMERY WATSON LABORATORIESa Divisionof MontgomeryWatsonAmericas,Inc.
555EastWalnut Street
Pasadena,California91101

_._ Te1:6265686400Fax:6265686324
1800566LABS(18005665227)

Laboratory Report

for

Foster Wheeler Environmental Corp

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

i DATE OF ISSUE_

DEB* ie Frank Report#: 67974

ProjectManager JPL

La_°ratory certifies that the test results meet all QA/QC requirements unless
noted in the Comments section or the Case Narrative. Following the cover page

are Comments,QC Report,QC Summary,Data Report, totaling 39 page[s].



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street _ 6 7 9 7 4

Pasadena, California 91101

_.,_, Tel: 626 568 6400 Fax: 626 568 6324
! 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp Samples Received
Mark Cutler 07/17/00

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-086 (2007170116) Sampled on 07/17/00 08:40

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

'_' 07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page 1 of 17



(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 7 9 7 4
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 _-_J

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND u9/1 0.50 I

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 _"--_/J

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 t

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 103 % Rec

Surrogate 4-Bromofluorobenzene 94 % Rec

Surrogate Toluene-d8 100 % Rec

Data Report - Page 2 of 17
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-044 (2007170117) Sampled on 07/17/00 09:15
07/26/00 12:00 121517 SM2320B/E310.1) Alkalinity 182 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 4.61 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120993 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 42 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 4.61 meq/1 0.0010 1

07/18/00 12:00 119993 ML/EPA 300 Chloride 9.65 mg/1 1.0 1

07/28/00 12:00 120643 CADHS/EPA314 Perchlorate 12 ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.1) Carbonate as C03, Calculated 1.81 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120870 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/17/00 09:15 119832 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/21/00 12:00 120112 ML/S2510B ) Specific Conductance 370 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120868 EPA/ML 200.8 ) Iron, Total, ICAP/MS 450 ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 221. mg/1 0.0010 1

_,,,_/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 1.9 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 13 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 32 mg/1 1.0 1

07/18/00 12:00 119917 ML/EPA 300.0 ) Nitrate-N by IC 1.56 mg/1 0.10 1

08/01/00 08/02/00 12:00 120881 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120082 S4500HB/E150.1) Lab pH 8.1 Units 0.0010 1

07/18/00 12:00 119919 ML/EPA 300.0 ) Sulfate 28.3 mg/1 2.0 1

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 250 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/20/00 12:00 120264 ML/EPA 524.2 1 1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1 1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1 1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 i 1,2-Trichloroethane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1 1-Dichloroethane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1 1-Dichloroethylene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1 1-Dichloropropene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/BPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1 '_

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) 1.5 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.6 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) 7.1 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 ) Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 97 % Rec

_._, Surrogate 4-Bromofluorobenzene 101 % Rec

Surrogate Toluene-d8 97 % Rec

MW-002-087 (2007170118) Sampled on 07/17/00 09:30
08/01/00 08/03/00 12:00 120993 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 12:00 120643 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120870 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/17/00 09:15 119832 ( ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 120881 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichtoroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

Data Report - Page 5 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, inc. Data Report
555 East Walnut Street _ 6 7 9 7 4
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 ",_

1 800 596 LABS (I 800 566 5227

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 '_/

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) 2.2 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/1'8/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12: 00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

_ Surrogate 1,2-Dichloroethane-d4 105 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec

Surrogate Toluene-d8 101 % Rec

MW-002-043 (2007170119) Sampled on 07/17/00 11:10

07/26/00 12:00 121517 SM2320B/E310.1) Alkalinity 176 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 4.50 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 42 mg/1 1.0 1

07/24/00 10:58 ML/SMi040 Cation Sum 4.48 meq/1 0.0010 1

07/18/00 12:00 119913 ML/EPA 300 Chloride 9.77 mg/1 1.0 1

07/28/00 12: 00 120643 CADHS/EPA314 Perchlorate 13 ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.l) Carbonate as C03, Calculated 1.39 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/17/00 09:15 119832 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/21/00 12:00 120112 ML/S2510B ) Specific Conductance 360 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS 220 ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 214. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 1.8 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 12 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 31 mg/1 1.0 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119917 ( ML/EPA 300.0 ) Nitrate-N by IC 1.55 mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120082 (S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/18/00 12:00 119919 ( ML/EPA 300.0 ) Sulfate 28.3 mg/1 2.0 1

07/20/00 12:00 120206 (SM2540C/E160.1) Total Dissolved Solid (TDS) 230 mg/1 10 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 _J'

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ( ML/EPA 524.2 Bromoform ND ug/t 0.50 1

Data Report - Page 8 of 17



(_ Laboratory

MONTGOMERY WATSON LABORATORIES
Data T_ -- Z..

a Divisionof MontgomeryWatsonAmericas,Inc. _e_or _.
555EastWalnutStraet # 67974
Pasadena.California91101

_- TeI: 6265686400Fax:6265686324
1800566LABS(18005665227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) 1.4 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

_'%_' 07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) 6.0 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC} ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 105 % Rec

Surrogate 4-Bromofluorobenzene 102 % Rec

Surrogate Toluene-d8 100 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-042 (2007170120) Sampled on 07/17/00 12:45
07/26/00 12:00 121517 (SM2320B/E310.1) Alkalinity 175 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 4.54 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/B200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 46 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 4.75 meq/1 0.0010 1

07/18/00 12:00 119993 ML/EPA 300 Chloride 10.1 mg/1 1.0 1

07/28/00 12:00 120643 CADHS/EPA314 Perchlorate 6.7 ug/1 4.0 1

07/26/00 10:06 $M2320B/E310.1) Carbonate as C03, Calculated 1.38 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/17/00 09:15 119832 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/21/00 12:00 120112 ML/S2510B ) Specific Conductance 375 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS 110 ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 213. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.2 mg/1 1.0 I _'_

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 18 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 21 mg/1 1.0 1

07/18/00 12:00 119917 ML/BPA 300.0 ) Nitrate-N by IC 1.02 mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120082 S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/18/00 12:00 119919 ML/EPA 300.0 ) Sulfate 32.6 mg/1 2.0 1

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 240 mg/1 10 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2~Tetrachloroethane ND ug/1 0.50 1

07/18/00 12: 00 119995 ML/EPA 524.2 1,1,2 -Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

_,_/
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/t 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chtorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) 2.8 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/t 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/t 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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(continue d)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) 1.6 ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 87 % Rec

Surrogate 4-Bromofluorobenzene 107 % Rec _?

Surrogate Toluene-d8 95 % Rec

MW-002-041 (2007170121) Sampled on 07/17/00 02:10
07/26/00 12:00 121517 SM2320B/E310.1) Alkalinity 125 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 3.15 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/B200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 27 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 3.35 meq/1 0.0010 1

07/18/00 12:00 119913 ML/EPA 300 Chloride 5.28 mg/1 1.0 1

07/28/00 12:00 120643 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.1) Carbonate as CO3, Calculated 1.97 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 Chromium, Total, ICAP/MS ND ug/1 10 1

07/17/00 09:15 119832 ML/SW 7196 Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/21/00 12:00 120113 ML/S2510B Specific Conductance 270 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 BPA/ML 200.8 Iron, Total, ICAP/MS 185 ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 152. mg/1 0.0010 1

07/18/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.6 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 15 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 16 mg/1 1.0 1

07/18/00 12:00 119917 ML/EPA 300.0 ) Nitrate-N by IC 0.72 mg/1 0.10 i
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120082 (S4500HB/EIS0.1) Lab pH 8.3 Units 0.0010 1

07/18/00 12:00 119919 ( ML/EPA 300.0 ) Sulfate 21.5 mg/1 2.0 1

07/20/00 12:00 120206 (SM2540C/E160.1) Total Dissolved Solid (TDS) 160 mg/1 10 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND u9/1 0.50 1

'_' 07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/t 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3~Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene {1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119998 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachtoride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 eis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroform (Trichloromethane) 1.1 ug/1 0.50 1

\_,,w

Data Report Page 13 of 17



* Laboratory
MONTGOMERY WATSON LABORATORIES

Data
a Division of Montgomery Watson Americas, Inc. x%_or _

555 East Walnut Street # 67 9 7 4
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 %.._/

1 800 666 LABS (I 80(] 666 6227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND Ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _/

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND u9/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 96 % Rec

Surrogate 4-Bromofluorobenzene 107 % Rec

Surrogate Toluene-d8 98 % Rec
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MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street _ 6 7 9 7 4
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"w_..,- Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS {1 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-040 (2007170122) Sampled on 07/17/00 03:20

07/26/00 12:00 121517 SM2320B/E310.1) Alkalinity 146 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum _ 3.97 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/18/00 07/18/00 12:00 119869 ML/EPA 200.7 Calcium, Total, ICAP 44 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 4.19 meq/1 0.0010 1

07/18/00 12:00 119913 ML/EPA 300 Chloride 7.83 mg/1 1.0 1

07/28/00 12: 00 120643 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.1) Carbonate as C03, Calculated 0.366 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/17/00 09:15 119832 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/21/00 12:00 120113 ML/S2510B ) Specific Conductance 350 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/M T. 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HC03,calculated 178. mg/1 0.0010 1

_D,,J'/00 07/18/00 12:00 119877 ML/EPA 200.7 ) Potassium, Total, ICAP 2.5 mg/1 1.0 1

07/18/00 07/18/00 12:00 119879 ML/EPA 200.7 ) Magnesium, Total, ICAP 15 mg/1 0.10 1

07/18/00 07/18/00 12:00 119881 ML/EPA 200.7 ) Sodium, Total, ICAP 16 mg/1 1.0 1

07/18/00 12:00 119917 ML/EPA 300.0 ) Nitrate-N by IC 1.23 mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/08 12:00 120083 S4500HB/E150.1) Lab pH 7.5 Units 0.0010 1

07/18/00 12:00 119919 ML/EPA 300.0 ) Sulfate 35.8 mg/1 2.0 1

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 200 mg/1 10 1

Regulated VOCs plus Lists l&3
07/18/00 12:00 119995 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/18/00 12:00 119995 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 ) Chloroform (Trichloromethane) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/18/00.12:00 119995 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/E524.2/624 Dichlorodiftuoromethane ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

07/18/00 12:00 119995 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/18/00 12:00 119995 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 106 % Rec

'_,,,r,_ Surrogate 4-Bromofluorobenzene 94 % Rec

Surrogate Toluene-d8 103 % Rec
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1 800566LABS(18005665227)

Foster Wheeler Environmental Corp

QC Batch #119832 Hexavalent chromium (Cr VI) Analysis Date: 07/17/2000

2007170117 MW-002-044

2007170118 MW-002-087

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #119869 - Calcium, Total, ICAP Analysis Date: 07/18/2000

2007170117 MW-002-044

2007170119 MW- 002- 043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #119877 - Potassium, Total, ICAP Analysis Date: 07/18/2000

2007170117 MW-002-044

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #119879 - Magnesium, Total, ICA P Analysis Date: 07/18/2000

2007170117 MW-002-044

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #119881 - Sodium, Total, ICAP Analysis Date: 07/18/2000

2007170117 MW-002-044

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

\_._, 2007170122 MW-002-040
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Foster Wheeler Environmental Corp

(continued)

QC Batch #119913 - Chloride Analysis Date: 07/18/2000

2007170119 MW-002-043

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #119917 - Nitrate-N by IC Analysis Date: 07/18/2000

2007170117 MW-002-044

2007170119 MW- 002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #119919 - Sulfate Analysis Date: 07/18/2000

2007170117 MW-002-044

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #119993 - Chloride Analysis Date: 07/18/2000

2007170117 MW-002-044

2007170120 MW-002-042

QC Batch #119995 - Regulated VOCs plus Lists l&3 Analysis Date: 07/18/2000

2007170116 MW-002-086

2007170118 MW-002-087

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120082 - Lab pH Analysis Date: 07/20/2000

2007170117 MW-002-044

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

QC Batch #120083 - Lab pH Analysis Date: 07/20/2000

2007170122 MW-002-040

QC Batch #120112 - Specific Conductance Analysis Date: 07/21/2000

___, 2007170117 MW-002-044
2007170119 MW-002-043

2007170120 MW-002-042

QC Batch #120113 - Specific Conductance Analysis Date: 07/21/2000

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #120206 - Total Dissolved Solid (TDS) Analysis Date: 07/20/2000

2007170117 MW-002-044

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #120264 - Regulated VOCs plus Lists l&3 Analysis Date: 07/20/2000

2007170117 MW-002-044
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120643 - Perchlorate Analysis Date: 07/28/2000

2007170117 MW-002-044

2007170118 MW-002-087

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #120868 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007170117 MW-002-044

QC Batch #120870 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000 '_-/_

2007170117 MW-002-044

2007170118 MW-002-087

QC Batch #120881 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007170117 MW-002-044

2007170118 MW-002-087

QC Batch #120885 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #120886 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040 ,_
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120887 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #120993 Arsenic, Total, GF Analysis Date: 08/10/2000

2007170117 MW-002-044

2007170118 MW-002-087

C'- Batch #120994 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

QC Batch #121517 - Alkalinity Analysis Date: 07/26/2000

2007170117 MW-002-044

2007170119 MW-002-043

2007170120 MW-002-042

2007170121 MW-002-041

2007170122 MW-002-040

\
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(QC batch#: 119995)

Test: 1,l-Dichloroethane

QC Type: LCS1
within method QC limits, 70 to 130%

Test: Fluorotrichloromethane-Freonll

QC Type: LCS1
within method QC limits, 70 to 130%

(QC batch#: 120264)
Test: Fluorotrichloromethane-Freonll

QC Type: LCS1

within methpd QC limits
Test: 4-Bromofluorobenzene

QC Type: MBLK

within methpd QC limits

Comments - Page 1 of i
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Foster Wheeler Environmental Corp

QC Batch #119832 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

LCS1 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 78.00 - 118.00

LCS2 Hexavalent chromium (Ct VI) 0.050 0.051 102.0 78.00 - 118.00 0.00

MBLK Hexavalent chromium (Ct Vi) ND

MS--2007170120 Hexavalent chromium (Ct VI) 0.050 0.055 110.0 80.00 - 120.00

MSD--2007170120 Hexavalent chromium (Cr VI) 0.050 0.055 110.0 80.00 - 120.00

QC Batch #119869 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD {%)

MS Spikedsample Lab # 20 07130003 ( 0.00- 0.00

LCS1 Calcium, Total, ICAP 50 50.3 100.6 ( 85.00 - 115.00

LCS2 Calcium,Total,ICAP 50 50.2 100.4 85.00 - 115.00 0.20

_,_ MBLK Calcium, Total, ICAP ND
MS Calcium, Total, ICAP 50 48.7 97.4 70.00 - 130.00

MSD Calcium, Total, ICAP 50 47.7 95.4 70.00 - 130.00 2.1

QC Batch #119877 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07130003 0.00 - 0.00

LCS1 Potassium, Total, ICAP 20 20.3 101.5 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.0 100.0 80.00 - 110.00 1.5

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 19.4 97.0 80.00 - 120.00

MSD Potassium, Total, ICAP 20 19.2 96.0 80.00 - 120.00 1.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #119879 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00 )

LCS1 Magnesium, Total, ICAP 20 19.9 99.5 97.00 - 115.00 )

LCS2 Magnesium, Total, ICAP 20 19.8 99.0 97.00 - 115.00 ) 0.50

MBLK Magnesium,Total, ICAP ND

MS Magnesium, Total, ICAP 20 19.3 96.5 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 18.9 94.5 74.00 - 130.00 2.1

QC Batch #119881 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 0.00 - 0.00 , /

LCS1 Sodium, Total, ICAP 50 50.0 100.0 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 49.9 99.8 94.00 - 112.00 0.20

MBLK Sodium,Total,ICAP ND

MS Sodium, Total, ICAP 50 47.9 95.8 82.00 - 114.00

MSD Sodium, Total, ICAP 50 46.1 92.2 82.00 - 114.00 3.8

QC Batch #119913 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07170122 0.00 - 0.00

LCS1 Chloride 25 25.2 100.8 90.00 - 110.00

LCS2 Chloride 25 25.2 100.8 90.00 - 110.00 0.00

MBLK Chloride ND

MS Chloride 25 26.5 106.0 80.00 - 120.00

MSD Chloride 25 26.5 106.0 80.00 - 120.00 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _ j,

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #119917 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07170122 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.57 102.8 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.57 102.8 94.00 - 106.00 0.00

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.62 104.8 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.62 104.8 85.00 - 118.00 0.00

QC Batch #119919 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

",,,_i,..._ MS Spiked sample Lab # 20 07170122 0.00 - 0.00

LCS1 Sulfate 50 50.9 101.8 95.00 - 104.00

LCS2 Sulfate 50 50.9 101.8 95.00 - 104.00 0.00

MBLK Sulfate ND

MS Sulfate 50 54.2 108.4 97.00 - 112.00

MSD Sulfate 50 54.3 108.6 97.00 - 112.00 0.18

QC Batch #119993 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07170106 0.00 - 0.00

LCS1 Chloride 25 25.2 100.8 90.00 - 110.00

LCS2 Chloride 25 25.2 100.8 90.00 ~ 110.00 0.00

MBLK Chloride ND

MS Chloride 25 27.3 109.2 80.00 - 120.00

MSD Chloride 25 27.1 108.4 80.00 - 120.00 0.74

_,w Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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555 East Walnut Street _ 6 7 97 4
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1800 586 LABS (1800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #119995 Regulated VOCs plus Lists 1&3

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 4.02 100.5 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.35 108.7 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.59 89.8 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 4.08 102.0 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 5.07 126.8 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 3.86 96.5 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND _,,_/

MS 1,1-Dichloroethylene 4 3.74 93.5 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 3.74 93.5 70.00 - 130.00 0.00

LCS1 1,1-Dichloropropene 4 4.23 105.8 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.83 95.8 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.53 88.2 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 4.00 100.0 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylhenzene 4 4.01 100.2 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.11 102.8 75.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 4.17 104.2 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 4.01 100.2 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 4 4.06 101.5 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of MontgomeryWatson Americas, Inc. QC Report
555 East Walnut Street _ 6 7 9 7 4

Pasadena, California 91101

_,_,..... Tel: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCS1 1,3-Dichloropropane 8 8.21 102.6 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.93 98.2 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.48 112.0 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 35.1 87.8 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

LCS1 o-Chlorotoluene 4 4.01 100.2 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.93 98.2 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 39.4 98.5 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07140032 0.00 - 0.00

LCS1 Benzene 4 4.41 110.2 76.00 - 122.00

_, MBLK Benzene ND

MS Benzene 4 4.64 116.0 ( 70.00 - 130.00

MSD Benzene 4 4.41 110.2 ( 70.00 - 130.00 5.1

LCS1 Bromobenzene 4 3.97 99.2 ( 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 2.21 110.5 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.66 116.5 75.00 - 124.00 )

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.38 109.5 70.00 - 117.00 )

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.68 117.0 70.00 - 130.00 )

MSD Chlorobenzene 4 4.39 109.7 70.00 - 130.00 ) 6.4

LCS1 Carbon Tetrachloride 4 4.38 109.5 70.00 - 130.00 )

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.08 102.0 70.00 - 130.00 )

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.36 109.0 74.00 - 124.00 )

MBLK Chloroform (Trichloromethane) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 67 9 7 4
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 '_'

1 800 586 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCS1 Bromochloromethane 4 4.59 114.8 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 2.25 112.5 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride) 2 2.32 116.0 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.09 102.2 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.18 104.5 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.19 104.8 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.47 111.8 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.49 112.2 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 2.19 109.5 70.00 - 130.00 '_-_/

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.48 124.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 4.11 102.8 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 4.05 101.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.95 98.8 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.94 111.8 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.65 91.2 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 4.30 107.5 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.09 102.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.44 111.0 72.00 - 118.00

MBLK o-Xylene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 7 9 7 4

Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324
l 600 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCS1 o-Dichlorobenzene (1,2-DCB) 4 4.08 102.0 76.00 - 114.00

MBLK o-Dichlorobenzene {1,2-DCB) ND

LCS1 Tetrachloroethylene (PCB) 4 4.42 110.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 4.04 101.0 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 4.04 101.0 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.38 109.5 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 102 102.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 101 101.0

MS 1,2-dichloroethane-d4 100 112 112.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 104 104.0 80.00 - 127.00 7.4

LCS1 Toluene-d8 100 102 102.0 91.00 - 107.00

MBLK Toluene-d8 100 101 101.0

%-_w MS Toluene-d8 100 102 102.0 91.00 - 107.00

MSD Toluene-d8 100 100 100.0 91.00 - 107.00 2.0

LCS1 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 94 94.0

MS 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00

MSD 4-Bromofluorobenzene 100 97 97.0 86.00 - 115.00 2.0

LCS1 trans-l,2-Dichloroethylene 4 4.38 109.5 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 4.03 100.8 70.00 - 130.00

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.28 107.0 72.00 - 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 4.39 109.7 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 4.31 107.7 70.00 - 130.00 1.8

LCS1 Trichlorotrifluoroethane(Freon 2 2.18 109.0 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.46 111.5 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.61 115.3 70.00 - 130 00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 67 974
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 558 8324 '_.J
1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

MSD Toluene 4 4.43 110.8 ( 70.00 - 130.00 4.0

LCS1 Vinyl chloride (VC) 2 2.24 112.0 ( 70.00 - 130.00

MBLK Vinylchloride(VC) ND

QC Batch #120082 Lab pH

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP-2007180029 Lab pH 7.7 7.7 ( 0.00 - 20.00 0.0

QC Batch #120083 Lab pH

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP-2007180094 Lab pH 8.6 8.6 ( 0.00 - 20.00 0.0

QC Batch #120112 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007170120 Specific Conductance 375 375 ( 0.00 - 20.00 0.0

QC Batch #120113 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

DUP-2007190083 Specific Conductance 325 325 ( 0.00 - 20.00 0.0

QC Batch #120206 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP Spiked sample Lab # 20 07140032 ( 0.00 - 0.00

LCS1 Total Dissolved Solid {TDS) 175 164 93.7 { 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 670 95.7 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES

QC T'] -- &.

a Divisionof MontgomeryWatsonAmericas, Inc. Aepor L.
555EastWalnutStreet #67 97 4
Pasadena, California 91101

_ Tet: 6265686400Fax:6265686324
_'_"'"' 1800566LABS(I 8005665227

Foster Wheeler Environmental Corp
(continued)

QC Batch #120264 Regulated VOCs plus Lists 1&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1, 1,2-Tetrachloroethane 4 4.11 102.8 70.00 - 130.00

MBLK 1,1,1,2 -Tetrachloroethane ND

LCS1 1, 1,1-Trichloroethane 4 4.10 102.5 76.00 - 116.00

MBLK 1, 1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.93 98.2 72.00 - 117.00

MBLK 1,1,2,2 -Tetrachloroethane ND

LCS1 1,1,2 -Trichloroethane 4 4.34 108.5 71.00 - 116.00

MBLK 1,1,2 -Trichloroethane ND

LCS1 1, 1-Dichtoroethane 4 4.89 122.2 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1, 1-Dichloroethylene 4 3.35 83.8 70.00 - 130.00

:k_ MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 3.30 82.5 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 3.87 96.8 70.00 - 130.00 16

LCS1 1,1-Dichloropropene 4 3.97 99.2 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1, 2,3 -Trichlorobenzene 4 3.81 95.2 70.00 - 130.00

MBLK 1,2,3-Trichlorohenzene ND

LCS1 1,2,3 -Trichloropropane 4 3.87 96.8 70.00 - 130.00

MBLK 1,2,3 -Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 3.87 96.8 76.00 - 114.00

MBLK 1,2,4 -Trichlorobenzene ND

LCS1 1, 2,4-Trimethylbenzene 4 3.80 95.0 70.00 - 130.00

MBLK 1,2,4 -Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.31 107.7 70.00 - 130.00

MBLK 1,2 -Dichloroethane ND

LCS1 1,2-Dichloropropane 4 4.29 107.2 77.00 - 122.00

MBLK 1,2 -Dichl oropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.80 95.0 70.00 - 130.00

MBLK 1,3,5 -Trimethylbenzene ND

LCS1 1,3 -Dichloropropane 8 8.65 108.1 70.00 - 130.00

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 7 9 7 4
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 ',,,,_,_,J:
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCS1 1,3-Dichloropropane 4 4.42 110.5 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.99 99.8 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.25 106.2 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 41.1 102.8 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.80 95.0 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.79 94.8 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCSI 4-Methyl-2-Pentanone (MIBK) 40 43.2 108.0 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07180094 0.00 - 0.00 i

LCS1 Benzene 4 4.31 107.7 76.00 - 122.00 "_/

MBLK Benzene ND

MS Benzene 4 4.20 105.0 70.00 - 130.00

MSD Benzene 4 4.28 107.0 70.00 - 130.00 1.9

LCS1 Bromobenzene 4 4.05 101.2 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane {Methyl Bromide) 2 2.21 110.5 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.45 111.2 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.32 108.0 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.14 103.5 70.00 - 130.00

MSD Chlorobenzene 4 4.24 106.0 70.00 - 130.00 2.4

LCSt Carbon Tetrachloride 4 4.16 104.0 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.36 109.0 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.36 109.0 74.00 - 124.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
e Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 7 9 7 4
Pasadena, California 91101
Te I: 626 568 6400 Fax: 626 568 6324

%_""_" 1800 566 LABS (1 800 566 5227}

Foster Wheeler Environmental Corp
(cont inued)

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.38 109.5 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.88 94.0 70.00- 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(MethylChloride) 2 2.09 104.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.39 109.7 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.55 113.8 70.00- 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.36 109.0 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.40 110.0 70.00- 130.00

MBLK Dichloromethane ND

LCS1 Ethylbenzene 4 4.28 107.0 70.00- 130.00

.%_,m_._.MBLK Ethylbenzene ND
LCS1 Dichlorodifluoromethane 2 2.05 102.5 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.50 125.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.66 91.5 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.73 93.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene(1,3-DCB) 4 3.96 99.0 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.69 108.6 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.88 97.0 70.00- 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.70 92.5 70.00- 130.00)

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 3.75 93.8 70.00- 130.00)

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.30 107.5 72.00 - 118.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
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555 East Walnut Street _ 6 7 9 7 4
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1800 566 LABS (i 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.94 98.5 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.18 104.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 3.73 93.2 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.71 92.8 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.41 110.2 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethanefd4 100 113 113.0 80_00 - 127.00

MBLK 1,2-dichloroethane-d4 100 122 122.0

MS 1,2-dichloroethane-d4 100 108 108.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 104 104.0 80.00 - 127.00 3.8

LCS1 Toluene-d8 100 101 101.0 91.00- 107.00
/

MBLK Toluene-d8 100 100 100.0 _._,,,,/'

MS Toluene-d8 100 96 96.0 91.00- 107.00

MSD Toluene-d8 100 100 100.0 91.00 - 107.00 4.1

LCS1 4-Bromofluorobenzene 100, 98 98.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 83 83.0

MS 4-Bromofluorobenzene 100 97 97.0 86.00 - 115.00

MSD 4-Bromofluorobenzene 100 93 93.0 86.00 ~ 115.00 4.2

LCS1 trans-l,2-Dichloroethylene 4 4.06 101.5 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.76 94.0 70.00 - 130.00

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.05 101.2 72.00 - 117.00

MBLK Trichloroethylene(TCE) ND

MS Trichloroethylene (TCE) 4 4.04 101.0 70.00 - 130.00

MSD Trichloroethylene(TCE) 4 4.06 101.5 70.00 - 130.00 0.49

LCS1 Trichlorotrifluoroethane(Freon 2 2.03 101.5 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.30 107.5 74.00- 117.00

MBLK Toluene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlinin,_. ._/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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'_,._ Tel: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

MS Toluene 4 4.22 105.5 ( 70.00 - 130.00

MSD Toluene 4 4.24 106.0 ( 70.00 - 130.00 0.47

LCS1 Vinyl chloride (VC) 2 1.96 98.0 ( 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

QC Batch #120643 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07170117 ( 0.00 - 0.00

LCS1 Perohlorate 25.0 25.3 101.2 90.00 - 110.00

LCS2 Perchlorate 25.0 25.1 100.4 90.00 - 110.00 0.79

MBLK Perchlorate ND

MS Perchlorate 20.0 21.0 105.0 75.00 - 125.00

MSD Perchlorate 20.0 19.9 99.5 75.00 - 125.00 5.4

QC Batch #120868 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130002 ( 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 454 90.8 ( 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 461 92.2 ( 85.00 - 115.00 1.5

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 450 90.0 ( 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 452 90.4 ( 70.00 - 130.00 0.44

QC Batch #120870 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130002 ( 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 94 94.0 ( 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 96 96.0 ( 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 98 98.0 ( 77.00 - 119.00

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 7 9 7 4
Pasadena, California 91101
Tel: 626 568 6400 Fax: 626 568 6324 '_-._/

! 800 566 LABS (I 800 566 5227

Foster Wheeler Environmental Corp

(continued)

MSD Chromium, Total, ICAP/MS i00 96 96.0 ( 77.00 - 119.00 ) 2.1

QC Batch #120881 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07130003 ( 0.00 - 0.00 )

LCS1 Lead, Total, ICAP/MS 20.0 19.1 95.5 ( 87.00 - 108.00 )

LCS2 Lead, Total, ICAP/MS 20.0 20.0 100.0 ( 87.00 - 108.00 ) 4.6

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.7 103.5 ( 75.00 - 119.00 )

MSD Lead, Total, ICAP/MS 20.0 20.4 102.0 ( 75.00 - 119.00 ) 1.5

QC Batch #120885 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%) _

MS Spiked sample Lab # 20 07180093 0.00 - 0.00 )

LCS1 Iron, Total, ICAP/MS 500 527 105.4 85.00 - 115.00 )

LCS2 Iron, Total, ICAP/MS 500 519 103.8 85.00 - 115.00 ) 1.5

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 522 104.4 70.00 - 130.00 )

MSD Iron, Total, ICAP/MS 500 498 99.6 70.00 - 130.00 ) 4.7

QC Batch #120886 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07180093 ( 0.00 - 0.00 )

LCS1 Chromium, Total, ICAP/MS 100 96 96.0 ( 85.00 - 115.00 )

LCS2 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00 ) 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 93 93.0 77.00 - 119.00 )

MSD Chromium, Total, ICAP/MS 100 91 91.0 77.00 - 119.00 ) 2.2

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 7 9 7 4
Pasadena, California 91101

,,.._... , Te I: 626 568 6400 Fax: 626 568 6324
1800 566 LABS { 1800 666 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120887 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 19.6 98.0 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 87.00 - 108.00 0.51

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.2 101.0 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 19.8 99.0 75.00 - 119.00 2.0

QC Batch #120993 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

"',_,_.d MS Spiked sample Lab # 20 07130003 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0186 93.0 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0189 94.5 85.00 - 115.00 1.6

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0198 99.0 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0198 99.0 70.00 - 130.00 0.00

QC Batch #120994 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0201 100.5 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0200 100.0 85.00 - 115.00 0.50

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0199 99.5 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0196 98.0 70.00 - 130.00 1.5

, Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 7 9 7 4
Pasadena, California 01101

Tel: 626 568 6400 Fax: 626 568 6324 _/
1800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #121517 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07170117 0.00 - 0.00

LCS1 Alkalinity 96.2 97 100.8 96.00 - 107.00

LCS2 Alkalinity 96.2 98 101.9 96.00 - 107.00 1.0

MBLK Alkalinity ND

MS Alkalinity 96.2 98 101.9 80.00- 120.00

MSD Alkalinity 96.2 99 102.9 80.00- 120.00 1.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. ,_'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES Quali ry Environmental Ana/ ysisA divisionof MontgomeryWatsonAmericas,inc.

August 26, 2000

Mark Cutler

Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Report # 67993 (MW-002-088, MW-002-089, M'W-002-059, MW-002-058, MW-002-057, MW-002-056,
MW-002-055)

Sampled: July 18, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (QC) summary
follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
EPA 300 The LCS recovery exceeds in-house limits for nitrate and sulfate. The results are within
EPA method limits. The results are reported without qualification.
EPA 524 The LCS for fluorotrichloromethane recovered outside in-house limits. The recovery is
within method limits. Results are reported without qualification.
EPA 524 The Method Blank surrogate for 4-bromofluoromethane recovered outside in-house limits.

_,,,_,._ Results are within method limits. Results are reported without qualification.
Samples requiring dilution (with increased MRL's):

MW-002-055 was diluted for anions.

Method blanks with compounds detected:
None

Comments:
Chloroform was detected in MW-002-089, -056
Bromodichloromethane was detected in MW-002-056
Perchlorate was detected in Mw-002-055

TlC's:
None

Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

None.

Sincerely;

Debbie Frank

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenter SouthernCaliforniaServiceCenter
555EastWalnutStreet 4625S.WendlerDrive-Suite111 1340TreatBoulevard-Suite300 30CorporatePark-Suite303
Pasadena.California91101 Tempe,Arizona85282 WalnutCreek,California94596 hvine,California92606
Te1:6265686400 Teh6027481448 Tel:9252742322 Tel:9492221845
Fax:6265686324 Fax:6027481450 Fax:9259451760 Fax:9492221849



FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE J OF I

"ROJEO'?p L IO"SNO.... ? HAZARD IDENTIFICATION TIME REQUIRED _h-- _-' ' ' -- ' k_"l

PROJECTADDRESS p Flammable [] Toxic []
{ J _'0C) O_",! _ G _' 0 [')( P {'; V-_SAMPLER(Signat?ref_ _.'_ I_ '_ _ i C A Skin Irritant Fl Infectious FI RUSH E_ DAYSSAMPLER {Name) ANALYSES REQUIRED

LABORATORY . , ['J [ /_ i _ _ J'_i'_l °'_:l"-it

o_ o_,_,F ._S_ _ (_' '%c:

_ _r. '-- 4-- :;:3" _..+"
l_

NUMBER CONTAINER SAMPLE MATERIAL ___ v ',-..._ _ -_ ,_ ,,._ L-SAMPLE TIME DATE OF _., ',...,,'h q/',, %,.,, ... -,..,,----4 -_4 -'",,,_,-_---,- u,';"_
NUMBER COLLECTED COLLECTED SIZE(S) OTHER (. _ _ _ _:' ._- _ ¢;_ ;!_''_ _ _ _ __CONTAINERS WATER SOIL (Describe} _ _- :_ .. I_J
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LABORATORYINSTRUCTIONS/COMMENTS _i_l_ _ i_l_r'. _l_ L_-a_i__ _1_ll_dl_'

' '.... .,,REDNQUISHED/2_t J BY (Signa_re),,. )ATE, _,/ [; ( ! 'K. ,ri · :'._;15.' · ' " ', '. _ i
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%. j

Mo.'rco_xY L_,ROR^TOZZ_CO0_Zz£C'_ FO;_M

Use other stele of this torm to ante further details concerainl cneci_-in proDlems _

and to closer:tlc any action(s) regarding t_e resolution(s) pt problems.

A. PRIKLI.%IXNARY_ £XAMINATION: Date cooler._--a_a_ed: _ _'"-/_(_2C..3

........
I. Did cooler come with snippinl slip (air bill. crc. I? Yes

If YES. attach & enter carrier and sir bill x beret

2. Were custody seals on Outside of cooler? , _"_-_ Ne

zr YEs__o. =shy· -,ere: z _f, ,_;d_ , -----If Yes. enter thc following: scsi date: O_- (._-c_, sell name: _ /-../7*'

3. Were custocty seals unbroken & inUlCt al delivery? _ No

4. Were euSto,_v papers sealed in bag & taped to lld." Yes _._

c. Were custody papers filled out property (ink. etc.) _ No

6. Did 7ou sits custody papers in appropriate place? _ ."fo

T. ',¥'as project identifiable /'rom c:2stody papers? y_ No

I. Eave designated person(s) initbll to zctnowled_le receipt: _-/_---(date! _-_(_e_o

B. LOG-tN PHASE: Date samples were lotl_-ia_ 'M_Z_7'/"by:

9. Describe patriot: Mjb' _

7,0. Ir required, w:ts enoutb ice u_ed? _/_ No _-_ t _ <_<--

Il. Were all bottles scaled ia separate plastic bags? y(._ No
/?- -,\

12. Did all bottles arrive uabrolcen/in %o_d condition? _ '_ ·

II. _'ere all bottle labels complete ¢ID.date._tn.pres)? _>_ '_a
// V

14. Did all bottle labels altec with cuatnd! papers? _ N o
If NO. indicate ¢escrepancies on back.

15. Were correct cnntainers useed for the aaalytes! Ne

16. Were correct preservatives used _hen requircd? N ·

17, Was sutflcient amount of sample sent for tests? No

11t. Bubbles absent in ¥OA vials? No '_/
.'If NO. list by $3mpte id o n back.

19. Was Cllent Services _nformed of problems. _ Yes No



MONTGOMERY WATSON LABORATORIESa Division of Montgomery Watson Americas, Inc.
555 East Walnut Street

Pasadena, California 91101

,..,,=,,_.t Te I: 626 568 6400 Fax: 626 568 6324
1800 566 LABS (I 800 566 5227)

Laboratory Report

for

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Aha , CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSU_ I'

AuG y

DEB* Debbie Frank Report#: 67993

ProjectManager JPL

_boratory certifies that the test results meet all QA/QC requirements unless
noted in the Comments section or the Case Narrative. Following the cover page

are Comments,QC Report,QC Summary,Data Report, totaling 34 page[s].

,!



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street #67 993
Pasadena, California 91101

',..,.,_._ Tel: 626 568 6400 Fax: 626 568 6324
1 800 560 LAB S (1 800 566 5227)

Foster Wheeler Environmental Corp Samples Received
Mark Cutler 07/18/00

1940 E Deere St, Ste 200

Santa Aha, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-088 (2007180091) Sampled on 07/18/00 08:50

Regulated VOCs plus Lists l&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

_, 07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanene (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page I of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street _ 6 7 9 9 3

Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 _,,,..._/

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane~Freoni1 ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 i

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2+Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 98 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec

Surrogate Toluene-d8 97 % Rec

Data Report - Page 2 of 17



MONTGOMERY WATSON LABORATORIES Laboratorya 0ivisionof MontgomeryWatsonAmericas, Inc. Data Report
555East WalnutStreet # 67 9 9 3Pasadena,California91101
Te I: 6265686400Fax:6265686324
1'800566LABS(i 8005665227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-089 (2007180092) Sampled on 07/18/00 09:35

08/01/00 08/03/00 12:00 120994 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 12:00 120643 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120886 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND u9/1 10 1

07/18/00 04:47 119897 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-TeCrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 i

07/20/00 12:00 120264 ML/EPA 524.2 I,I-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

'%_,z 07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 i

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethans ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/i 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 t,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND uu/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) 1.9 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 _"_'_'

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorcbenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Preon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 95 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 95 % Rec

MW-002-059 (2007180093) Sampled on 07/18/00 09=10
07/26/00 12:00 121517 SM2320B/E310.1) Alkalinity 158 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 ) Anion Sum 3.90 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120994 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/19/00 07/20/00 12:00 120031 ML/EPA 200.7 ) Calcium, Total, ICAP 16 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 ) Cation Sum 4.03 meq/1 0.0010 1

07/19/00 12:00 119986 ML/EPA 300 ) Chloride 8.54 mg/1 1.0 1

07/28/00 12:00 120643 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.1) Carbonate as CO3, Calculated 6.19 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/18/00 04:47 119897 ML/SW 7196 } Hexavatent chromium (Cr VI) ND mg/1 0.005 1

07/21/00 12:00 120113 ML/S2510B ) Specific Conductance 340 umho/cm 4.0 1

/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 190. mg/1 0.0010 1

07/19/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 1.6 mg/1 1.0 1

07/19/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 3.3 mg/1 0.t0 1

07/19/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 67 mg/1 1.0 1

07/19/00 12:00 119989 ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120083 S4500HB/E150.1) Lab pH 8.7 Units 0.0010 1

07/19/00 12:00 119991 ML/EPA 300.0 ) Sulfate 23.8 mg/1 2.0 1

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 220 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichtoroethane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethytene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0 50 i

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0 50 i
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 '_/

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 i

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

'_,_ Surrogate 1,2-Dichloroethane-d4 112 % Rec

Surrogate 4-Bromofluorobenzene 86 % Rec

Surrogate Toluene-d8 98 % Rec

MW-002-058 (2007180094) Sampled on 07/18/00 10:50

07/21/00 12:00 120130 SM2320B/E310.1) Alkalinity 129 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 3.19 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/19/00 07/20/00 12:00 120031 ML/EPA 200.7 Calcium, Total, ICAP 12 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 3.40 meq/1 0.0010 1

07/19/00 12:00 119986 ML/EPA 300 Chloride 10.0 mg/1 1.0 1

07/28/00 12:00 120643 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/24/00 10:49 SM2320B/E310.1) Carbonate as C03, Calculated 4.04 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/18/00 04:47 119897 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/21/00 12:00 120113 ML/S2510B ) Specific Conductance 290 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS 160 ug/1 100 1

07/24/00 10:46 SM2320B/E310.1) Bicarbonate as HCO3,calculated 156. mg/1 0.0010 1

07/19/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP ND mg/1 1.0 1

07/19/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 3.4 mg/1 0.10 1

07/19/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 58 mg/1 1.0 i
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/19/00 12:00 119989 ( ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/20/00 12:00 120083 { S4500HB/E150.1) Lab pH 8.6 Units 0.0010 1

07/19/00 12:00 119991 ( ML/EPA 300.0 ) Sulfate 15.7 mg/1 2.0 1

07/20/00 12:00 120206 (SM2540C/E160.1) Total Dissolved Solid (TDS) 190 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1~Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 '_''_/

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/t 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/t 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-t,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1
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(continue d)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.S0 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 I

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/i 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freoni1 ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 107 % Rec

Surrogate 4-Bromofluorobenzene 92 % Rec

Surrogate Toluene-d8 98 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-057 (2007180095) Sampled on 07/18/00 12:10

07/26/00 12:00 121517 SM2320B/B310.1) Alkalinity 224 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 6.21 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/19/00 07/20/00 12:00 120031 ML/EPA 200.7 Calcium, Total, ICAP 44 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 6.10 meq/1 0.0010 1

07/19/00 12:00 119986 ML/EPA 300 Chloride 33.6 mg/1 1.0 1

07/28/00 12: 00 120643 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.1) Carbonate as C03, Calculated 1.77 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/18/00 04:47 119897 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/21/00 12: 00 120113 ML/S2510B ) Specific Conductance 510 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 BPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 273. mg/1 0.0010 1

07/19/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 2.3 mg/1 1.0 i _/

07/19/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 15 mg/1 0.10 1

07/19/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 60 mg/1 1.0 1

07/19/00 12:00 119989 ML/EPA 300.0 ) Nitrate-N by IC 2.93 mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/25/00 12:00 120414 S4500HB/B150.1) Lab pH 8.0 Units 0.0010 1

07/19/00 12:00 119991 ML/EPA 300.0 ) Sulfate 27.3 mg/1 2.0 1

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 310 mg/1 10 1

Regulated VOCs plus Lists l&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street _67 993
Pasadena, California 91101
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1800566LABS(I 8005665227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

_ 07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12: 00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichleromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodi f luoromet hane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propytbenzene ND ug/1 0.50 1

Data Report - Page 11 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, inc.

555 East Walnut Street _ 6 7 9 9 3

Pasadena, California 91101
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Diehlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride {VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 112 % Rec

Surrogate 4-Bromofluorobenzene 87 % Rec '_'

Surrogate Toluene_d8 98 % Rec

MW-002-056 (2007180096) Sampled on 07/18/00 01:25
07/26/00 12:00 121517 (SM2320B/E310.1) Alkalinity 152 mg/1 1.0 1

07/24/00 10:57 ( ML/SM1040 Anion Sum 4.16 meq/1 0.0010 1

08/01/00 08/11/00 12:00 120994 ( S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/19/00 07/20/00 12:00 120031 ML/EPA 200.7 Calcium, Total, ICAP 47 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 4.41 meq/1 0.0010 1

07/19/00 12:00 119986 ML/EPA 300 Chloride 11.0 mg/1 1.0 1

07/28/00 12:00 120643 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.1) Carbonate as CO3, Calculated 0.955 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/18/00 04:47 119897 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/21/00 12:00 120113 ML/S2510B ) Specific Conductance 370 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 185. mg/1 0.0010 1

07/19/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 2.0 mg/1 1.0 1

07/19/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 16 mg/1 0.10 1

07/19/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 16 mg/1 1.0 1

07/19/00 12:00 119989 ML/EPA 300.0 ) Nitrate-N by IC 2.07 mg/1 0.10 i
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/25/00 12:00 120414 (S4500HB/E150.1) Lab pi-{ 7.9 Units 0.0010 1

07/19/00 12:00 119991 ( ML/EPA 300.0 ) Sulfate 31.9 mg/1 2.0 1

07/20/00 12:00 120206 (SM2540C/E160.1) Total Dissolved Solid (TDS) 240 mg/1 10 1

Regulated VOCs plus Lists l&3

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

"_.w '_ 07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0 50 1

07/20/00 12: 00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorototuene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) 4.1 ug/1 0.50 1

\

Data Report - Page 13 of 17



Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 7 9 9 3
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1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Anatyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane 0.6 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _"_

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE} ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate t,2-Dichloroethane-d4 109 % Rec

Surrogate 4~Bromofluorobenzene 91 % Rec

Surrogate Toluene-d8 98 % Rec
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MONTGOMERY WATSON LABORATORIES
Data T_ m A.
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555EastWalnut Street #67 993
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Foster Wheeler Environmental Corp
(cont inued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-055 (2007180097) Sampled on 07/18/00 02:25

07/21/00 12:00 120130 SM2320B/E310.1) Alkalinity 146 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 8.59 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/19/00 07/20/00 12:00 120031 ML/EPA 200.7 Calcium, Total, ICAP 97 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 8.70 meq/1 0.0010 1

07/19/00 12:00 119986 ML/EPA 300 Chloride 59.8 mg/1 1.0 1

07/28/00 12: 00 120643 CADHS/EPA314 Perehlorate 7.5 ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as C03, Calculated 0.580 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/18/00 04:47 119897 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/21/00 12:00 120113 ML/S2510B ) Specific Conductance 745 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 178. mg/1 0.0010 1

_,.w3/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 3.6 mg/1 1.0 1

07/19/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 33 mg/1 0.10 1

07/19/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 24 mg/1 1.0 1

07/20/00 12:00 120107 ML/EPA 300.0 ) Nitrate-N by IC 17.9 mg/1 0.20 2

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/25/00 12:00 120414 S4500HB/E150.1) Lab pH 7.7 Units 0.0010 1

07/19/00 12:00 119991 ML/EPA 300.0 ) Sulfate 130 mg/1 2.0 1

07/20/00 12:00 120206 SM2540C/E160.1) Total Dissolved Solid (TDS) 590 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

Data Report - Page 15 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street _ 6 7 9 9 3

Pasadena, California 91101

Tel: 626 508 6400 Fax: 626 568 6324 '_,J

I 800 566 LAB S (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batchff Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 I

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichtoropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0 50 t

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0 50 1 _/

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

Surrogate 1,2-Dichloroethane-d4 114 % Rec

'_ Surrogate 4-Bromofluorobenzene 91 % Rec

Surrogate Toluene-d8 97 % Rec
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Foster Wheeler Environmental Corp

QC Batch #119897 - Hexavalent chromium (er VI) Analysis Date: 07/18/2000

2007180092 MW-002-089

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #119986 - Chloride Analysis Date: 07/19/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #119989 - Nitrate-N by IC Analysis Date: 07/19/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

QC Batch #119991 - Sulfate Analysis Date: 07/19/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #120031 - Calcium, Total, ICAP Analysis Date: 07/20/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120041 Potassium, Total, ICAP Analysis Date: 07/20/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #120046 - Magnesium, Total, ICAP Analysis Date: 07/20/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055 ___

QC Batch #120052 - Sodium, Total, ICAP Analysis Date: 07/20/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #120083 - Lab pH Analysis Date: 07/20/2000

2007180093 MW-002-059

2007180094 MW-002-058

QC Batch #120107 - Nitrate-N by IC Analysis Date: 07/20/2000

2007180097 MW-002-055
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Poster Wheeler Environmental Corp
(continued)

QC Batch #120113 - Specific Conductance Analysis Date: 07/21/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #120130 - Alkalinity Analysis Date: 07/21/2000

2007180094 MW-002-058

2007180097 MW-002-055

',__wBatch #120206 - Total Dissolved Solid (TDS) Analysis Date: 07/20/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #120264 - Regulated VOCs plus Lists l&3 Analysis Date: 07/20/2000

2007180091 MW-002-088

2007180092 MW-002-089

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #120414 - Lab pH Analysis Date: 07/25/2000

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120643 - Perchlorate Analysis Date: 07/28/2000

2007180092 MW-002-089

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #120885 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056 '_--./
2007180097 MW-002-055

QC Batch #120886 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007180092 MW-002-089

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #120887 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007180092 MW-002-089

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120994 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007180092 MW-002-089

2007180093 MW-002-059

2007180094 MW-002-058

2007180095 MW-002-057

2007180096 MW-002-056

2007180097 MW-002-055

QC Batch #121517 - Alkalinity Analysis Date: 07/26/2000

2007180093 MW-002-059

2007180095 MW-002-057

2007180096 MW-002-056
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(QC batch#: 119989)

Test: Nitrate-N by IC

QC Type: LCS2

The LCS recovery is within the EPA method limit of 90-110%.

(QC batch#: 119991)
Test: Sulfate

QC Type: LCS1
The LCS recovery is within the EPA method limit of 90-110%.

QC Type: LCS2
The LCS recovery is within the EPA method limit of 90-110%.

(QC batch#: 120264)
Test: Fluorotrichloromethane-Freon11

QC Type: LCS1

within methpd QC limits
Test: 4-Bromofluorobenzene

'_._ QC Type: MBLK

within methpd QC limits
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Foster Wheeler Environmental Corp

QC Batch #119897 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Cr VI) 0.050 0.052 104.0 78.00 - 118.00

LCS2 Hexavalent chromium (Ct VI) 0.050 0.051 102.0 78.00 - 118.00 1.9

MBLK Hexavalent chromium (Ct VI) ND

MS--2007180095 Hexavalent chromium (Cr VI) 0.050 0.054 108.0 80.00 - 120.00

MSD--2007180095 Hexavalent chromium (Ct VI) 0.050 0.055 110.0 80.00 - 120.00

QC Batch #119986 Chloride

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07180083 0.00 - 0.00

LCS1 Chloride 25 25.8 103.2 90.00 - 110.00

LCS2 Chloride 25 26,0 104.0 90.00 - 110.00 0.77

_ MBLK Chloride ND

MS Chloride 25 25.3 101.2 80.00- 120.00)

MSD Chloride 25 25.3 101.2 80.00- 120.00) 0.00

QC Batch #119989 Nitrate-N by IC

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07180083 ( 0.00 - 0.00 )

LCS1 Nitrate-N by IC 2.5 2.64 105.6 94.00 - 106.00 )

LCS2 Nitrate-N by IC 2.5 2.66 106.4 94.00 - 106.00 ) 0.75

MBLK Nitrate-Nby IC ND

MS Nitrate-N by IC 2.5 2.63 105.2 85.00 - 118.00 )

MSD Nitrate-N by IC 2.5 2.63 105,2 85.00 - 118.00 ) 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch $119991 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180083 0.00 - 0.00 )

LCS1 Sulfate 50 52.2 104.4 95.00 - 104.00 )

LCS2 Sulfate 50 52.2 104.4 95.00 - 104.00 ) 0.00

MBLK Sulfate ND

MS Sulfate 50 52.5 105.0 97.00 - 112.00 )

MSD Sulfate 50 52.5 105.0 97.00 - 112.00 ) 0.00

QC Batch #120031 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spikedsample Lab # 20 07180093 0.00- 0.00 ) _

LCS1 Calcium, Total, ICAP 50 51.0 102.0 85.00 - 115.00 )

LCS2 Calcium, Total, ICAP 50 50.9 101.8 85.00 - 115.00 ) 0.20

MBLK Calcium,Total, IcAP ND

MS Calcium, Total, ICAP 50 50.0 100.0 70.00 - 130.00 )

MSD Calcium, Total, ICAP 50 49.7 99.4 70.00 - 130.00 ) 0.60

QC Batch #120041 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spikedsample Lab # 20 07180093 ( 0.00- 0.00 )

LCS1 Potassium, Total, ICAP 20 20.2 101.0 ( 80.00 - 110.00 )

LCS2 Potassium,Total, ICAP 20 20.3 101.5 80.00 - 110.00 ) 0.49

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 20.0 100.0 80.00 - 120.00 )

MSD Potassium, Total, ICAP 20 20.2 101.0 80.00 - 120.00 ) 1.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _,_i

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120046 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 20.2 101.0 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 20.3 101.5 97.00 - 115.00 0.49

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 20.1 100.5 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 20.0 100.0 74.00 - 130.00 0.50

QC Batch #120052 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

_,w MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Sodium, Total, ICAP 50 50.8 101.6 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 51.0 102.0 94.00 - 112.00 0.39

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 48.0 96.0 82.00 - 114.00

MSD Sodium, Total, ICAP 50 47.4 94.8 82.00 - 114.00 1.3

QC Batch #120083 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007180094 Lab pH 8.6 8.6 { 0.00 - 20.00 0.0

QC Batch #120107 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07190085 ( 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.65 106.0 ( 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.63 105.2 ( 94.00 - 106.00 0.76

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.64 105.6 ( 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.65 106.0 ( 85.00 - 118.00 0.38

QC Batch #120113 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007190083 Specific Conductance 325 325 ( 0.00 - 20.00 0.0

QC Batch #120130 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180029 0.00 - 0.00

LCS1 Alkalinity 96.2 96.8 100.6 96.00 - 107.00 )

LCS2 Alkalinity 96.2 96.4 100.2 96.00 - 107.00 0.41

MBLK Alkalinity ND

MS Alkalinity 96.2 96.4 100.2 80.00 - 120.00

MSD Alkalinity 96.2 96.0 99.8 80.00 - 120.00 0.42

QC Batch #120206 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP Spiked sample Lab # 20 07140032 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 164 93.7 ( 85.00- 115.00

LCS2 Total Dissolved Solid (TDS) 700 670 95.7 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _ /

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120264 Regulated VOCS plus Lists 1&3

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 4.11 102.8 ( 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.10 102.5 ( 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.93 98.2 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 4.34 108.5 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.89 122.2 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 3.35 83.8 70.00 - 130.00

_'_ MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 3.30 82.5 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 3.87 96.8 70.00 - 130.00 16

LCS1 1,1-Dichloropropene 4 3.97 99.2 70.00 - 130.00

MBLK 1,1oDichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.81 95.2 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.87 96.8 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 3.87 96.8 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.80 95.0 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.31 107.7 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 4.29 107.2 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylhenzene 4 3.80 95.0 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 8.65 108.1 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.\

_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 7 9 9 3
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 _,_'

1 800 566 LAB S (1 800 566 5227

Foster Wheeler Environmental Corp
continued)

LCS1 1,3-Dichloropropane 4 4.42 110.5 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.99 99.8 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.25 106.2 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 41.1 102.8 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.80 95.0 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.79 94.8 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl-2-Pentanone (MIBK) 40 43.2 108.0 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07180094 0.00 - 0.00

LCS1 Benzene 4 4.31 107.7 76.00 - 122.00 _L_ i

MBLK Benzene ND

MS Benzene 4 4.20 105.0 70.00 - 130.00

MSD Benzene 4 4.28 107.0 70.00 - 130.00 1.9

LCS1 Bromobenzene 4 4.05 101.2 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 2.21 110.5 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.45 111.2 75.00 - 124.00 )

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.32 108.0 70.00 - 117.00 )

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.14 103.5 70.00 - 130.00 )

MSD Chlorobenzene 4 4.24 106.0 70.00 - 130.00 ) 2.4

LCS1 Carbon Tetrachloride 4 4.16 104.0 70.00 ~ 130.00 )

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 4.36 109.0 70.00 - 130.00 )

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.36 109.0 74.00 - 124.00 )

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _._/_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of MontgomeryWetson Americas, Inc. QC Report
555 East Walnut Street _ 6 7 9 9 3
Pasadena, California 91101

_,._,_/ Te I: 626 568 6400 Fax: 626 568 6324

1 800 566 LA BS (1 800 666 6227)

Foster Wheeler Environmental Corp

(continued)

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.38 109.5 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.88 94.0 70.00 - 130 00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride) 2 2.09 104.5 70.00 - 130 00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.39 109.7 70.00 - 130 00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.55 113.8 70.00 - 130 00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.36 109.0 70.00 - 116 00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.40 110.0 70.00 - 130 00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.28 107.0 70.00 - 130.00

%_,_' MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 2.05 102.5 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.50 125.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.66 91.5 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.73 93.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.96 99.0 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.69 108.6 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.88 97.0 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.70 92.5 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 3.75 93.8 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.30 107.5 72.00 - 118.00

_,,_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
Qca Division of Montgomery Watson Americas, Inc. z%_i_or ['

555 East Walnut Street # 67 9 9 3
Pasadena, California 91101
Te I: 626 568 6400 Fax: 626 568 6324 '"*---._

1800 566 LABS (I 800 566 5227:

Foster Wheeler Environmental Corp
(continued)

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.94 98.5 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene(PCE) 4 4.18 104.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 3.73 93.2 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.71 92.8 70.00 - 130.00

MBLK sec-Butytbenzene ND

LCS1 Styrene 4 4.41 110.2 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 113 113.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 122 122.0

MS 1,2-dichloroethane-d4 100 108 108.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 104 104.0 80.00 - 127.00 3.8

LCS1 Toluene-d8 100 101 101.0 91.00 - 107.00

MBLK Toluene-d8 100 100 100.0 "'_-'_/

MS Toluene-d8 100 96 96.0 91.00 - 107.00

MSD Toluene-d8 100 100 100.0 91.00 - 107.00 4.1

LCS1 4-Bromofluorobenzene 100 98 98.0 86.00 - 115.00

MBLK 4-Bromoftuorobenzene 100 83 83.0

MS 4-Bromofluorobenzene 100 97 97.0 86.00 - 115.00

MSD 4-Bromofluorobenzene 100 93 93.0 86.00 - 115.00 4.2

LCS1 trans-l,2-Dichloroethylene 4 4.06 101.5 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.76 94.0 70.00 - 130.00

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.05 101.2 72.00 - 117.00

MBLK Trichloroethylene(TCE) ND

MS Trichloroethylene (TCE) 4 4.04 101.0 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 4.06 101.5 70.00 - 130.00 0.49

LCS1 Trichlorotrifluoroethane(Freon 2 2.03 101.5 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.30 107.5 74.00 - 117.00

MBLK Toluene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _,'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 7 9 93
Pasadena, California 91101

"-,,,_, Tel: 626 568 6400 Fax: 626 568 6324
1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

MS Toluene 4 4.22 105.5 ( 70.00- 130.00)

MSD Toluene 4 4.24 106.0 ( 70.00 - 130.00 ) 0.47

LCS1 Vinyl chloride (VC) 2 1.96 98.0 ( 70.00 - 130.00 )

MBLK Vinylchloride(VC) ND

QC Batch #120414 Lab pH

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP-2007240010 Lab pH 7.4 7.4 ( 0.00 - 20.00 ) 0.0

QC Batch #120643 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07170117 ( 0.00 - 0.00 )

k_,/ LCS1 Perchlorate 25.0 25.3 101.2 ( 90.00 - 110.00 )

LCS2 Perchlorate 25.0 25.1 100.4 ( 90.00 - 110.00 ) 0.79

MBLK Perchlorate ND

MS Perchlorate 20.0 21.0 105.0 ( 75.00 - 125.00 )

MSD Perchlorate 20.0 19.9 99.5 ( 75.00 - 125.00 ) 5.4

QC Batch #120885 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07180093 ( 0.00- 0.00 )

LCS1 Iron, Total, ICAP/MS 500 527 105.4 ( 85.00 - 115.00 )

LCS2 Iron, Total, ICAP/MS 500 519 103.8 ( 85.00 - 115.00 ) 1.5

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 522 104.4 ( 70.00 - 130.00 )

MSD Iron, Total, ICAP/MS 500 498 99.6 ( 70.00 - 130.00 ) 4.7

._ j Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, inc. QC Report
555 East Walnut Street _ 6 7 9 9 3

Pasadena, California 91101
Te I: 626 568 6400 Fax: 626 568 6324 """_

1 800 566 LAB S (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120886 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 96 96.0 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 93 93.0 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 91 91.0 77.00 - 119.00 2.2

QC Batch #120887 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07180093 ( 0.00 - 0.00 _/

LCS1 Lead, Total, ICAP/MS 20.0 19.6 98.0 ( 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 ( 87.00 - 108.00 0.51

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.2 101.0 ( 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 19.8 99.0 ( 75.00 - 119.00 2.0

QC Batch #120994 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 ( 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0201 100.5 ( 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0200 100.0 85.00 - 115.00 0.50

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0199 99.5 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0196 98.0 70.00 - 130.00 1.5

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. '_,_,/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of MontgomeryWetson Americas, Inc. QC Report
555 East Walnut Straat # 6 7 9 9 3
Pasadena, California 91101

_.._.,.,,._ Te I: 626 568 6400 Fax: 626 568 6324
1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #121517 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07170117 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 97 100.8 ( 96.00 - 107.00

LCS2 Alkalinity 96.2 98 101.9 ( 96.00 - 107.00 1.0

MBLK Alkalinity ND

MS Alkalinity 96.2 98 101,9 ( 80.00 - 120.00

MSD Alkalinity 96.2 99 102.9 ( 80.00 - 120.00 1.0

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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_ MONTGOMERY WATSONLABORATORIES Quality Environmenta/ Analysis
A division of Montgomery Watson Americas, Inc.

August 26, 2000

Mark Cutler

Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Report # 68038 (MW-002-090, MW-002-091, MW-002-024, MW-002-023, MW-002-022, MW-002-021,
MW-002-020)

Sampled: July 19, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (OC nary
follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)
EPA 524.2: The LCS for fluorotrichloromethane recovered above in-house limits. The recovery is
within method limits of 70-130%. The results are reported without qualification.
EPA 524.2: The recovery for 4-bromofluorobezene, in the method blank, recovered outside method
limits. The recovery is within method limits, The results are reported without qualificatio:
EPA 300.0: The LCS for sulfate recovered above in-house limits. The recovery is within method

',_,_ limitsof90-110%.

Samples requiring dilution (with increased MRL's):
None

Method blanks with compounds detected:
None

Comments:
None

Summary of LEVEL IV detected parameters:
Carbon tetrachloride was detected in Mw-002-022, -021
Chloroform was detected in MW-002-091, -023, -022, -021

TIC's:
None

Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

None

Sincerely; /_

Debbie Frank

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestServieeCenter NorthernCaliforniaServiceCenter SouthernCalifornia ServiceCenter
555EastWalnutStreet 4625S WendierDrive-Suite111 1340TreatBoulevard-Suite300 30CorporatePark-Suite303
Pasaaena,Caiifornia91101 Tempe.Arizona85282 WainutCreek,California94596 Irvine,California92606
Te1:6265686400 TeL6027481448 Tel:9252742322 Te1:9492221845
Fax:6265686324 Fax:602748!450 Fax:9259451760 Fax:9492221849



FOSTERWHEELERENVIRONMENTALCORPORATIOI_7?§r

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE I OF

PROJECT OFSNO HAZARD IDENTIFICATION TIME REQUIRED _=_ Tf__ '_I_t?L t f/ J ! > NonHazard I_ Reactive [] NORMAL _ DAYS
PROJECTADDRESS r Flammable [] Toxic [] _{

· _- RUSH [] DAYS

}_l_J!i' ! ti-!._ _ :%_[¥- "i, _1 t_ _'!_ _ _ Skin,rritant [] ,nfectious [] t_.. _
SAMPLER (Name) SAMPLER {Signature) ANALYSES REQUIRED

, ,,, :,, l
LABORATORY _ '" ,:, __j

REPORTS TOIBE SENT TO _' ' ' '-'.'_'-'7i > L. ; r,_.-__ '--

NUMBER CONTAINER SAMPLE MATER,AL ,r'i. ' .!' ._i --'_- !_ _ ' " ,_:'_ r_ _ ,; "_ -'_r_q

SAMPLE TiME DATE OF SIZE(S, OTHER 4> _ ........ - _ '-'_ ----..'_ _--_--- -_i_ _ ,-------- fl--'_ _
NUMBER COLLECTED COLLECTED CONTAINERS WATER SOIL (Describe) _ ' - .

.......... ___[ '1_¢_._

LABORATORY INSTRUCT ONS' COM MENTS _ ._ _._ i_i._1 _1

·

RE UNQUISHED By !?i_n[it,[_).: _: DATE:.] "RECEIVE_I _YI's_Ratl.l[e) RE UNQUISHEO _Y (Signatu.) TIMEDATE IRECEIVED BY (SigrlatlJ.) _eT_.__I1__--"-_ - - ' I1_'.

CI_I_pANy ......... TIM t:/r. '%:'6Mi_A.Nt .....I." COMPANY .......... tCOMPANY ......



MONTGOMERY LABORATORIF=S COOLER REC'E!FT FORM

PROJECT; _SE_-_ Date Recesved: _- [c/-O O

USe other Side o[ this form to note further fletai[s colceraia[ c_eck*ln proOlems _-
.and to describe 3ny 3ctlontS} re_zrdint the resolutionts) o( problems.

A. PRELIMINARY £XAMINATTON: Date cooter...cLpu_ea_=:_ _--_c_---O0

......
1. Did comer come with snippin[ slip (_ir bill. crc.)? Yes

If YES. atzacn & enter c_rrier and sir hill z here:

I. Were custocly seals on outside o[ cooler? _ N o
[f YES. bow rnanf & where: ____ oq ._;_'

If Yes. enter tl2e followin[: se,ti date: , seal name:

.3. Were custody seals unbroken & intact 3t delivery? .N·

.7. Were custo_;_ papers seated in bbc ,C, _atped _o ii_. 9 Yes (_

5. Were custooy papers //tied out property (iok. etc. l _ _'o

6. Did .you siZn custody papers in approprizte place? Y_.._ N o

7. Was project identifiable [rcm custody papers? _ No

Z. Have desitnated person(s) inithl to acltnowiedte receipt: _L.D (date) 7-1_ -_

B. LOG-IN PHASE: Date s_mples were Iotlte-'__ by:

(print) ct. _ _t_+( (sitn)_

9. Describe pzctint:

I0. I1' reqmred, fins enoutn ice used? '_o IZe_-IC_ 7%

Il. Were :ell bottles sealed ia separate plL_tic bats? _o

l_-. Did :_ll bottles arrive unbroken/in sped conttitlon? '_o

IJ. Were 311 bottle labels complete t lD.date.sztn,prcsJ: '_ o

I4. Did ._ll bottle 13bell 31tree with custody papers? e_'_:

If NO. inaicate d_crepancies on bacK.

I5. Were correct containers useect for t_e analytes? y_ ._

16. Were correct preservatives used w#en required? es No

I?. Was sufficient 3mount of sample sent for tests? ._o

l[. Bubbles at, sent in VOA vials? _._ ._o _-"-/If NO, ILs: by sample icl o n back.

19. 3_':ts Client Services reformed of problems.' Yes No
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MONTGOMERY WATSON LABORATORIESa Divisionof MontgomeryWatsonAmericas,Inc.
555EastWalnutStreet
Pasadena,California91101

·_,_..,,_ TeI: 6265686400Fax:6265686324
1800666LABS(I 8005665227)

Laboratory Report

for

Foster Wheeler Environmental Corp

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSU_._

DEB*Debbie Frank : 68038
Project Manager JPL

L

L_oratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page

are Comments,QC Report,QC Summary,Data Report, totaling 33 page[s].



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street _ 6 8 0 3 8
Pasadena, California 91101

',,,,_, Tel: 628 568 6400 Fax: 626 568 8324
1 800 568 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp Samples Received

Mark Cutler 07/19/00
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Ana, CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-090 (2007190080) Sampled on 07/19/00 07:50

Regulated VOCs plus Lists l&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1)l,l-Trichloroethane ND u 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND u_ 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/60 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ' 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2 3-Trichlorobenzene ND _ 0.50 1

_ 07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis~l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page 1 of 17



Laboratory
MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street # 6 8 0 3 8

Pasadena, California 91101

Tet: 626 568 6400 Fax: 626 568 6324 '_

1 800 566 LABS (1 800 566 5227

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:0_ _20264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 1202_ ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0 50 1

07/20/00 12:00 120Si ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 _'

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 t

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluc_hane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichlor©propene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 109 % Rec

( Surrogate 4~Bromofluorobenzene 90 % Rec

( Surrogate Toluene-d8 97 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-091 (2007190081) Sampled on 07/19/00 08:15
08/01/00 08/03/00 12:00 120994 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 12:00 120644 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120886 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND _ % 10 1

07/19/00 05:42 119975 ( ML/SW 7196 ) Hexavalent chromium (Cr VI) ND 0.005 1

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND 2.0 1

Regulated VOCs plus Lists 1&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND u% ._ 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND I 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ':-'- 0.50 1

_\_ 07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ! 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/i 0.50 I

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) 2.0 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 12026_ ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 :20264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:0C 20264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 1202_4 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 t

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 12026_ ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 1202 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 12026_ ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 _,_/'

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/0012:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20100 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

Surrogate 1,2-Dichloroethane-d4 108 % Rec

Surrogate 4-Bromofluorobenzene 93 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 99 % Rec

MW-002-024 (2007190082) Sampled on 07/19/00 08:35

07/21/00 12:00 120130 SM2320B/E310.1) Alkalinity 125 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 ) Anion Sum 3.24 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/20/00 07/20/00 12:00 120031 ML/EPA 200.7 ) Calcium, Total, ICAP 23 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 ) Cation Sum 3.50 meq/1 0.0010 1

07/20/00 12:00 120104 ML/EPA 300 ) Chloride 11.9 mg/1 1.0 1

07/28/00 12:00 120644 CADHS/EPA314 ) Perehlorate ND ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as C03, Calculated 1.57 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/19/00 05:42 119975 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/21/00 12:00 120113 ML/S2510B ) Specific Conductance 305 umho/cm 4.0 1

/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

_-_/ 07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 152. mg/1 0.0010 1

07/20/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 1.1 mg/1 1.0 1

07/20/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 2.3 mg/1 0.10 1

07/20/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 49 mg/1 1.0 1

07/20/00 12:00 120107 ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/25/00 12:00 120417 S4500HB/E150.1) Lab pH 8.2 Units 0.0010 1

07/20/00 12:00 120109 ML/EPA 300.0 ) Sulfate 19.3 mg/1 2.0 1

07/24/00 12:00 120312 SM2540C/E160.1) Total Dissolved Solid (TDS) 190 mg/1 10 1

Regulated VOCs plus Lists l&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 i

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

z
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Foster Wheeler Environmental Corp

(continue d)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 '_'_-_

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis~l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12: 00 120264 ML/EPA 524.2 trans-1,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

_ Surrogate 1,2-Dichloroethane-d4 111 % Rec

Surrogate 4 -Bromof luorobenzene 96 % Rec

Surrogate Toluene-d8 99 % Rec

MW-002-023 (2007190083) Sampled on 07/19/00 10:05
07/21/00 12:00 120130 (SM2320B/E310.1) Alkalinity 148 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 3.65 meq/1 0.0010 1

08/01/00 08/11/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/20/00 07/20/00 12:00 120031 ML/BPA 200.7 Calcium, Total, ICAP 30 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 3.80 meq/1 0.0010 1

07/20/00 12:00 120104 ML/EPA 300 Chloride 11.0 mg/1 1.0 1

07/28/00 12: 00 120644 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as C03, Calculated 2.33 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/19/00 05:42 119975 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/21/00 12:00 120113 ML/S2510B ) Specific Conductance 325 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS 175 ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate es HCO3,calculated 180. mg/1 0.0010 1

07/20/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 2.3 mg/1 1.0 1

07/20/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 14 mg/1 0.10 1

07/20/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 25 mg/1 1.0 I
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Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120107 ( ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 } Lead, Total, ICAP/MS ND ug/1 2.0 1

07/25/00 12:00 120417 ( S4500HB/E150.1} Lab pH 8.3 Units 0.0010 1

07/20/00 12:00 120109 ( ML/EPA 300.0 ) Sulfate 18.2 mg/i 2.0 1

07/24/00 12:00 120312 (SM2540C/E160.1) Total Dissolved Solid (TDS) 210 mg/1 10 1

Regulated VOCs plus Lists l&3

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/l 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 _-_/

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone {MIBK} ND ug/i 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page 8 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 8 0 3 8
Pasadena, California 91101

'_.,,_ Te I: 625 568 6400 Fax: 626 568 6324
1 800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) 0.6 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

_'_ 07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 112 % Rec

Surrogate 4-Bromofluorobenzene 86 % Rec

Surrogate Toluene-d8 98 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

MW-002-022 (2007190084) Sampled on 07/19/00 11:15
07/21/00 12:00 120130 SM2320B/E310.1) Alkalinity 168 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 4.30 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/20/00 07/20/00 12:00 120031 ML/EPA 200.7 Calcium, Total, ICAP 45 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 4.50 meq/1 0.0010 1

07/20/00 12:00 120104 ML/EPA 300 Chloride 12.5 mg/1 1.0 1

07/28/00 12:00 120644 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as C03, Calculated 1.67 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/19/00 05:42 119975 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/24/00 12:00 120291 ML/S2510B ) Specific Conductance 405 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS 220 ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calcutated 204. mg/1 0.0010 1

07/20/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 2.0 mg/1 1.0 I _

07/20/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 14 mg/1 0.10 1

07/20/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 24 mg/1 1.0 1

07/20/00 12:00 120107 ML/EPA 300.0 ) Nitrate-N by IC 0.19 mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/25/00 12:00 120417 S4500HB/E150.1) Lab pH 8.1 Units 0.0010 1

07/20/00 12:00 120109 ML/EPA 300.0 ) Sulfate 27.5 mg/1 2.0 1

07/24/00 12:00 120312 SM2540C/E160.1) Total Dissolved Solid {TDS) 240 mg/1 10 1

Regulated VOCs plus Lists l&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Carp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichlor0Propan e ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chtorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 t

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

_,._ 07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride 0.9 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) 0.6 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.S0 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.S0 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/0012:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 108 % Rec

Surrogate 4-Bromofluorobenzene 87 % Rec "_,,..,_-"_

Surrogate Toluene-d8 99 % Rec

MW-002-021 (2007190085) Sampled on 07/19/00 12:25

07/21/00 12:00 120130 SM2320B/E310.1 Alkalinity 172 mg/1 1.0 1

07/24/00 10:57 ML/SM1040 Anion Sum 4.66 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/20/00 07/20/00 12:00 120031 ML/EPA 200.7 Calcium, Total, ICAP 48 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 4.96 meq/1 0.0010 1

07/20/00 12:00 120104 ML/EPA 300 Chloride 14.9 mg/1 1.0 1

07/28/00 12:00 120644 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as CO3, Calculated 1.71 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/19/00 05:42 119975 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/24/00 12:00 120291 ML/S2510B ) Specific Conductance 430 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 } Iron, Total, ICAP/MS 110 ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 209. mg/1 0.0010 1

07/20/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 2.9 mg/1 1.0 1

07/20/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 18 mg/1 0.10 1

07/20/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 23 mg/1 1.0 1

07/20/00 12:00 120107 ML/EPA 300.0 ) Nitrate-N by IC 0.43 mg/1 0.10 I

Data Report - Page 12 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data nmv__e--Ar_
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street _ 6 8 0 3 8

Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324

_..,.._..i 1 800 566 LABS (! 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/25/00 12:00 120417 (S4500HB/E150.1) Lab pH 8.1 Units 0.0010 1

07/20/00 12:00 120109 ( ML/EPA 300.0 ) Sulfate 36.8 mg/1 2.0 1

07/24/00 12:00 120312 (SM2540C/E160.1) Total Dissolved Solid (TDS) 280 mg/1 10 1

Regulated VOCs plus Lists l&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 t,l,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0 50 1

:_. 07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride 0.7 ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) 0.5 ug/1 0.50 i
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 ) Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 '_

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans~l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 107 % Rec

Surrogate 4-Bromofluorobenzene 98 % Rec

Surrogate Toluene-d8 97 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-020 (2007190086) Sampled on 07/19/00 01:30

07/24/00 12:00 120265 SM2320B/E310.1) Alkalinity 202 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 5.62 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/B200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/20/00 07/20/00 12:00 120031 ML/EPA 200.7 Calcium, Total, ICAP 60 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 5.94 meq/1 0.0010 1

07/20/00 12:00 120104 ML/EPA 300 Chloride 19.5 mg/1 1.0 1

07/28/00 12:00 120644 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as CO3, Calculated 1.60 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/19/00 05:42 119975 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/24/00 12:00 120291 ML/S2510B ) Specific Conductance 515 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HC03,calculated 246. mg/1 0.0010 1

0%_,_/00 07/20/00 12:00 120041 ML/EPA 200.7 ) Potassium, Total, ICAP 3.1 mg/1 1.0 1

07/20/00 07/20/00 12:00 120046 ML/EPA 200.7 ) Magnesium, Total, ICAP 21 mg/1 0.10 1

07/20/00 07/20/00 12:00 120052 ML/EPA 200.7 ) Sodium, Total, ICAP 26 mg/1 1.0 1

07/20/00 12:00 120107 ML/EPA 300.0 ) Nitrate-N by IC 1.17 mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120423 S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/20/00 12:00 120109 ML/BPA 300.0 ) Sulfate 45.5 mg/1 2.0 1

07/24/00 12:00 120312 SM2540C/E160.1) Total Dissolved Solid (TDS) 300 mg/1 10 1

Regulated VOCs plus Lists l&3
07/20/00 12:00 120264 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2,4rTrimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 i

07/20/00 12:00 120264 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/20/00 12:00 120264 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 · ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 cis~l,2-Dichloroethylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1 _,_/'_

07/20/00 12:00 120264 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/20/00 12:00 120264 HL/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/E524.2/624 Dichlorodifluoromethane ND ug/i 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

Data Report - Page 16 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 8 0 3 8
Pasadena, California 91101

', ._, Te I: 626 568 6400 Fax: 626 568 6324
1800 566 LABS (1800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

07/20/00 12:00 120264 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 o-Dichlorobenzene {1,2-DCB) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Toluene ND ug/1 0 50 1

07/20/00 12:00 120264 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0 30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 101 % Rec

_',.,_,.., Surrogate 4-Bromofluorobenzene 109 % Rec

Surrogate Toluene-d8 99 % Rec
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Foster Wheeler Environmental Corp

QC Batch #119975 Hexavalent chromium (Cr VI) Analysis Date: 07/19/2000

2007190081 MW-002-091

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120031 - Calcium, Total, ICAP Analysis Date: 07/20/2000

2007190082 MW-002-024

2007190083 MW- 002- 023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120041 - Potassium, Total, ICAP Analysis Date: 07/20/2000

2007190082 MW- 002- 024

2007190083 MW-002-023
2007190084 MW- 002- 022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120046 - Magnesium, Total, ICAP Analysis Date: 07/20/2000

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120052 - Sodium, Total, ICAP Analysis Date: 07/20/2000

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120104 - Chloride Analysis Date: 07/20/2000

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120107 Nitrate-N by IC Analysis Date: 07/20/2000

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-O02-020 ___

QC Batch #120109 - Sulfate Analysis Date: 07/20/2000

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120113 - Specific Conductance Analysis Date: 07/21/2000

2007190082 MW-002-024

2007190083 MW-002-023

QC Batch #120130 Alkalinity Analysis Date: 07/21/2000

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120264 - Regulated VOCs plus Lists l&3 Analysis Date: 07/20/2000

2007190080 MW-002-090

2007190081 MW-002-091

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120265 - Alkalinity Analysis Date: 07/24/2000

2007190086 MW-002-020

QC Batch #120291 - Specific Conductance Analysis Date: 07/24/2000

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120312 - Total Dissolved Solid (TDS) Analysis Date: 07/24/2000

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120417 - Lab pH Analysis Date: 07/25/2000

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

QC S_Lmtary - Page 3 of 5



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatson Americas,inc. QC Summary
555EastWalnut Street _ 6 8 0 3 8
Pasadena,California91101

Tel: 6265686400Fax:6265686324 .-,._./
1800566LABS(18005665227

Foster Wheeler Environmental Corp
(continued)

QC Batch #120423 - Lab pH Analysis Date: 07/26/2000

2007190086 MW-002-020

QC. Batch #120644 - Perchlorate Analysis Date: 07/28/2000

2007190081 MW-002-091

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120885 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000 __w'

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120886 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007190081 MW-002-091

2007190082 MW-002-024
2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020

QC Batch #120887 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007190081 MW-002-091

2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021 __j'
2007190086 MW-002-020
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120994 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007190081 MW-002-091
2007190082 MW-002-024

2007190083 MW-002-023

2007190084 MW-002-022

2007190085 MW-002-021

2007190086 MW-002-020
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(QC batch#: 120109)
Test: Sulfate

QC Type: LCS1

The LCS recovery is within the EPA method limit of 90-110%.

QC Type: LCS2

The LCS recovery is within the EPA method limit of 90-110%.

(QC batch#: 120264)
Test: Fluorotrichloromethane-Freonll

QC Type: LCS1

within methpd QC limits
Test: 4-Bromofluorobenzene

QC Type: MBLK

within methpd QC limits

Comments - Page 1 of 1
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Foster Wheeler Environmental Corp

QC Batch #119975 Hexavalent chromium (Ct VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Ct VI) 0.050 0.050 100.0 78.00 - 118.00

LCS2 Hexavalent chromium (Ct VI) 0.050 0.050 100.0 78.00 - 118.00 0.00

MBLK Hexavalent chromium (Ct VI} ND

MS--2007190084 Hexavalent chromium (Cr VI) 0.050 0.051 102.0 80.00 - 120.00

MSD--2007190084 Hexavalent chromium (Cr VI) 0.050 0.052 104.0 80.00 - 120.00

QC Batch #120031 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Calcium, Total, ICAP 50 51.0 102.0 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 50.9 101.8 85.00 - 115.00 0.20

_._,j MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 50.0 100.0 70.00 - 130.00

MSD Calcium, Total, ICAP 50 49.7 99.4 70.00 - 130.00 0.60

QC Batch #120041 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Potassium, Total, ICAP 20 20.2 101.0 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.3 101.5 80.00 - 110.00 0.49

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 20.0 100.0 80.00 - 120.00

MSD Potassium, Total, ICAP 20 20.2 101.0 80.00 - 120.00 1.00

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120046 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 ( 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 20.2 101.0 ( 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 20.3 101.5 ( 97.00 - 115.00 0.49

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 20.1 100.5 ( 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 20.0 100.0 ( 74.00 - 130.00 0.50

QC Batch #120052 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 ( 0.00 - 0.00 "*'_-_

LCS1 Sodium, Total, ICAP 50 50.8 101.6 { 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 51.0 102.0 ( 94.00 - 112.00 0.39

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 48.0 96.0 ( 82.00 - 114.00

MSD Sodium, Total, ICAP 50 47.4 94.8 ( 82.00 - 114.00 1.3

QC Batch #120104 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07190145 ( 0.00 - 0.00

LCS1 Chloride 25 26.0 104.0 ( 90.00 - 110.00

LCS2 Chloride 25 25.9 103.6 ( 90.00 - 110.00 0.39

MBLK Chloride ND

MS Chloride 25 26.8 107.2 { 80.00 - 120.00

MSD Chloride 25 26.8 107.2 ( 80.00 - 120.00 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. ',_.,._,j/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120107 Nitrate-N by IC

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07190085 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.65 106.0 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.63 105.2 94.00 - 106.00 0.76

MBLK Nitrate-Nby IC ND

MS Nitrate-N by IC 2.5 2.64 105.6 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.65 106.0 85.00 - 118.00 0.38

QC Batch #120109 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits_%) RPD (%)

'_,_ MS Spiked sample Lab # 20 07190085 0.00 - 0.00

LCS1 Sulfate 50 52.3 104.6 95.00 - 104.00

LCS2 Sulfate 50 52.1 104.2 95.00 - 104.00 0.38

MBLK Sulfate ND

MS Sulfate 50 55.2 110.4 97.00 - 112.00

MSD Sulfate 50 55.2 110.4 97.00 - 112.00 0.00

QC Batch #120113 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

DUP-2007190083 Specific Conductance 325 325 ( 0.00 - 20.00 0.0

QC Batch #120130 Alkalinity

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spikedsample Lab # 20 07180029 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 96.8 100.6 ( 96.00 - 107.00

LCS2 Alkalinity 96.2 96.4 100.2 ( 96.00 - 107.00 0.41

' Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 0 3 8
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 ',,._.._/
1800 566 LABS (I B00566 5227)

Foster Wheeler Environmental Corp

(continued)

MBLK Alkalinity ND

MS Alkalinity 96.2 96.4 100.2 ( 80.00 - 120.00 )

MSD Alkalinity 96.2 96.0 99.8 ( 80.00 - 120.00 ) 0.42

QC Batch #120264 Regulated VOCs plus Lists 1&3

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 4.11 102.8 ( 70.00 - 130.00 )

MBLK 1, 1,1, 2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.10 102.5 ( 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.93 98.2 ( 72.00 - 117.00

MBLK 1,1, 2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 4.34 108.5 ( 71.00 - 116.00

MBLK 1,1,2 -Trichloroethane ND i

LCS1 1, 1-Dichloroethane 4 4.89 122.2 71.00 - 125.00 '_,,,.-,,_"

MBLK 1,1-Dichloroethane ND

LCS1 1, 1-Dichloroethylene 4 3.35 83.8 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1, 1-Dichloroethylene 4 3.30 82.5 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 3.87 96.8 70.00 - 130.00 16

LCS1 1,1-Dichloropropene 4 3 .97 99.2 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.81 95.2 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.87 96.8 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 3.87 96.8 76.00 - 114.00

MBLK 1,2,4 -Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.80 95.0 70.00 - 130.00

MBLK 1,2,4 -Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.31 107.7 70.00 - 130.00

MBLK 1,2 -Dichloroethane ND

LCS1 1, 2-Dichloropropane 4 4.29 107.2 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _?

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

LCS1 1,3,5-Trimethylbenzene 4 3.80 95.0 70.00 - 130.00 )

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 8.65 108.1 70.00 - 130.00 )

LCS1 1,3-Dichloropropane 4 4.42 110.5 70.00 - 130.00 )

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.99 99.8 77.00 - 113.00 )

MBLK p-Dichlorobenzene (t,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.25 106.2 70.00 - 130.00 )

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 41.1 102.8 70.00 - 130.00 )

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.80 95.0 70.00 - 130.00 )

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.79 94.8 70.00 - 130.00 )

MBLK p-Chlorotoluene ND

LCSt 4-Methyl-2-Pentanone (MIBK) 40 43.2 108.0 70.00 - 130.00 )

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07180094 0.00 - 0.00 )

LCS1 Benzene 4 4.31 107.7 76.00 - 122.00 )

MBLK Benzene ND

MS Benzene 4 4.20 105.0 70 00 - 130.00 )

MSD Benzene 4 4.28 107.0 70 00 - 130.00 ) 1.9

LCS1 Bromobenzene 4 4.05 101.2 70 00 - 130.00 )

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 2.21 110.5 70 00 - 130.00 )

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.45 111.2 75 00 - 124.00 )

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.32 108.0 70 00 - 117.00 )

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.14 103.5 70.00 - 130.00

MSD Chlorobenzene 4 4.24 106.0 70.00 - 130.00 2.4

LCS1 Carbon Tetrachloride 4 4.16 104.0 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

LCS1 Bromoform 4 4.36 109.0 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.36 109.0 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.38 109.5 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.88 94.0 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride) 2 2.09 104.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 4.39 109.7 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.55 113.8 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.36 109.0 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 4.40 110.0 70.00 - 130.00 '_,_

MBLK Dichloromethane ND

LCSl Ethyl benzene 4 4.28 107.0 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 2.05 102.5 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.50 125.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.66 91.5 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.73 93.2 70.00 - 130.00 )

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.96 99.0 70.00 - 130.00 )

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.69 108.6 74.00 ~ 116.00 )

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.88 97.0 70.00 - 130.00 )

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.70 92.5 70.00 - 130.00 )

MBLK n-Butylbenzene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. ,,_._/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 n-Propylbenzene 4 3.75 93.8 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.30 107.5 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.94 98.5 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.18 104.5 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 3.73 93.2 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.71 92.8 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.41 110.2 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 113 113.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 122 122.0

_ MS 1,2-dichloroethane-d4 100 108 108.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 104 104.0 80.00 - 127.00 3.8

LCS1 Toluene-d8 100 101 101.0 91.00 - 107.00

MBLK Toluene-d8 100 100 100.0

MS Toluene-d8 100 96 96.0 91.00 - 107.00 )

MSD Toluene~d8 100 100 100.0 91.00 - 107.00 ) 4.1

LCS1 4-Bromofluorobenzene 100 98 98.0 86.00 - 115.00 )

MBLK 4-Bromofluorobenzene 100 83 83.0

MS 4-Bromofluorobenzene 100 97 97.0 86.00 - 115.00 )

MSD 4-Bromofluorobenzene 100 93 93.0 86.00 - 115.00 ) 4.2

LCS1 trans-l,2-Dichloroethylene 4 4.06 101.5 70.00 - 130.00 )

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.76 94.0 70.00 - 130.00 )

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.05 101.2 72.00 - 117.00 )

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 4.04 101.0 70.00 - 130.00 )

MSD Trichloroethylene (TCE) 4 4.06 101.5 70.00 - 130.00 ) 0.49

LCS1 Trichlorotrifluoroethane(Freon 2 2.03 101.5 70.00 - 130.00 )

MBLK Trichlorotrifluoroethane(Freon ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.30 107.5 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.22 105.5 70.00- 130.00

MSD Toluene 4 4.24 106.0 70.00- 130.00 0.47

LCS1 Vinyl chloride (VC) 2 1.96 98.0 70.00 - 130.00

MBLK Vinyl chloride(VC) ND

QC Batch #120265 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07200069 0.00 - 0.00

LCS1 Alkalinity 96.2 96.4 100.2 96.00 - 107.00

LCS2 Alkalinity 96.2 97.2 101.0 96.00 - 107.00 0.83

MBLK Alkalinity ND

MS Alkalinity 96.2 97.5 101.4 80.00 - 120.00 _._/_

MSD Alkalinity 96.2 97.9 101.8 80.00 - 120.00 0.41

QC Batch #120291 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

DUP-2007200100 SpecificConductance 1190 1190 ( 0.00 - 20.00 0.0

QC Batch #120312 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP Spiked sample Lab # 20 07190082 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 164 93.7 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 702 100.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlinin,_. ._/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120417 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007200073 Lab pH 7.3 7.3 ( 0.00 - 20.00 0.0

QC Batch #120423 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

DUP-2007200074 Lab pH 7.3 7.3 ( 0.00 - 20.00 0.0

QC Batch #120644 Perchlorate

\
_ QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spikedsample Lab # 20 07200096 0.00 - 0.00

LCS1 Perchlorate 25.0 24.2 96.8 90.00 - 110.00

LCS2 Perchlorate 25.0 24.8 99.2 90.00- 110.00 2.4

MBLK Perchlorate ND

MS Perchlorate 20.0 19.6 98.0 75.00 - 125.00

MSD Perchlorate 20.0 20.7 103.5 75.00 - 125.00 5.5

QC Batch #120885 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07180093 0.00- 0.00

LCS1 Iron, Total, ICAP/MS 500 527 105.4 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 519 103.8 85.00 - 115.00 1.5

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 522 104.4 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 498 99.6 70.00 - 130.00 4.7

%_, Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(continued)

QC Batch #120886 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00 )

LCS1 Chromium, Total, ICAP/MS 100 96 96.0 85.00 - 115.00 )

LCS2 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00 ) 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 93 93.0 77.00 - 119.00 )

MSD Chromium, Total, ICAP/MS 100 91 91.0 77.00 - 119.00 ) 2.2

QC Batch #120887 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 ( 0.00 - 0.00 ) "_/

LCS1 Lead, Total, ICAP/MS 20.0 19.6 98.0 87.00 - 108.00 )

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 87.00 - 108.00 ) 0.51

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.2 101.0 75.00 - 119.00 )

MSD Lead, Total, ICAP/MS 20.0 19.8 99.0 75.00 - 119.00 ) 2.0

QC Batch #120994 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 ( 0.00 - 0.00 )

LCS1 Arsenic, Total, GF 0.020 0.0201 100.5 ( 85.00 - 115.00 )

LCS2 Arsenic, Total, GF 0.020 0.0200 100.0 ( 85.00 - 115.00 ) 0.50

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0199 99.5 ( 70.00 - 130.00 )

MSD Arsenic, Total, GF 0.020 0.0196 98.0 ( 70.00 - 130.00 ) 1.5

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. '._/_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES _ _ _ ' _ _ E _ TM _ _ _ _ _ _ _ _ _ _ _ r _ _ _

A division of Montgomery Watson Americas, lnc

August 26. 2000

'_"" Mark Cutler
Foster Wheeler Environmental. Inc
1940 E Deere St, Ste 200
Santa Aha. Ca 92705

Report # 68096 (MV¢-002-092. MW-002-093. MW-002-037, MW-002-036. MW-002-035. MW-002-034.
MW-O02-033 )

Sampled: July 20. 2000

Dear Mark.

Enclosed please find data deliverables for the recent JPL project. A detailed quality, control (QC) summary
follows:

Non-conformance (LCS. MS.lSD. Surrogates. and Holding Times)
EPA 5242: The LCS for fluorotrichloromethane recovered above in-house limits The recovery is
within method limits of 70-130°,'0. The results are reported without qualification.
EPA 524.2: The recove W for 4-bromofluorobezene. in the method blank, recovered outside method
limits. The recover,,' is within method limits. The results are reported without qualification.
EPA 300.0: The LCS for sulfate and nitrate recovered above in-house limits. The recover 5, is within
method limits of90-110%.
EPA 200.7: The MS for Sodium recovered below in-house limits. The recovery is _a.ithinmethod

limits of 70-130%. Results are reported without qualification.
Samples requiring dilution (with increased MRL's):

'_, MW-002-033. -034, -035, -036 was diluted for anions
Method blanks with compounds detected:

None
Comments:

None

Summary. of LEVEL IV detected parameters:
1.1-dichloroethane was detected in MW-002-033
Chloroform was detected in N_;-002-093. -035. -034
Tetrachloroethvlene was detected in MW-002-034
Trichloroethvlene was detected in MW-002-035, -034
Perchlorate was detected in MW-002-036, -035, -034, -033

TIC's:
None

Method Variation:

TIC's are reported only if the final result is >0.5ug/L
Additional Comments:

None

mcereLv; . , // /
·' /. '/ t_' j-'

Frar_k :/'_Debbie

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestServiceCenter NorthernCaliforniaServicegenter Southerngalifornia ServiceCenter
55F.:'ast '&a',r_t Street 4525S '_,'¢e:_clerDrve-$urtei ! i !340 TreatBoulevard-Su',te30C 30 CorporatePark-Suite303
PasadenaSaii'ornia91ici Tem,_eAr:zcna85282 WalnutCreek.Caiiforn;a94596 trv;r:e,Califorma92606
TeL625568640C %! 6C2748i448 Tel 9252742.322 %!49492221845
Fax:6265figC324 Fax:5027481450 Fax:9259451750 Fax:9492221649



FOSTERWHEELERENVIRONMEMTALCORPORATION(t(_(o

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS
PAGE OF

PROJECTPROJECTADDRESS / L]2OFSNO. o FlammableHAZARD IDENTIFICATION TIME REQUIRED _,_11f_'l__"J__,ll; "__//;__ ' - .

_' ¢_" __%'%{Z. ¢-._$\ 2_ Non Hazard [;_" Reactive [_ NORMAL [__ DAYS ._ ,[] Toxic [] _;-'¢.lrdr_,_

r-JiN. (.._ Skin Irritant [] Infectious []

£/_._LD,_' 'L._A_L_. (_'._,,.¢_'4_ _---. {'_i_4_Z;=,_.SAMPLER(Signa_) RusHE] ....... DAYS ..l_l_.
SAMPLER(Name) ,/_,,_ ANALYSES REQUIRED

SAMPLE TIME DATE NUMBER CONTAINER SAMPLE MATERIAL k., -' _ _* ,r .... _..

OF OTHER C_ ,_ _- · %,._ _. _.NUMBER COLLECTED COLLECTED CONTAINERS SIZE(S) WATER SOIL (Describe) _ _' [,_Jlli[m _ _,_v"----[l_, _t_ r_I_NL_

....... f'/_;,/OO 2.,_ _¢1_-3'(' '_ '-3-_(?,_-::,, J,-*I ¢./' t/_ , / _¢_

· ,%'t!_,,

LABORATORYINSTRUCTIONS/COMMENTS _*l ._ '_.._ ;_._,I__ _G___.'_-_

cOMPANY.... /(,,I. L, ) . 'rIME i
d ,



MONTGOMERY LA3ORATORIF_ COOI.r-R R£Cr-IFI' FORM

,Roller: _ &L3SL_Ch' orate Rece,,ed:..?-_-OQ .....
USe other s_de of this form to note further t_etails comcerninl{ c_eclg.ln proalems .
and to cteserJoe an r a¢:JOn{S) re_ardi-_ _e re$oJu_iants} oi prootems.

A. pRIrLLMZNARy £XAMZNATTON: Dste cooler d: ' _- 7._--(_(") .

I. Did cooler come wlt_ s::ippio! 5lip {air bill. . Yes _)Ir YrS. at=ca & e:tter carrier amd tit bill Jr bert:
i ,

2. Were custocly $ea_ on outside of cooler: ¥_ Na,,vr.s... =., -,e.: Z
If Yes. cater flag fallowing: seal cate: _-'L_)-C_. semi name:

3. Were c_tody seals u,,l_roken & intact at deliver?: Y_'_ No

.I. %¥ere custody papers Scaled ia bag & taped to lid.q Yes

f. Were custody papers filled out property (ink. cte. l _ .No

6. Did you silo c'-'stody papers ia appropriate pilee: _ No

7. WaS project identifiable from cgstody _apers? _ N Q

1. Eave _esignated person[s) initial t_ actnovJedge receipt: ,_t,O (dlte_ v-_'°a

B. LOG-IN PEA.SE: Date _amples _ere logzed-ia"-!"_ -_=>''_

(print} _ .c_ /.z_ (sign) A by:
/

9. Describe pacting: _.////

LO. If required. 1'nS enough ice ustd: Y_i .Wo ?ZAP' /c:_ 7%

1I. Were all bottles sealed ia separa:e plutic bats? _ N o

I_. Did all bottles arrive uabroltentin ggHad condition? es '¢o

13. Were all bottle labels complete (ID.clatc._:tn.pres$? ',o

I4. Did all bottle labels agree ',-itt castody papers: _ '_ oIf NO. indicate descrepancies on bact.

ii. Were correct containers useed for the aaalyteS? _e No16. Were correct prtservatsves used -,hen required? _o

17. Was sufficient amount of sample sent for testg? lye, ss No
IZ. ltubbles at:sent in VOA viaL%: No "_'--J

If NO. l_t by sample id on bacg.

19. Was Client 5ervtees :nformed of problems? Yes N o
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas.Inc. Data Report
555EastWalnut Street # 6 8 0 9 6
Pasadena,California91101

-,_,.,,-.' TeI: 6265686400Fax:6265686324
1800566LABS(18005665227)

Foster Wheeler Environmental Corp Samples Received
Mark Cutler 07/20/00
1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Aha , CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-092 (2007200094) Sampled on 07/20/00 08:15

Regulated VOCs plus Lists 1&3

07/26/00 12:00 120599 ML/EPA 524.2 !,l,l,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trich!oroethane ND ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,!-Dichloroethylene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,!-Dichioropropene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3~Trichlorobenzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 !,2,3-Trichloropropane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 !,2,4-Trichlorobenzene ND ug/t 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524;2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/'26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloroprcpane ND ug/1 0.50 1

07/26,/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 ) o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Bromomethane {Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) cis-l,2~Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Chlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Carbon Tetrachloride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) cis-!,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Bromofcrm ND ug/1 0.50 1

Data Report - Page 1 of 17



_) Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Strset # 6 8 0 9 6
Pasadena. California 91101

Te _: 626 568 6400 Fax: 626 568 6324 _'_'/

1 800 566 LAB S (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method A_nalyte Result Units MRL Di!uticn

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) N_ ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 t

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/! 0.50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodif!uoromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene _ ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Prcpylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene N_ ug/l 050 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0.50 !

07/26/00 12:00 120599 ML/EPA 524.2 trans-!,2-Dichloroethylene ND ug/t 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Preon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate 1,2-Dichloroethane-d4 105 % Rec

Surrogate 4-Bromcfluorobenzene 100 % Rec

Surrogate To!uene-d8 97 % Rec

Data Report - Page 2 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data _=m__°-_r_
a Division of Montgomery Watson Americas. Inc.

525EastWal.utStra.t # 6 8 0 9 6
Pasadena, California 91101

"_..-..m.._ Te_: 626 268 6400 Fax: 626 568 6324

1 800 566 LABS ( 1 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method knalyte Result Units MRL Dilution

MW-002-093 (2007200095) Sampled on 07/20/00 08:55
08/01/00 08/03/00 12:00 120994 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/28/00 12:00 120644 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/01/00 08/02/00 12:00 120886 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/20/00 03:51 120095 ( ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

08/01/00 08/02/00 12:00 120887 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
07/26/00 12:00 120599 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,i-Trichloroethane NqD ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 !,l-Dichloroethane NqD ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1~Dichloroethylene ND ug/l 0.50 1

:\,,_q_/ 07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane .ND ug/1 0.50 1

07/26/00 12:00 120599 ML/BPA 524.2 ) 1,2-Dichleroprcpane ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,3-Dich!oropropane ND ug/1 0.50 1

07/26/00 12: 00 120599 ML/EPA 524.2 ) p-Dichlcrobenzene (I, 4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 2-Bucanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 ) o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichioroethylene ND ug/1 0.50 I

07/26/00 12:00 120599 ML/EPA 524.2 Chiorobenzene ND u9/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachloride ND u9/1 0.50 1

%
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, inc. :Data Report
555 East Walnut Street _ 68096
Pasadena. California 91101

Tel: 626 558 6400 Fax: 626 568 6324 _._J'

1 800 566 LABS (1 800 566 5227}

Foster Wheeler Environmental Corp
(continued)

Prepared _nalyzed QC Batch# Method _alyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichloroprcpene ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) 2.1 ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoch!oromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/! 0 50 1

07/26,/00 12:00 120599 ML/EPA 524.2 Dich!oromethane ND ug/1 0 50 1

07/26/'00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 t

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 _'_/

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/! 0.50 1

07/26/00 12:00 120599 { ML/EPA 524.2 Tetrachlcroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 p-Isoprcpyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE} ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-i,3-Dichloropropene ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate !,2-Dichloroethane-d4 102 % Rec

Surrogate 4-Brcmofluorobenzene 95 % Rec

iz
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas. inc. Data Report
555 East Walnut Street _ 6 8 0 9 6

, Pasadena, California 91101

_.-._' Tel: 625 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227

Foster Wheeler Environmental Corp
(conuinued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

Surrogate ) Toluene-d8 99 % Rec

MW-002-037 (2007200096) Sampled on 07/20/00 08:40
07/24/00 12:00 120265 SM2320B/E310.1) Alkalinity 133 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 ) Anion Sum 3.25 meq/1 0.0010 1

08/01/00 08/11/00 12:00 120994 S3113B/5200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120163 ML/EPA 200.7 ) Calcium, Total, ICAP 17 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 ) Cation Sum 3.45 meq/1 0.0010 1

07/21/00 12:00 120187 ML/EPA 300 ) Chloride 8.66 mg/1 1.0 1

07/28/00 12: 00 120644 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as CO3, Calculated 4.14 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/20/00 03:51 120095 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/24/00 12:00 120291 ML/S2510B ) Specific Conductance 290 umho/cm 4.0 1

00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS 125 ug/1 100 1

:Y_ 07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 160. mg/1 0.0010 1

07/21/00 07/21/00 12:00 120171 ML/EPA 200.7 ) Potassium, Total, ICAP 2.0 mg/1 1.0 1

07/21/00 07/21/00 12:00 120175 ML/EPA 200.7 ) Magnesium, Total, ICAP 13 mg/1 0.10 1

07/21/00 07/21/00 12:00 120179 ML/EPA 200.7 ) Sodium, Total, ICAP 34 mg/1 1.0 1

07/21/00 12:00 120190 ML/EPA 300.0 ) Nitrate-N by IC 0.13 mg/1 0.10 1

08/01/00 08/02/00 12:00 120887 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120423 S4500I{B/5150.1) Lab pH 8.6 Units 0.0010 1

07/21/00 12:00 120191 ML/EPA 300.0 ) Sulfate 16.2 mg/1 2.0 1

07/24/00 12:00 120312 SM2540C/E160.1) Total Dissolved Solid (TDS) 200 mg/1 10 1

Regulated VOCs plus Lists l&3
07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,1,i-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,1,2,2-Te_rachloroethane ND ug/1 0.50 t

07/26,/00 12:00 120599 ( ML/EPA 524.2 ) 1,1,2-Triohloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,1-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,!-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,1-Dichicropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/25/00 12:00 120599 ( ML/EPA 524.2 ) 1,2,3-Trichlorcpropane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) !,2,4-Trichlorobenzene ND ug/1 0.50 1

Data Report - Page 5 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data _mvu=e---r_a Division of Montgomery Watson Americas, inc.

555 East Walnut Street _6 8 0 9 6
Pasadena, California 91101

Tel: 62B 568 6400 Fax: 626 568 6324

1 800 566 LABS ( 1 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trime:hylbenzene ND ug/i C.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/! 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12: 00 120599 ML/EPA 524.2 4-Methy!-2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/t 0.50 1

07/26/00 12:00 120599 __/EPA 524.2 Chlorobenzene ND ug/1 0.50 !

07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform {Trichloromethane) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlcroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane _qD ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodi f luoromet hane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND uc/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/26/00 12: 00 120599 ML/EPA 524.2 m-Dichlorobenzene {I, 3-DCB) ND ug/1 0 .50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xytenes ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data .-,=_.,,_,.._"_r _
a Division of Montgomery Watson Americas, Inc.
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1 800 556 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene {1,2-DCB} ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethytene (PCE) ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/l 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorctrifluoroethane(Freon ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC} ND ug/1 0 30 1

EPA 524.2 NOT DETECTED ND 1

:'_,w Surrogate 1,2-Dichloroethane-d4 100 % Rec

Surrogate 4-Bromo f luorobenzene 97 % Rec

Surrogate Toluene-d8 97 % Rec

MW-002-036 (2007200097) Sampled on 07/20/00 10:20
07/24/00 12:00 120265 SM2320B/E310.1) Alkalinity 155 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 5.72 meq/1 0.0010 1

08/01/00 08/11/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120163 ML/EPA 200.7 Calcium, Total, ICAP 58 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 5.98 meq/1 0.0010 1

07/21/00 12:00 120187 ML/EPA 300 Chloride 40.9 mg/1 1.0 1

07/28/00 12:00 120644 CADHS/EPA314 Perchlorate 4.2 ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as C03, Calculated 1.54 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/20/00 03:51 120095 ML/SW 7196 ) Eexavalent chromium (Ct VI) ND mg/1 0.005 1

07/24/00 12:00 120291 ML/S2510B ) Specific Conductance 525 umho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 188. mg/1 0.0010 1

07/21/00 07/21/00 12:00 120171 ML/EPA 200.7 ) Potassium, Total, ICAP 2.0 mg/1 1.0 1

07/21/00 07/21/00 12:00 120175 ML/EPA 200.7 ) Magnesium, Total, ICAP 21 mg/1 0.10 1

07/21/00 07/21/00 12:00 120179 ML/EPA 200.7 ) Sodium, Total, ICAP 30 mg/1 1.0 i
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, inc. Data Report
555 East Walnut Street # 6 8 0 9 6
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Te I: 626 568 WOO Fax: 626 568 6324 "_'_'_'

1 800 566 LABS (1 800 566 6227

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/21/00 12:00 120190 ( ML/EPA 300.0 ) Nit.rate-N by IC 11.2 mg/1 0.20 2

08/01/00 08/02/00 12:00 120887 { EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120424 (S4500HB/E150.1) Lab pH 8.1 Units 0.0010 !

07/21/00 12:00 120191 ( ML/EPA 300.0 ) Sulfate 31.9 mg/1 2.0 1

07/24/00 12:00 120312 (SM2540C/E160.1) Total Dissolved Solid (TDS) 360 mg/1 10 1

Regulated VOCs plus Lists 1&3

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 !

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 1,2-Dichloropropane ND Ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 t,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane .ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB} ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chloroto!uene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/t 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide} ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-!,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 I
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Foster Wheeler Environmental Corp
(continued)

Prepared _alyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) N_ ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane{Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 t

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/l 0.50 !

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/E524,2/624 Dichlorodifiuoromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonl! ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Iscpropytbenzene N_ ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

_' 07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene N_ ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene _ ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Xyiene ND ug/1 0,50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrach!oroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 p-Isopropyltoluene ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-D1chloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate 1,2-Dichloroethane-d4 91 % Rec

Surrogate 4-Bromofluorobenzene 101 % Rec

Surrogate Toluene-d8 97 % Rec
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Foster Wheeler Environmental Corp

(cont inued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

MW-002-035 (2007200098) Sampled on 07/20/00 11:35
07/24/00 12:00 120265 SM2320B/E310.1) Alkalinity 203 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 10.7 meq/1 0.0010 1

08/01/00 08/10/00 12:00 120994 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120163 ML/EPA 200.7 Calcium, Total, ICAP 110 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 11.2 meq/1 0.0010 1

07/21/00 12:00 120187 ML/EPA 300 Chloride 101 mg/1 2.0 2

07/28/00 12:00 120644 CADHS/EPA314 Perchlorate 7.5 ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as CO3, Calculated 1.61 mg/1 0.0010 1

08/01/00 08/02/00 12:00 120886 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/20/00 03:51 120095 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/24/00 12:00 120291 ML/S2510B ) Specific Conductance 925 un%ho/cm 4.0 1

08/01/00 08/02/00 12:00 120885 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 247. mg/1 0.0010 1

07/21/00 07/21/00 12:00 120171 ML/EPA 200.7 ) Potassium, Total, ICAP 2.8 mg/1 1.0 1 _"---_J_

07/21/00 07/21/00 12:00 120175 ML/EPA 200.7 ) Magnesium, Total, ICAP 47 mg/1 0.10 1

07/21/00 07/21/00 12:00 120179 ML/EPA 200.7 ) Sodium, Total, ICAP 40 mg/1 1.0 1

07/21/00 12:00 120190 ML/EPA 300.0 ) Nitrate-N by IC 13.6 mg/1 0.20 2

08/01/00 08/02/00 12:00 120887 BPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120424 S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/21/00 12:00 120191 ML/EPA 300.0 ) Sulfate 137 mg/1 4.0 2

07/24/00 12:00 120312 SM2540C/E160.1) Total Dissolved Solid (TDS) 710 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/26/00 12:00 ,120599 ML/EPA 524.2 ) 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) !,l,l-Tr_/chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 } 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,1,2-Trichlcroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,1-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,1-Dichloroethylene ND u9/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,2,3-Trichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,2,4-Trichtorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 1,2,4-Trime_hylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/l 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Ch!orotoluene ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0,50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07,/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

'_,z 07/26/00 12:00 120599 ML/EPA 524.2 Carbon Te_rachloride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichleropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Chloroform (Trichloromethane) 0.5 ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Chloroe[hane ND ug/i 0.50 1

07/25/00 12:00 120599 ( ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Dibromomethane ND uc/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Brcmcdichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) Ethyl benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/E524.2/624 ) Dichlorodifluoromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Hexachlorobutadiene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Isopropylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/'26/00 12:00 120599 ML/EPA 524.2 ) m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) n-Propylbenzene ND ug/1 0.50 !
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Foster Wheeler Environmental Corp
(continued )

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/i 0.50 !

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene N_ ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) 0.7 ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC} ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate 1,2-Dichloroethane-d4 105 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec _'_/

Surrogate Toluene-d8 99 % Rec

MW-002-034 (2007200099) Sampled on 07/20/00 12:35

07/24/00 12:00 120265 SM2320B/E310.1) Alkalinity 209 mc/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 12.9 maq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120163 ML/EPA 200.7 Calcium, Total, ICAP 140 mC/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 12.7 meq/1 0.0010 1

07/21/00 12:00 120187 ML/EPA 300 Chloride 123 mc/1 2.0 2

07/28/00 12:00 120644 CADHS/EPA314 Perchlorats 4.9 ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1 Carbonate as CO3, Calculated 0.331 mc/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 Chromium, Total, ICAP/MS ND ug/1 10 1

07/20/00 03:51 120095 ML/SW 7196 Hexavatent chromium (Cr VI) ND mc/1 0.005 1

07/24/00 12:00 120291 ML/S2510B Specific Conductance 1110 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 Iron, Total, ICAP/MS 190 ug/1 100 1

07/27/00 05:28 (SM2320B/E310.1) Bicarbonate as HCO3,calculated 255. mc/1 0.0010 1

07/21/00 07/21/00 12:00 120171 ( ML/EPA 200.7 ) Potassium, Total, ICAP 2.2 mc/1 1.0 1

07/21/00 07/21/00 12:00 120175 ( ML/EPA 200.7 ) Magnesium, Total, ICAP 51 mc/1 0.10 1

07/21/00 07/21/00 12:00 120179 ( ML/EPA 200.7 ) Sodium, Total, ICAP 34 mg/1 1.0 1

07/21/00 12:00 120190 ( ML/EPA 300.0 ) Nitrate-N by IC 16.4 mc/1 0.20 2
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, inc.

555 East Walnut SWeet # 6 8 0 9 6
Pasadena, California 91101
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Foster Wheeler Envmronmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

06/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120424 (S4500HB/E150.1) Lab pH 7.3 Units 0.0010 1

07/21/00 12:00 120191 ( ML/EPA 300.0 ) Sulfate 194 mg/1 4.0 2

07/24/00 12:00 120312 (SM2540C/E160.1) Total Dissolved Solid (TDS) 750 mg/1 10 1

Regulated VOCs plus Lists l&3
07/26/00 12:00 120599 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,i-Trichlor0ethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethane ND ug/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethytene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

\
07/26/00 12:00 120599 ML/EPA 524.2 i,2,4_Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichioroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 t,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 1,3-Dich!oropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) p-Dich!orobenzene (I,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 2,2-Dlchloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 ) o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) p-Chlcrotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) 4-Methyl~2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/BPA 524.2 ) Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/BPA 524.2 ) Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) cis-i,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Chlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Carbon Tetrachloride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) cis-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Bromoform ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Chloroform (Trichloromethane) 0.5 ug/1 0.50 1
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Pasadena, California 91101
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) _ ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene _ ug/i 0.50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluoro_richloromethane-Freonll ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 !

07/26/00 12:00 120599 ML/EPA 524.2 isoprcpytbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 j

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _'_'_/

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene N_ ug/1 0.50 !

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethylene (PCE) 0.8 ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Iscpropyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Styrene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 } trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) tert-Butylbenzene ND ug/t 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Trichioroethy!ene (TCE) 1.7 ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Trichlorctrifluoroethane(Freon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) trans-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 i Vinyl chlorlde (VC) ND ug/1 0.30 1

EPA 524.2 ) NOT DETECTED ND 1

Surrogate ) 1,2-Dichloroethane-d4 102 % Rec

Surrogate ) 4-Bromofluorobenzene 101 % Rec

Surrogate ) Toluene-d8 98 % Rec
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC BatchffMethod Analyte Result Units MRL Dilution

MW-002-033 (2007200100) Sampled on 07/20/00 01:25
07/24/00 12:00 120265 SM2320B/E310.1) Alkalinity 171 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 14.0 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120163 ML/EPA 200.7 Calcium, Total, ICAP 150 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 13.8 meq/1 0.0010 1

07/21/00 12:00 120187 ML/BPA 300 Chloride 143 mg/1 2.0 2

07/28/00 12:00 120644 CADHS/EPA314 Perchlorate 4.2 ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as C03, Calculated 0.215 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/20/00 03:51 120095 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/24/00 12:00 120291 ML/S2510B ) Specific Conductance 1190 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 450 ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 209. mg/1 0.0010 1

_/00 07/21/00 12:00 120171 ML/EPA 200.7 ) Potassium, Total, ICAP 2.3 mg/1 1.0 1

07/21/00 07/21/00 12:00 120175 ML/EPA 200.7 ) Magnesium, Total, ICAP 52 mg/1 0.10 1

07/21/00 07/21/00 12:00 120179 ML/EPA 200.7 ) Sodium, Total, ICAP 45 mg/1 1.0 1

07/21/00 12:00 120190 ML/EPA 300.0 ) Nitrate-N by IC 16.7 mg/1 0.20 2

08/02/00 08/02/00 12:00 120976 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120424 S4500HB/E150.1) Lab pH 7.2 Units 0.0010 1

07/21/00 12:00 120191 ML/EPA 300.0 ) Sulfate 255 mg/1 4.0 2

07/24/00 12:00 120312 SM2540C/E160.1) Total Dissolved Solid (TDS) 960 mg/1 10 1

Regulated VOCs plus Lists l&3
07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1 1,1,2-Te_rachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1 1,1-Trich!oroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1 1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1 1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1 !-Dichioroethane 1.0 ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1 l-Dichl©roethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1 1-Dich!oropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,_,3-.richtorobenzene ND ug/1 0.50 1

107/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,2,3-Trich.oropropane ND ug/1 0.50 1

m07/26/00 12:00 120599 ( ML/EPA 524.2 ) i,2,4-.richlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 ) 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichioroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 !

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) _D ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichlcropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butancne (MEK) ND ug/! 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorosoluene ND ut/! 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND uq/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 _ /
07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachtoride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/26/00 12: 00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) ND ut/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ut/1 0.50 1

C7/26/00 12:00 120599 ML/EPA 524.2 ) Chioromethane(Methyl Chlcride) ND ug _ _ 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Dibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichl orodi f luoromethane ND ut/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/26/00 12: 00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ut/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Diluticn

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/l 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachtoroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/i 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroechylene (TCE) ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0 50 !

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NOTDETECTED ND 1

Surrogate 1,2-Dichloroethane-d4 102 % Rec

_' Surrogate 4-Bromofluorobenzene 112 % Rec

Surrogate Toluene-d8 98 % Rec
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Foster Wheeler Environmental Corp

QC Batch #120095 - Hexavalent chromium (Cr VI) Analysis Date: 07/20/2000

2007200095 MW-002-093

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120163 - Calcium, Total, ICAP Analysis Date: 07/21/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

_,_

QC Batch #120171 Potassium, Total, ICAP Analysis Date: 07/21/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120175 - Magnesium, Total, ICAP Analysis Date: 07/21/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120179 - Sodium, Total, ICAP Analysis Date: 07/21/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

,___, 2007200100 MW-002-033
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120187 - Chloride Analysis Date: 07/21/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035
2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120190 - Nitrate-N by IC Analysis Date: 07/21/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034 i
2007200100 MW-002-033 <_-_/

QC Batch #120191 - Sulfate Analysis Date: 07/21/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120265 - Alkalinity Analysis Date: 07/24/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120291 - Specific Conductance Analysis Date: 07/24/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034
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MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas,inc. QC Su_-,Lary
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Foster Wheeler Environmental Corp
(continued)

2007200100 MW-002-033

QC Batch #120312 - Total Dissolved Solid (TDS) Analysis Date: 07/24/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120423 - Lab pH Analysis Date: 07/26/2000

2007200096 MW-002-037

_-___atch #120424 - Lab pH Analysis Date: 07/26/2000

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120599 Regulated VOCs plus Lists l&3 Analysis Date: 07/26/2000

2007200094 MW-002-092

2007200095 MW-002-093

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch #120644 - Perchlorate Analysis Date: 07/28/2000

2007200095 MW-002-093

2007200096 MW- 002- 037

2007200097 MW-002-036

2007200098 MW-002-035
2007200099 MW-002-034

2007200100 MW-002-033
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Foster Wheeler Environmental Corp
(continued)

QC Batch %120885 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

QC Batch #120886 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007200095 MW-002-093

2007200096 MW-002-037
2007200097 MW-002-036

2007200098 MW-002-035

QC Batch #120887 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000 '_J

2007200095 MW-002-093

2007200096 MW-002-037

2007200097 MW-002-036

2007200098 MW-002-035

QC Batch #120972 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch %120975 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007200099 MW-002-034

2007200100 MW-002-033

QC Batch %120976 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

200720.0099 MW-002-034

2007200100 MW-002-033
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Summary
555 East Walnut Street _ 6 8 0 9 6
Pasadena, California 91101

_._._ Tel: 626 568 6400 Fax: 626 568 6324
1800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120994 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007200095 MW-002-093

2007200096 MW-002-037

2007200097 954-002-036

2007200098 MW-002-035

QC Batch #120995 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007200099 MW-002-034

2007200100 MW-002-033

QC Summary - Page 5 of 5



(_ MONTGOMERY LABORATORIES

ReportWATSON
a Divisionof MontgomeryWatsonAmericas,inc. Comment s
555EastWalnutStreet # 6 8 0 9 6
Passdena,California91101
Tel: 6265686400Fax:6265686324
1800566LABS(1SD05665227)

(QC batch#: 120179)
Test: Sodium, Total, ICAP

QC Type: MS
The MS recovery is within the EPA method limit of 70-130%.

(QC batch#: 120190)

Test: Nitrate-N by IC

QC Type: LCS1

The LCS recovery is within the EPA method limit of 90-110%.

(QC batch#: 120191)
Test: Sulfate

QC Type: LCS1

The LCS recovery is within the EPA method limit of 90-110%.

QC Type: LCS2

The LCS recovery is within the EPA method limit of 90-110%.

Co_LmLents - Page 1 of 1
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 0 9 6
Pasadena, California 91101

"'-,,_.J Te_: 626 568 6400 Fax: 626 568 6324

1800 566 LABS {! 800 566 5227

Foster Wheeler Environmenta! Corp

QC Batch #120095 Hexavalent chromium (Or VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavalent chromium (Ct VI) 0.050 0.050 100.0 ( 78.00 - 118.00

LCS2 Hexavalent chromium (Ct VI) 0.050 0.050 100.0 ( 78.00 - 118.00 0.00

MBLK Hexavalent chromium (Cr VI) ND

MS--2007200098 Hexavalent chromium (Cr VI) 0.050 0.049 98.0 ( 80.00 - 120.00

MSD--2007200098 Hexavalent chromium (Cr VI) 0.050 0.050 100.0 ( 80.00 - 120.00

QC Batch #120163 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07200069 ( 0.00 - 0.00

LCS1 Calcium, Total, ICAP 50 50.5 101.0 { 85.00 - 115.00

LCS2 Calcium, Total, ICAP 50 50.4 100.8 85.00 - 115.00 0.20

_-_,*/ MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 43.8 87.6 70.00 - 130.00 )

MSD Calcium, Total, ICAP 50 46.1 92.2 70.00 - 130.00 ) 5.1

QC Batch #120171 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07200069 0.00 - 0.00 )

LCS1 Potassium, Total, ICAP 20 20.0 100.0 80.00 - 110.00 )

LCS2 Potassium, Total, ICAP 20 20.2 101.0 80.00 - 110.00 ) 1.00

MBLK Potassium,Total, ICAP ND

MS Potassium, Total, ICAP 20 18.8 94.0 80.00 - 120.00 )

MSD Potassium, Total, ICAP 20 19.4 97.0 80.00 - 120.00 ) 3.1

_\ Spikes which exceed Limits and Method Blanks with positive results are highlighted bY Underlining.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas. Inc. QC Report
555 East Walnut Street # 6 8 0 9 6
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 _"_"'

1800 566 LABS (1 800 566 5227}

Foster Wheeler Environmental Corp
(continued)

QC Batch #120175 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07200069 ( 0.00 - 0.00 )

LCS1 Magnesium, Total, ICAP 20 20.1 100.5 97.00 - 115.00 )

LCS2 Magnesium, Total, ICAP 20 20.1 100.5 97.00 - 115.00 0.00

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 17.4 87.0 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 18.6 93.0 74.00 - 130.00 6.7

QC Batch #120179 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%) i

MS Spiked sample Lab # 20 07200069 0.00 - 0.00

LCS1 Sodium, Total, ICAP 50 50.4 100.8 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 50.4 100.8 94.00 - 112.00 0.00

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 39.6 79.2 82.00 - 114.00

MSD Sodium, Total, ICAP 50 44.3 88.6 82.00 - 114.00 11

QC Batch #120187 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07200100 ( 0.00 - 0.00

LCS1 Chloride 25 26.2 104.8 ( 90.00 - 110.00

LCS2 Chloride 25 25.8 103.2 90.00 - 110.00 1.5

MBLK Chloride ND

MS Chloride 25 25.6 102.4 80.00 - 120.00

MSD Chloride 25 25.2 100.8 80.00 - 120.00 1.6

/
Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 0 9 6

Pasadena, California 91101

'_ Te t: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120190 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07200100 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.67 106.8 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.63 105.2 94.00 - 106.00 1.5

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.51 100.4 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.51 100.4 85.00 - 118.00 0.00

QC Batch #120191 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

'_ MS Spiked sample Lab # 20 07200100 0.00 - 0.00

LCS1 Sulfate 50 52.8 105.6 95.00 - 104.00

LCS2 Sulfate 50 52.2 104.4 95.00 - 104.00 1.1

MBLK Sulfate ND

MS Sulfate 50 52.6 105.2 97.00 - 112.00

MSD Sulfate 50 52.5 105.0 97.00 - 112.00 0.19

QC Batch #120265 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07200069 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 96.4 100.2 ( 96.00 - 107.00

LCS2 Alkalinity 96.2 97.2 101.0 96.00 - 107.00 0.83

MBLK Alkalinity ND

MS Alkalinity 96.2 97.5 101.4 80.00 - 120.00

MSD Alkalinity 96.2 97.9 101.8 80.00 - 120.00 0.41

_L

% , Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Te I: 626 558 6400 Fax: 626 568 6324 '_--_/

1800 566 LABS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

QC Batch #120291 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007200100 Specific Conductance 1190 1190 ( 0.00 - 20.00 0.0

QC Batch #120312 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DU1m Spikedsample Lab # 20 07190082 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 164 93.7 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 702 100.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #120423 Lab pH

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

DUP-2007200074 Lab pH 7.3 7.3 ( 0.00 - 20.00 0.0

QC Batch #120424 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007210219 Lab pH 8.0 8.0 ( 0.00 - 20.00 0.0

QC Batch #120599 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 3.72 93.0 ( 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethans ND

LCS1 1,1,1-Trichloroethane 4 4.01 100.2 ( 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.

QC Report - Page 4 of 11



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street _ 6 8 0 9 6

Pasadena, California 91101

'_w,,_ Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCSi 1,1,2,2-Tetrachloroethane 4 3.63 90.8 72.00 - 117.00

MBLK i,!,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 3.76 94.0 71.00 - 116.00

MBLK t,l,2-Trichloroethane ND

LCS! 1,1-Dichloroethane 4 4.01 100.2 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 4.24 106.0 70.00 - 130.00

MBLK 1,1-Dichloroethy!ene ND

MS !,i-Dichloroethylene 4 4.14 103.5 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 4.07 101.8 70.00 - 130.00 1.7

LCS1 1,1-Dichloropropene 4 3.67 91.8 70.00 - 130.00

MBLK 1,l-Dichioropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.72 93.0 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS! 1,2,3-Trichloropropane 4 3.60 90.0 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

_ LCS1 1,2,4-Trichlorobenzene 4 3.68 92.0 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCSi 1,2,4-Trimethylbenzene 4 3.78 94.5 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 3.88 97.0 70.00 - 130.00

MBLK 1,2-Dichloroethane _

LCSi 1,2-D!chloropropane 4 3.77 94.2 77.00 - 122.00

MBLK 1,2-Dichloropropane N_

LCS1 1,3,5-Trimethylbenzene 4 3.78 94.5 70.00 - 130.00 )

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 7.44 93.0 70.00 - 130.00 )

LCSI 1,3-Dichloropropane 4 3.73 93.2 70.00 - 130.00 )

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.68 92.0 77.00 - 113.00 }

MBLK p-Dlchlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 3.98 99.5 70.00 - 130.00 )

MBLK 2,2-Dichloropropane ND

LCS1 2-Bu_anone (MEK) 40 38.3 95.7 70.00 - 130.00 )

MBLK 2-Butanone (MEK) ND

LCS1 o-Chlorotoluene 4 3.74 93.5 70.00 - 130.00 )

, Spikes which exceed Limits and Method Blanks with positive results are highlichted_ by Underlininq.
Criteria for MS and DUP are advisory only, bahch control is based on LCS. Criteria for duplicates

are advisor}' only, unless otherwise specified in the method.
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1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

MBLK o-Chlcronoluene R_

LCS! p-Chloroto!uene 4 3.67 91.8 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCSi 4-Methyl-2-Pentanone (MIBK) 40 40.4 101.0 70.00 - 130.00

MBLK 4-Methy!-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07200097 0.00 - 0.00

LCS1 Benzene 4 4.02 100.5 76.00- 12200

MBLK Benzene ND

MS Benzene 4 4.05 101.2 70.00- 130 00

MSD Benzene 4 4.01 100.2 70.00 - 130 00 0.99

LCS1 Bromobenzene 4 3.82 95.5 ( 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 2.39 119.5 ( 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 3.94 98.5 ( 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 3.95 98.8 ( 70.00 - 117.00 _/

MBLK Chlorobenzene ND

MS Ch!orobenzene 4 4.03 100.8 70.00 - 130.00

MSD Chlorcbenzene 4 3.99 99.8 70.00 - 130.00 1.00

LCS1 CarbonTetrachloride 4 3.96 99.0 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cls-l,3-Dichloropropene ND

LCS! Bromoform 4 3.57 89.2 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trich!oromethane) 4 4.00 100.0 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 3.95 98.8 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.98 99.0 70.00- 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(MethylChloride) 2 1.63 81.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlcrodibromomethane 4 3.73 93.2 70.00 - 130.00

MBLK Chlcrodibromomethane ND

LCS1 Dibromomethane 4 3.89 97.2 70.00 - 130.00

Spikes . are highlighted by 7Underl ininc.which exceed Limits and Method Blanks with positiveresults _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criterza for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

MBLK Dibromomethane ND

LCS! Bromcdichloromethane 4 3.83 95.8 70.00 - 116.00 )

MBLK Bromodichloromethane ND

LCS1 Dich!oromethane 4 3.83 95.8 70.00 - 130.00 )

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 3.98 99.5 70.00 - 130.00 )

MBLK Ethyl benzene ND

LCS! Dichlorodifluoromethane 2 1.65 82.5 70.00 - 130.00

MBLK Dichiorodifluoromethane _

LCSI F!uorctrichloromethane-Freonll 2 1.94 97.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.53 88.2 70.00 - 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.77 94.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Diehlorobenzene (1,3-DCB) 4 3.67 91.8 70.00 - 130.00

'_, MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 7.74 96.8 74.00 - 116.00

MBLK m,p-Xylenes ND

LCSI Naphthalene 4 3.49 87.2 70.00 - 130.00

MBLK Naphthalene ND

LCSI n-Butylbenzene 4 3.73 93.2 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS! n-Propylbenzene 4 3.81 95.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 3.76 94.0 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (I,2-DCB) 4 3.72 93.0 70.00 ~ 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 3.97 99.2 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoiuene 4 3.61 90.2 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.71 92.8 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS! Styrene 4 3.86 96.5 70.00 - 130.00

\ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininc.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for dupilcates

are advisory on!y, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

MBLK Styrene ND

LCS1 !,2-dichloroethane-d4 100 10t 101.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 97 97.0

MS 1,2-dichloroethane-d4 100 97 97.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 103 103.0 80.00 - 127.00 6.0

LCS1 Toluene-d8 100 100 100.0 91.00 - 107.00

MBLK Toiuene-d8 100 102 102.0

MS Toluene-d8 100 96 96.0 91.00 - 107.00

MSD Toluene-d8 100 101 101.0 91.00 - 107.00 5.1

LCS1 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 100 100.0

MS 4-Bromofluorobenzene t00 101 101.0 86.00 - 115.00

MSD 4-Bromofluorobenzene 100 105 105.0 86.00 - 115.00 3.9

LCS1 trans-l,2-Dichloroethylene 4 4.13 103.2 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.68 92.0 70.00 - 130.00 i

MBLK tert-Butylbenzene ND '_,_/

LCS1 Trichloroethylene (TCE) 4 3.80 95.0 72.00 - 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 3.94 98.5 70.00 - 130.00

MSD Trichlcroethylene (TCE) 4 3.84 96.0 70.00 - 130.00 2.6

LCSi Trichlorotrifluoroethane(Freon 2 2.10 105.0 70.00 - 130.00

MBLK Trichlorotrifiucroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.04 101.0 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.15 103.8 70.00 - 130.00

MSD Toluene 4 4.01 100.2 70.00 - 130.00 3.4

LCS1 Vinyl chloride (VC) 2 1.78 89.0 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

Spikes which exceed LimiTs and Methcd Blanks with positive results are highlighted by Underlining. _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120644 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07200096 0.00 - 0.00

LCS1 Perchlorate 25.0 24.2 96.8 90.00 - 110.00

LCS2 Perchlorate 25.0 24.8 99.2 90.00 - 110.00 2.4

MBLK Perchlorate ND

MS Perchlorate 20.0 19.6 98.0 75.00 - 125.00

MSD Perchlorate 20.0 20.7 103.5 75.00 - 125.00 5.5

QC Batch #120885 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

"""_ MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 527 105.4 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 519 103.8 85.00 - 115.00 1.5

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 522 104.4 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 498 99.6 70.00 - 130.00 4.7

QC Batch #120886 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 96 96.0 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00 2.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 93 93.0 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 91 91.0 77.00 - 119.00 2.2

_/ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, hatch control is based On LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120887 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 ( 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 19.6 98.0 ( 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 ( 87.00 - 108.00 0.51

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.2 101.0 ( 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 19.8 99.0 ( 75.00 - 119.00 2.0

QC Batch #120972 Iron, Total, ICAP/MS

QC Anatyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 532 106.4 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 526 105.2 85.00 - 115.00 1.1

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 433 86.6 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 449 89.8 70.00 - 130.00 3.6

QC Batch #120975 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07210216 ( 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 94 94.0 ( 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 95 95.0 85.00 - 115.00 1.1

MBLK Chromium, Total, ICAP/MS ND

MS ChromiLun, Total, ICAP/MS 100 95 95.0 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 96 96.0 77.00 - 119.00 1.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _/_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Divismn of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 0 9 6

Pasadena. California 91101

_"',_ Tel: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (I 800 566 5227}

Foster Wheeler Environmental Corp
(continued)

QC Batch #120976 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 19.7 98.5 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 87.00 - 108.00 1.0

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.6 103.0 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 20.6 103.0 ( 75.00 - 119.00 0.00

QC Batch #120994 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07180093 0.00 - 0.00 )

LCS1 Arsenic, Total, GF 0.020 0.0201 100.5 85.00 - 115.00 )

LCS2 Arsenic, Total, GF 0.020 0.0200 100.0 85.00 - 115.00 ) 0.50

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0199 99.5 70.00 - 130.00 )

MSD Arsenic, Total, GF 0.020 0.0196 98.0 70.00 - 130.00 ) 1.5

QC Batch #120995 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 ( 0.00 - 0.00 )

LCS1 Arsenic, Total, GF 0.020 0.0198 99.0 ( 85.00 - 115.00 )

LCS2 Arsenic, Total, GF 0.020 0.0197 98.5 85.00 - 115.00 ) 0.51

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0199 99.5 70.00 - 130.00 )

MSD Arsenic, Total, GF 0.020 0.0204 102.0 70.00 - 130.00 ) 2.5

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ MONTGOMERY WATSON LABORATORIES Oua/iry Environmental Ana/vs/s
A division of Montgomery Watson Americas, Inc.

August 26, 2000

Mark Cutler
Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Report # 68166 (MW-002-094, MW-002-095, MW-002-069, MW-002-068, MW-002-067, MW-002-066,
MW-002-065)

Sampled: July 21, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (QC) summary
follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times):
EPA 300.0: The LCS for sulfate and nitrate recovered above in-house limits. The recovery is within
method limits of90-110%. The MS/MSD for Sulfate recovered below in-house limits. The

recovery is within method limits of 80-120%. Results are reported without qualification.
Samples requiring dilution (with increased MRL's):

MW-002-065, -066 was diluted for anions
_,,,__ Method blanks with compounds detected:

None
Comments:

None

Summary of LEVEL IV detected parameters:
1,1-Dichloroethane was detected in MW-002-065
Tetrachloroethylene was detected in lX,_V-002-065
Chloroform was detected in MW-002-095
Perchlorate was detected in MW-002-065

TIC's:
None

Method Variation:

TIC's are reported only if the final result is >0.5ug/L
Additional Comments:

None

Sincerely; .,,jif/:y ..

Debbie Frank

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenterSouthernCaliforniaServiceCenter
555EastWalnutStreet 4625S.WendlerDrive-Suite111 1340TreatBouievard-Suite300 30CorporatePark-Suite303
Pasadena,California91101 Tempo,Arizona85282 WatnutCreek,California94596 Irvine,California92606
Tel:6265686400 Tel:6027481448 Tel:9252742322 Tel:9492221845
Fax:5265686324 Fax:6027481450 Fax:9259451760 Fax:9492221849



FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE / OF
FROJEtT_ L_ IOFSNO' ' 'f_'_ 1 q '"''9 HAZARD IDENTIFICATION TIME REQUIRED ,_ . _ ."1_'_

,Jr J /.._ /'_' lf'-_/''''% NonHazard [_' Reactive [] NORMAL [_ DAYS _._i..ki_Ml' _a'.,i!l_aqr'.&,l.__'mlk_aJ_r-_l_ll_l_JM
PROJECTADDRESS _ -_-'.. , I _ ._ .- _._ Flammable [] Toxic [] ..... _"" _' -'_ ' ' ....

_,: ' "_' ' Skinlrritant I I Intecdous I I

'AMPLER(Name, [SAMPLER,S_ignature) -- ANALYSES REQU RED _a__.,_ [_'_'_

NUMBER SAMPLE MATERIAL ''-'-) ._ "--- -'- : ;: _s_II:_ ,_._1_: '___._SAMPLE TIME DATE OF CONTAINER _ _ - -- ) ' ../'_ _r, '-'_: . 3

NUMBER COLLECTED COLLECTEDCONTAINERS SIZE(S) ;;...................... (Describe)OTHER_ "_ '";_ _='_ -_"_" _:'_ ---:'_ _.. __ '--_ 'r_
- . ,-- 'i Z -

.....r,
LABORATORYINSTRUCTIONS/COMMENTS _ _ _.__1'--_ '_1

CoMPANy TIM E -',', COMpA_IY,_' _ ::;_' :i: : '/ COMPANY COMPANY 14_i__.



MONTGOMERY LASORATORXES COOL.ER RECT-IIrr FORM

PROJECT: _'/L/'._J_C _ Date Recetred: _- -_ _ _C--_m_.mlw.4.mEm mst

Use other sloe of this /ora to note further _ctails concerninl check-tn problems --

and to descr:De 3ny _ct:oms) rel_ardint t_e resolution(s) of problems.

?R£LI.%XINAR1Y EXAMXNATTON: Date cooler - 7_ I O_)

1. Did cooler come with s_ippint slip (air bill. .? Yes .____._
If YES. _ttacn & enter carrier and sir bill X beret

Z. Were custody seaL_ on outside of cooier_ ;_ _ ._o
[f YES, bow r_,any & where: __.6_; _/7 /_L-_'

If Yes. enter t_e foilowinT: seal due: _-T_/-_, seal name:

3. Were custody seats unbroken & intact at delivery? Y_ ._[o

4. Were custody papers scaled in bat & taped to lld? Yes .___

c. Were custod.v papers filled out property {ink. ctc. l _ %'o

6. Did you sitn custody papers in appropriate pined? Y_ .'t0

project identifiabte from custody papers? Y_ No
7. Was

z.  a,,e desiccatedperson s)ioiti.,J to ,ec.ipC: /U da:e)

B. LOG-IN P_AXT': Date samples were lotzed'-i by:

(print} '7- _-c_ _{sign)! _"

9. Describe patriot: /)

tO. Ir required. ,,:ts enoulb ice used? _ Y_e .'_o _g_-LCd, _''¢

l_. Were all bottles sealed in Separate p/Mtic bags** _/_es_ .No

l._. Did all bottles arrive unbrol_en/in geed condition? es _ ·

X3. Were 3_1 bottle labels complete _ID.date_lltn,aresl? eS '_o

t_. Did ail bottle labets 3tree with custody papers? N o
If NO, indicate descrepzncies on bact.

correct containers useed for the aoalytes?
1 $. Were n

16. Were correct preservatives usecl _,hea required? ._o

lT. Was sufficient amount of %amt_le sent for tests? N n

i_. Bubbles absent in VOA vials? _es) No
If NO, ILst by sample id on bate. L_./

19. W_s Client $ervtces tnfor,_e_l of problems. _ Yes No



/iz ! _ _ _iiii̧ ¸

MONTGOMERY WATSON LABORATORIESaDivisionofMontgomeryWatsonAmericas,Inc.
555EastWalnutStreet
Pasadena,California91101

'_-_-' Tel:6265686400Fax:6265686324
1800566LABS(18005665227)

Laboratory Report

for

Foster Wheeler Environmental Corp

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Aha , CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF iSSUE

ju'
DEB* Debbie Frank Report#: 68166

Project Manager JPL

k

La_'borator¥ certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page

are Comments,QC Report,QC Summary,Data Report, totaling 38 page[s].



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street # 6 8 1 6 6

Pasadena, California 91101

"_..._ Te I: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp Samples Received
Mark Cutler 07/21/00

1940 E Deere St, Ste 200

Santa Ana, CA 92705

Santa Aha , CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-094 (2007210214) Sampled on 07/21/00 08:20

Regulated VOCs plus Lists l&3
07/26/00 12:00 120599 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichtoroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

_*_/ 07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachloride ND ug/i 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data Report - Page 1 of 17



(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 8 1 6 6

Pasadena, California 91101 i

Te 1: 626 568 6400 Fax: 626 568 6324 _--,'"/

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 t

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1 _/

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate 1,2 Dichloroethane-d4 98 % Rec

Surrogate 4-Bromofluorobenzene 98 % Rec

Surrogate Toluene-d8 97 % Rec

Data Report - Page 2 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street :_ 6 8 1 6 6

Pasadena, California 91101

'_,,_.. Te I: 626 568 6400 Fax: 626 568 6324
l 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-095 (2007210215) Sampled on 07/21/00 08:45
08/01/00 08/03/00 12:00 120995 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/02/00 12:00 120979 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/02/00 08/02/00 12:00 120975 ( EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/21/00 03:44 120140 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
07/26/00 12:00 120599 ML/EPA 524.2 1 1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1 1,1-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1 1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1 1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1 1-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1 1-Dichloroethylene ND ug/1 0.50 1

'_' 07/26/00 12:00 120599 ML/EPA 524.2 1 1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2 Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 t
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(_ MONTGOMERY WATSON LABORATORIES

Laboratory

a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 816 6
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 588 6324. ,.,,,_j'
1 800 566 LABS (I 800 566 5227

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) 2.3 ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1 '_/

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans_l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND u9/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate 1,2-Dichloroethane-d4 118 % Rec

Surrogate 4-Bromofluorobenzene 89 % Rec
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 94 % Rec

MW-002-069 (2007210216) Sampled on 07/21/00 08:35

07/26/00 12:00 121517 (SM2320B/E310.1) Alkalinity 110 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 ) Anion Sum 3.38 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120166 ML/EPA 200.7 ) Calcium, Total, ICAP 6.2 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 ) Cation Sum 3.81 meq/1 0.0010 1

07/22/00 12:00 120193 ML/EPA 300 ) Chloride 7.79 mg/1 1.0 1

08/02/00 12:00 120979 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.1) Carbonate as CO3, Calculated 6.76 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/21/00 03:44 120140 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/24/00 12:00 120292 ML/S2510B ) Specific Conductance 365 umho/cm 4.0 1

'/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 110 ug/1 100 1

'%_' 07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 131. mg/1 0.0010 1

07/21/00 07/21/00 12:00 120172 ML/EPA 200.7 ) Potassium, Total, ICAP ND mg/1 1.0 1

07/21/00 07/21/00 12:00 120177 ML/EPA 200.7 ) Magnesium, Total, ICAP 1.3 mg/1 0.10 1

07/21/00 07/21/00 12:00 120181 ML/EPA 200.7 ) Sodium, Total, ICAP 78 mg/1 1.0 1

07/22/00 12:00 120194 ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120424 S4500HB/E150.1) Lab pH 8.9 Units 0.0010 1

07/21/00 12:00 120195 ML/EPA 300.0 ) Sulfate 46.2 mg/1 2.0 1

07/26/00 12:00 120550 SM2540C/E160.1) Total Dissolved Solid (TDS) 190 mg/1 10 1

Regulated VOCs plus Lists l&3
07/26/00 12:00 120599 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 _/

07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 ) n-Butylbenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachtoroethylene (PCE) ND ug/1 0.50 t

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

i Surrogate 1,2-Dichloroethane-d4 117 % Rec

Surrogate 4-Bromof luorobenzene 97 % Rec

Surrogate Toluene-d8 99 % Rec

MW-002-068 (2007210217) Sa_mpled on 07/21/00 09:55
07/24/00 12:00 120265 SM2320B/E310.1) Alkalinity 138 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 3.57 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120166 ML/EPA 200.7 Calcium, Total, ICAP 33 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 3.73 meq/1 0.0010 1

07/22/00 12:00 120193 ML/EPA 300 Chloride 11.7 mg/1 1.0 1

08/02/00 12:00 120979 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as CO3, Calculated 1.09 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 l0 1

07/21/00 03:44 120140 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/24/00 12:00 120292 ML/S2510B ) Specific Conductance 350 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 140 ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 168. mg/1 0.0010 1

07/21/00 07/21/00 12:00 120172 ML/EPA 200.7 ) Potassium, Total, ICAP 1.6 mg/1 1.0 1

07/21/00 07/21/00 12:00 120177 ML/EPA 200.7 ) Magnesium, Total, ICAP 10 mg/1 0.10 1

07/21/00 07/21/00 12:00 120181 ML/EPA 200.7 ) Sodium, Total, ICAP 28 mg/1 1.0 i
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/22/00 12:00 120194 ( ML/EPA 300.0 ) Nitrate-N by IC 4.62 mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120424 (S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/21/00 12:00 120195 { ML/EPA 300.0 ) Sulfate 7.41 mg/1 2.0 1

07/26/00 12:00 120550 (SM2540C/E160.1) Total Dissolved Solid (TDS) 190 mg/1 10 1

Regulated VOCs plus Lists l&3

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1 I

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 '_

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2 -Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3 Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EP_ 524.2 Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenee ND ug/1 0.50 1

'_'_ 07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 prIsopropyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene {TCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3~Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate 1,2-Dichloroethane-d4 106 % Rec

Surrogate 4-Bromofluorobenzene 106 % Rec

Surrogate Toluene-d8 98 % Rec
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(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

MW-002-067 (2007210218) Sampled on 07/21/00 11:00
07/25/00 12:00 120328 SM2320B/E310.1) Alkalinity 152 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 5.18 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120166 ML/BPA 200.7 Calcium, Total, ICAP 48 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 5.33 meq/1 0.0010 1

07/22/00 12:00 120193 ML/EPA 300 Chloride 33.2 mg/1 1.0 1

08/02/00 12:00 120979 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as C03, Calculated 1.51 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 BPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/21/00 03:44 120140 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/24/00 12:00 120292 ML/S2510B ) Specific Conductance 505 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HCO3,calculated 185. mg/1 0.0010 1

07/21/00 07/21/00 12:00 120172 ML/BPA 200.7 ) Potassium, Total, ICAP 2.0 mg/1 1.0 i _

07/21/00 07/21/00 12:00 120177 ML/EPA 200.7 ) Magnesium, Total, ICAP 16 mg/1 0.10 1

07/21/00 07/21/00 12:00 120181 ML/EPA 200.7 ) Sodium, Total, ICAP 36 mg/1 1.0 1

07/22/00 12:00 120194 ML/EPA 300.0 ) Nitrate-N by IC 9.17 mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 BPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120424 S4500HB/E150.1) Lab pH 8.1 Units 0.0010 1

07/21/00 12:00 120195 ML/EPA 300.0 ) Sulfate 26.4 mg/1 2.0 1

07/26/00 12:00 120550 SM2540C/E160.1) Total Dissolved Solid (TDS) 270 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/26/00 12:00 120599 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND u§/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

_%,_mm,/ 07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 52.4.2 o-Xylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate 1,2-Dichloroethane-d4 102 % Rec

Surrogate 4-Bromofluorobenzene 97 % Rec

Surrogate Toluene-d8 99 % Rec

MW-002-066 (2007210219) Sa.mpled on 07/21/00 12:05
07/26/00 12:00 121517 SM2320B/E310.1) Alkalinity 200 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 6.78 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120166 ML/EPA 200.7 Calcium, Total, ICAP 62 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 6.61 meq/1 0.0010 1

07/22/00 12:00 120193 ML/EPA 300 Chloride 45.9 mg/1 2.0 2

08/02/00 12:00 120979 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

07/26/00 10:06 SM2320B/E310.1) Carbonate as C03, Calculated 1.58 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/21/00 03:44 120140 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/25/00 12:00 120302 ML/S2510B ) Specific Conductance 540 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS ND ug/1 100 1

07/26/00 10:04 SM2320B/E310.1) Bicarbonate as HCO3,calculated 243. mg/1 0.0010 1

07/21/00 07/21/00 12:00 120172 ML/EPA 200.7 ) Potassium, Total, ICAP 2.2 mg/1 1.0 1

07/21/00 07/21/00 12:00 120177 ML/EPA 200.7 ) Magnesium, Total, ICAP 25 mg/1 0.10 1

07/21/00 07/21/00 12:00 120181 ML/EPA 200.7 ) Sodium, Total, ICAP 32 mg/1 1.0 1

07/22/00 12:00 120194 ML/EPA 300.0 ) Nitrate-N by IC 7.93 mg/1 0.20 2
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Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120424 (S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/21/00 12:00 120195 ( ML/EPA 300.0 ) Sulfate 43.9 mg/1 4.0 2

07/26/00 12:00 120550 (SM2540C/E160.1) Total Dissolved Solid (TDS) 350 mg/1 10 1

Regulated VOCs plus Lists l&3

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 t

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/t 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) Chloroform (Trichloromethane ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Anatyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1
/

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 _/

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene 1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 ) NOT DETECTED ND 1

Surrogate ) 1,2-Dichloroethane-d4 102 % Rec

Surrogate ) 4-Bromofluorobenzene 101 % Rec

Surrogate ) Toluene-d8 97 % Rec
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-065 (2007210220) Sampled on 07/21/00 01:05

07/25/00 12:00 120328 SM2320B/E310.1) Alkalinity 223 mg/1 1.0 1

07/25/00 06:06 ML/SM1040 Anion Sum 12.2 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/21/00 07/21/00 12:00 120166 ML/EPA 200.7 Calcium, Total, ICAP 130 mg/1 1.0 1

07/24/00 10:58 ML/SM1040 Cation Sum 12.0 meq/1 0.0010 1

07/22/00 12:00 120193 ML/EPA 300 Chloride 122 mg/1 2.0 2

08/02/00 12:00 120979 CADHS/EPA314 Perchlorate 4.4 ug/1 4.0 1

07/27/00 05:30 SM2320B/E310.1) Carbonate as C03, Calculated 0.353 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/21/00 03:44 120140 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/25/00 12:00 120302 ML/S2510B ) Specific Conductance 970 unhho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 1500 ug/1 100 1

07/27/00 05:28 SM2320B/E310.1) Bicarbonate as HC03,calculated 272. mg/1 0.0010 1

_/00 07/21/00 12:00 120172 ML/EPA 200.7 ) Potassium, Total, ICAP 2.7 mg/1 1.0 1

07/21/00 07/21/00 12:00 120177 ML/EPA 200.7 ) Magnesium, Total, ICAP 49 mg/1 0.10 1

07/21/00 07/21/00 12:00 120181 ML/EPA 200.7 ) Sodium, Total, ICAP 33 mg/1 1.0 1

07/22/00 12:00 120194 ML/EPA 300.0 ) Nitrate-N by IC 11.6 mg/1 0.20 2

08/02/00 08/02/00 12:00 120976 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120425 S4500HB/E150.1) Lab pH 7.3 Units 0.0010 1

07/21/00 12:00 120195 ML/EPA 300.0 ) Sulfate 165 mg/1 4.0 2

07/26/00 12:00 120550 SM2540C/E160.1) Total Dissolved Solid (TDS) 750 mg/1 10 1

Regulated VOCs plus Lists l&3

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2,2~Tetrachloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethane 0.6 ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3 Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ( ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

Data Report - Page 15 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Reporta Divisionof MontgomeryWatsonAmericas,Inc,
555EastWalnutStreet # 6 8 1 6 6
Pasadena,California91101
Tel: 6265686400Fax:6265686324 ',_.,,.,./
1800566LABS(I 8005665227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/26/00 12:00 120599 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1 _

07/26/00 12:00 120599 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Isopropylbenzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/26/00 12:00 120599 ML/EPA 524.2 o-Xylene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Tetrachloroethylene (PCE) 3.2 ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Styrene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0 50 1

07/26/00 12:00 120599 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/26/00 12:00 120599 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 NOT DETECTED ND 1

Surrogate 1,2-Dichloroethane-d4 97 % Rec

_ Surrogate 4-Bromofluorobenzene 112 % Rec

Surrogate Toluene-d8 96 % Rec
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Foster Wheeler Environmental Carp

QC Batch #120140 - Hexavalent chromium (er VI) Analysis Date: 07/21/2000

2007210215 MW-002-095

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120166 - Calcium, Total, ICAP Analysis Date: 07/21/2000

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120172 - Potassium, Total, ICAP Analysis Date: 07/21/2000

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW- 002- 067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120177 - Magnesium, Total, ICAP Analysis Date: 07/21/2000

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120181 - Sodium, Total, ICAP Analysis Date: 07/21/2000

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

,_._ 2007210220 MW-002-065
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120193 - Chloride Analysis Date: 07/22/2000

2007210216 MW-002-069

2007210217 MW- 002- 068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120194 - Nitrate-N by IC Analysis Date: 07/22/2000

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066 i
2007210220 MW-002-065 '_-_J

QC Batch #120195 - Sulfate Analysis Date: 07/21/2000

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120265 - Alkalinity Analysis Date: 07/24/2000

2007210217 MW-002-068

QC Batch #120292 - Specific Conductance Analysis Date: 07/24/2000

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120302 - Specific Conductance Analysis Date: 07/25/2000

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120328 - Alkalinity Analysis Date: 07/25/2000

2007210218 MW-002-067

2007210220 MW-002-065

QC Batch #120424 - Lab pH Analysis Date: 07/26/2000

2007210216 MW-002-069

___ 2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

QC Batch #120425 - Lab pH Analysis Date: 07/26/2000

2007210220 MW-002-065

QC Batch #120550 - Total Dissolved Solid (TDS) Analysis Date: 07/26/2000

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120599 - Regulated VOCs plus Lists l&3 Analysis Date: 07/26/2000

2007210214 MW-002-094

2007210215 MW-002-095

2007210216 MW-002-069

2007210217 MW-002-068

,_. 2007210218 MW-002-067
2007210220 MW-002-065
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120759 - Regulated VOCs plus Lists l&3 Analysis Date: 07/27/2000

2007210219 MW-002-066

QC Batch #120972 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007210216 MW-002-069
2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120975 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007210215 MW-002-095

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120976 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007210215 MW-002-095

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #120979 - Perchlorate Analysis Date: 08/02/2000

2007210215 MW-002-095

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066 ",.._)
2007210220 MW-002-065
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120995 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007210215 MW-002-095

2007210216 MW-002-069

2007210217 MW-002-068

2007210218 MW-002-067

2007210219 MW-002-066

2007210220 MW-002-065

QC Batch #121517 - Alkalinity Analysis Date: 07/26/2000

2007210216 MW-002-069

2007210219 MW-002-066

.\
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(QC batch#: 120194)

Test: Nitrate-N by IC

QC Type: LCS1

The LCS recovery is within the EPA method limit of 90-110%.

(QC batch#: 120195)
Test: Sulfate

QC Type: LCS1
The LCS recovery is within the EPA method limit of 90-110%.

QC Type: LCS2
The LCS recovery is within the EPA method limit of 90-110%.

QC Type: MS
The MS recovery is within the EPA method limit of 80-120%.

QC Type: MSD

The MSD recovery is within the EPA method limit of 80-120%.

Co_ents - Page 1 of 1
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Foster Wheeler Environmental Corp

QC Batch #120140 Hexavalent chromium (Cr VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavatent chromium (er VI) 0.050 0.052 104.0 78.00 - 118.00 )

LCS2 Hexavalent chromi%un (Cr VI) 0.050 0.052 104.0 78.00 - 118.00 ) 0.00

MBLK Hexavalent chromium (Cr VI) ND

MS--2007210218 Hexavalent chromium (er VI) 0.050 _ 0.052 104.0 80.00 - 120.00

MSD--2007210218 Hexavalent chromium (Cr VI) 0.050 0.052 104.0 80.00 - 120.00

QC Batch #120166 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07190177 0.00 - 0.00

LCS1 Calcium,Total,ICAP 50 50.9 101.8 85.00 - 115.00

LCS2 Calci_, Total,ICAP 50 50.8 101.6 85.00 - 115.00 0.20

\_"_,'_ MBLK Calcium, Total, ICAP ND

MS Calcium, Total, ICAP 50 47.5 95.0 70.00 - 130.00

MSD Calcium, Total, ICAP 50 47.5 95.0 70.00 - 130.00 0.00

QC Batch #120172 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 0719.177 0.00 - 0.00

LCS1 Potassium, Total, ICAP 20 20.3 101.5 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.5 102.5 80.00 - 110.00 0.98

MBLK Potassium,Total, ICAP ND

MS Potassium, Total, ICAP 20 19.8 99.0 80.00 - 120.00

MSD Potassium, Total, ICAP 20 19.9 99.5 80.00 - 120.00 0.50

,_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continue d)

QC Batch #120177 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07190177 ( 0.00 - 0.00

LCS1 Magnesium, Total, ICAP 20 20.5 102.5 ( 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 20.5 102.5 ( 97.00 - 115.00 0.00

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 19.4 97.0 ( 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 19.5 97.5 ( 74.00 - 130.00 0.51

QC Batch #120181 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 0719.177 0.00 - 0.00 _/

LCS1 Sodium, Total, ICAP 50 51.0 102.0 94.00 ~ 112.00

LCS2 Sodium, Total, ICAP 50 51.1 102.2 94.00 - 112.00 0.20

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 48,4 96.8 82.00 - 114.00

MSD Sodium, Total, ICAP 50 48.7 97.4 82.00 - 114.00 0.62

QC Batch #120193 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210219 0.00 - 0.00

LCS1 Chloride 25 26.6 106.4 90.00 - 110.00

LCS2 Chloride 25 26,1 104.4 90.00 - 110.00 1.9

MBLK Chloride ND

MS Chloride 25 29,3 117.2 80.00 - 120.00

MSD Chloride 25 29.7 118.8 80.00 - 120.00 1.4

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise Specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120194 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210219 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.72 108.8 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.64 105.6 94.00 - 106.00 3.0

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.93 117.2 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.93 117.2 85.00 - 118.00 0.00

QC Batch #120195 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

_"_ MS Spiked sample Lab # 20 07210219 ( 0.00 - 0.00

LCS1 Sulfate 50 53.9 107.8 ( 95.00- 104.00

LCS2 Sulfate 50 52.6 105.2 ( 95.00 - 104.00 2.4

MBLK Sulfate ND

MS Sulfate 50 57.5 115.0 ( 97.00- 112.00

MSD Sulfate 50 57.6 115.2 ( 97.00- 112.00 0.17

QC Batch #120265 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07200069 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 96.4 100.2 ( 96.00 - 107.00

LCS2 Alkalinity 96.2 97.2 101.0 ( 96.00- 107.00 0.83

MBLK Alkalinity ND

MS Alkalinity 96.2 97.5 101.4 80.00 - 120.00

MSD Alkalinity 96.2 97.9 101.8 80.00 - 120.00 0.41

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120292 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007210218 Specific Conductance 505 505 ( 0.00 - 20.00 ) 0.0

QC Batch #120302 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007210258 Specific Conductance 2700 2700 ( 0.00 - 20.00 ) 0.0

QC Batch #120328 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210221 0.00 - 0.00 )

LCS1 Alkalinity 96.2 96.4 100.2 96.00- 107.00)

LCS2 Alkalinity 96.2 97.2 101.0 96.00- 107.00 0.83

MBLK Alkalinity ND

MS Alkalinity 96.2 97.6 101.5 80.00- 120.00

MSD Alkalinity 96.2 97.2 101.0 80.00 - 120.00 0.41

QC Batch #120424 Lab pH

QC Analyte Spiked Recovered Yield (%} Limits (%) RPD (%}

DUP-2007210219LabpH 8.0 8.0 ( 0.00- 20.00 0.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _/_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120425 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007250117 Lab pH 8.4 8.4 ( 0.00 - 20.00 0.0

QC Batch #120550 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP Spiked sample Lab % 20 07210005 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 172 98.3 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 688 98.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #120599 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1,1,2-Tetrachloroethane 4 3.72 93.0 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.01 100.2 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.63 90.8 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 3.76 94.0 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.01 100.2 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 4.24 106.0 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.14 103.5 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 4.07 101.8 70.00 - 130.00 1.7

LCS1 1,1-Dichloropropene 4 3.67 91.8 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

LCS1 1,2,3-Trichlorobenzene 4 3.72 93.0 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.60 90.0 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 3.68 92.0 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.78 94.5 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 3.88 97.0 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.77 94.2 77.00 - 122.00

MBLK t,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.78 94.5 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 7.44 93.0 70.00 - 130.00

LCS1 1,3-Dichloropropane 4 3.73 93.2 70.00 - 130.00 i

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.68 92.0 ( 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 3.98 99.5 ( 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 38,3 95.7 ( 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

LCS1 o-Chlorotoluene 4 3.74 93.5 ( 70.00 - 130.00 )

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.67 91.8 70.00 130.00 )

MBLK p-Chlorotoluene ND

LCSI 4-Methyl-2-Pentanone (HIBK) 40 40.4 101.0 70.00 - 130.00 )

MBLK 4-Methyl~2 Pentanone (MIBK) ND

MS Spiked sample Lab _ 20 07200097 0.00 - 0.00 )

LCS1 Benzene 4 4.02 100.5 76.00 - 122.00 )

MBLK Benzene ND

MS Benzene 4 4.05 101.2 70.00 - 130.00 )

MSD Benzene 4 4.01 100.2 70.00 - 130.00 ) 0.99

LCS1 Bromobenzene 4 3.82 95.5 70.00 - 130.00 )

MBLK Bromobenzene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _

Criteria for MS and IDUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

LCS1 Bromomethane (Methyl Bromide) 2 2.39 119.5 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 3.94 98.5 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 3.95 98.8 70.00- 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 4.03 100.8 70.00 - 130.00

MSD Chlorobenzene 4 3.99 99.8 70.00 - 130.00 1.00

LCS1 CarbonTetrachloride 4 3.96 99.0 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 3.57 89.2 70.00- 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.00 100.0 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 3.95 98.8 70.00 - 130.00

',_,_,..i MBLK Bromochloromethane ND

LCS1 Chloroethane 2 1.98 99.0 70.00- 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(MethylChloride 2 1.63 81.5 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride ND

LCS1 Chlorodibromomethane 4 3.73 93.2 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 3.89 97.2 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 3.83 95.8 70.00 - 116.00

MBLK Bromodichtoromethane ND

LCS1 Dichloromethane 4 3.83 95.8 70.00- 130.00

MBLK Dichloromethane ND

LCS1 Ethylbenzene 4 3.98 99.5 70.00- 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 1.65 82.5 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 1.94 97.0 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.53 88.2 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc, QC Report
555 East Walnut Street #6 816 6
Pasadena, California 91101
Tel: 626 568 6400 Fax: 626 568 6324 _.-..*/

1800 566 LAB S (I 800 566 5227)

Foster Wheeler Environmental Corp
(Continued)

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.77 94.2 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3~DCB) 4 3.67 91.8 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 7.74 96.8 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.49 87.2 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.73 93.2 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 3.81 95.2 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 3.76 94.0 72.00- 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.72 93.0 70.00 - 130.00

MBLK o-Dichlorobenzene(1,2~DCB) ND k_t'

LCS1 Tetrachloroethylene(PCE) 4 3.97 99.2 71.00 - 115.00

MBLK Tetrachloroethylene(PCE) ND

LCS1 p-Isopropyltoluene 4 3.61 90.2 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.71 92.8 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 3.86 96.5 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 101 101.0 80.00 - 127.00

MBLK 1,2-dichloroethane~d4 100 97 97[0

MS 1,2-dichloroethane-d4 100 97 97.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 103 103.0 80.00 - 127.00 6.0

LCS1 Toluene-d8 100 100 100.0 91.00 - 107.00

MBLK Toluene-d8 100 102 102.0

MS Toluene-d8 100 96 96.0 91.00- 107.00

MSD Toluene-d8 100 101 101.0 91.00 - 107.00 5.1

LCS1 4-Bromofluorobenzene 100 99 99.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 100 100.0

MS 4 Bromofluorobenzene 100 101 101.0 86.00 - 115.00

i

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. '_,,_

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES

Laboratory

aDivisionofMontgomeryWatsonAmericas,Inc. QC Report
555EastWaJ_utStrest # 6 816 6
Pasadena,California91101

'%_,==.,/ TeI: 6265686400Fax:6255686324
1800566LABS(18005665227)

Foster Wheeler Environmental Corp

(continued)

HSD 4~Bromofluorobenzene 100 105 105.0 86.00 - 115.00 3.9

LCS1 trans-l,2-Dichloroethylene 4 4.13 103.2 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.68 92.0 70.00 - 130.00

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 3.80 95.0 72.00 - 117.00

MBLK Trichloroethylene (TCE} ND

MS Trichloroethylene (TCE) 4 3.94 98.5 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 3.84 96.0 70.00 - 130.00 2.6

LCS1 Trichlorotrifluoroethane(Freon 2 2.10 105.0 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.04 101.0 ( 74.00 - 117.00

MBLK Toluene ND

MS Toluene 4 4.15 103.8 ( 70.00 - 130.00

MSD Toluene 4 4.01 100,2 ( 70.00 - 130.00 3.4

_ LCS1 Vinyl chloride (VC) 2 1.78 89.0 ( 70.00 - 130.00

MBLK Vinyl chloride (VC} ND

QC Batch #120759 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 1,1, 1, 2-Tetrachloroethane 4 3.91 97.8 70.00 - 130.00

MBLK 1,1,1,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.36 109.0 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCSl 1, 1, 2,2-Tetrachloroethane 4 3.55 88.8 72.00 - 117.00

MBLK 1,1, 2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 3.75 93.8 71.00 - 116.00

MBLK 1, 1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.31 107.7 71.00 - 125.00

MBLK 1,1 -Dichl oroethane ND

LCS1 1,1-Dichloroethylene 4 4.43 110.8 70.00 - 130.00

MBLK 1, 1-Dichloroethylene ND

MS 1, 1-Dichloroethylene 4 4.38 109.5 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory

MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC _'- _'_,emor _.
555 East Walnut Street # 6 816 6
Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 ,,_,.,,,_/

1 800 566 LABS (1 800 566 5227

Foster Wheeler Environmental Corp
(continued)

MSD 1,1-Dichloroethylene 4 4.19 104.8 70.00 - 130.00 4.4

LCS1 1,1-Dichloropropene 4 4.05 101.2 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

LCS1 1,2,3-Trichlorobenzene 4 3.60 90.0 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.52 88.0 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 3.73 93.2 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.90 97.5 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.08 102.0 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.96 99.0 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.90 97.5 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND '"'vi/

LCS1 1,3-Dichloropropane 8 7.76 97.0 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.88 97.0 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.35 108.7 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 38.8 97.0 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.89 97.2 70.00 - 130.00

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.94 98.5 70.00 - 130.00

MBLK p-Chlorotoluene ND

LCS1 4-Methyl~2-Pentanone (MIBK) 40 39.2 98.0 70.00 - 130.00

MBLK 4-Methyl-2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07250117 0.00 - 0.00

LCS1 Benzene 4 4.31 107.7 76.00 - 122.00

MBLK Benzene ND

MS Benzene 4 4.16 104.0 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. %_/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. QC Report
555 East Walnut Street # 6 8 1 6 6

, Pasadena, California 91101
Te I: 626 568 6400 Fax: 626 568 6324

1 800 586 LAB S {1800 566 5227)

Foster Wheeler Environmental Corp

(continued)

MSD Benzene 4 4.07 101.8 70.00 - 130.00 2.2

LCS1 Bromobenzene 4 3.84 96.0 70.00 - 130.00

MBLK Bromobenzene ND

LCS1 Bromomethane (Methyl Bromide) 2 2.26 113.0 70.00 - 130.00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.09 102.2 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.17 104.2 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 3.89 97.2 70.00 - 130.00

MSD Chlorobenzene 4 3.98 99.5 70.00 - 130.00 2.3

LCS1 Carbon Tetrachloride 4 4.37 109.2 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 3.80 95.0 70.00 - 130.00

MBLK Bromoform ND

_ LCS1 Chloroform (Trichloromethane) 4 4.34 108.5 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4,22 105.5 70.00 - 130.00

MBLK Bromochloromethane ND

LCS1 Chloroethane 2 2.22 111.0 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride) 2 1.78 89.0 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 3,80 95.0 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.09 102.2 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.13 103.2 70.00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 3.98 99,5 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.21 105.2 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 1.94 97.0 70.00 - 130.00

MBLK Dichlorodiftuoromethane ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ LaboratoryMONTGOMERY WATSON LABORATORIES QC Reporta Division of Montgomery Watson Americas, Inc.

555 East Walnut Street _ 6 8 1 6 6

Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 _/'
1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCS1 Fluorotrichloromethane-Freonll 2 2.17 108,5 71.00 - 118.00

MBLK Ftuorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.79 94.8 70.00- 130.00

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.88 97.0 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.88 97.0 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.41 105.1 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.28 82.0 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.93 98.2 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.04 101.0 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.09 102,2 72.00 - 118.00 _/

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.73 93.2 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.32 108,0 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 3.81 95.2 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.87 96.8 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.12 103,0 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 111 111,0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 109 109.0

MS 1,2-dichloroethane-d4 100 98 98.0 80.00 - 127.00 )

MSD 1,2-dichloroethane-d4 100 98 98.0 80.00 - 127.00 ) 0.00

LCS1 Toluene-d8 100 100 100,0 91.00 - 107.00 )

MBLK Toluene-d8 100 98 98.0

MS Toluene-d8 100 100 100,0 91.00 - 107.00 )

MSD Toluene-d8 100 94 94.0 91.00 - 107.00 ) 6.2

Spikes which exceed Limits and Method Blanks with positlve results are highlighted by Underlininq. %_/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.

QC Report - Page 12 of 15



(_ LaboratoryMONTGOMERY WATSON LABORATORIES QC Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street _ 6 816 6

Pasadena, California 91101

'k_._ Tel: 626 568 6400 Fax: 626 568 6324

1 800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

LCS1 4-Bromofluorobenzene 100 97 97.0 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 90 90.0

MS 4-Bromofluorobenzene 100 96 96.0 86.00 - 115.00

MSD 4-Bromofluorobenzene 100 105 105.0 86.00 - 115.00 .9.0

LCS1 trans-l,2-Dichloroethylene 4 4.37 109.2 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.89 97.2 70.00 - 130.00

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.14 103.5 72.00 - 117.00

MBLK Trichloroethylene (TCE) ND

MS Trichloroethylene (TCE) 4 4.20 105.0 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 4.19 104.8 70.00 - 130.00 0.24

LCS1 Trichlorotrifluoroethane(Freon 2 2.25 112.5 70.00 - 130.00

MBLK Trichlorotrifluoroethane{Freon ND

MBLK trans-l,3-Dichloropropene ND

LCS1 Toluene 4 4.27 106.7 74.00 - 117.00

_ MBLK Toluene ND

MS Toluene 4 4.19 104.8 ( 70.00 - 130.00

MSD Toluene 4 4.24 106.0 ( 70.00 - 130.00 1.2

LCS1 Vinyl chloride (VC) 2 2.01 100.5 ( 70.00 - 130.00

MBLK Vinyl chloride (VC) ND

QC Batch #120972 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 532 106.4 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 526 105.2 85.00 - 115.00 1.1

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 433 86.6 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 449 89.8 70.00 - 130.00 3.6

_ Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a DivisiOnof MontgomeryWatsonAmericas, Inc. QC Report
555EastWalnutStreet # 6 816 6
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Tel: 6265686400Fax:6265686324 _-,._'_
1800566LABS(18005665227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120975 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 0.00 - 0.00 )

LCS1 Chromium, Total, ICAP/MS 100 94 94.0 85.00 - 115.00 )

LCS2 Chromium, Total, ICAP/MS 100 95 95.0 85.00 - 115.00 ) 1.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 95 95.0 77.00 - 119.00 )

MSD Chromium, Total, ICAP/MS 100 96 96.0 77.00 - 119.00 ) 1.0

QC Batch #120976 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 ( 0.00 - 0.00 ) _Y

LCS1 Lead, Total, ICAP/MS 20.0 19.7 98.5 ( 87.00 - 108.00 )

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 ( 87.00 - 108.00 ) 1.0

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.6 103.0 ( 75.00 - 119.00 )

MSD Lead, Total, ICAP/MS 20.0 20.6 103.0 ( 75.00 - 119.00 ) 0.00

QC Batch #120979 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210215 ( 0.00 - 0.00 )

LCS1 Perchlorate 25.0 23.9 95.6 ( 90.00 - 110.00 )

LCS2 Perchlorate 25.0 24.2 96.8 90.00 - 110.00 ) 1.2

MBLK Perchlorate ND

MS Perchlorate 20.0 19.5 97.5 75.00 - 125.00 )

MSD Perchlorate 20.0 18.8 94.0 75.00 - 125.00 ) 3.7

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES
a Divisionof MontgomeryWatsonAmericas,Inc. QC Report
555EastWalnutStreet # 6 8 1 6 6
Pasadena,California91101

_'_,_.,._ Tel: 6265686400Fax:6265686324
1800566LABS(I 8005665227)

Foster Wheeler Environmental Corp
(continued)

QC Batch #120995 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 0.00 - 0.00

LCS1 Arsenic, Total, GF 0.020 0.0198 99.0 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0197 98.S 85.00 - 115.00 0.51

b[BLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0199 99.5 70.00 - 130.00

MSD Arsenic, Total, GE 0.020 0.0204 102.0 70.00 - 130.00 2.5

QC Batch #121517 Alkalinity

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

_J MS Spiked sample Lab # 20 07170117 0.00 - 0.00

LCSl Alkalinity 96.2 97 100.8 96.00 - 107.00

LCS2 Alkalinity 96.2 98 101.9 96.00 - 107.00 1.0

MBLK Alkalinity ND

MS Alkalinity 96.2 98 101.9 80.00 - 120.00

MSD Alkalinity 96.2 99 102.9 80.00 - 120.00 1.0

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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MONTGOMERY WATSON LABORATORIES a_'a//:_ E_v/ronme_t¢/ Ana_ys_s
AdivisionofMontgomeryWatsonAmericas, lnc.

August 18, 2000

Attention: Mark Cutler

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

Santa Aha, CA 92705

Report # 68237 (MW-002-096, MW~002-097, MW-002-006, MW-002-005, MW-002-

004, MW-002-003, MW-002-002)

Sampled: 07/25/00

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A
detailed quality control (QC} summary follows:

Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times)

(524.2) QC batch 120759 analyzed 07/27/00: The MS was analyzed two

times on 7/27/00 for Bromomethane. Both analyses had the same

analyte, Bromomethane, recover outside the MWL and Method acceptance
limits, one time high, the next time low. The RPDs are variable. The

sample used is MW-002-005. Ail other method QC is within acceptance

criteria. Results for other samples in this report group are reported

\_._, without qualification. The Bromomethane for MW-002-005 is reported

with a J flag, an estimate for Bromomethane. The sample MW-002-005 is
ND for Bromomethane, for both runs.

Samples requiring dilution (with increased _TRL's):
None

Method blanks with compounds detected:
None

Comments:

Carbon Tetrachloride was detected in MW-002-004

Chloroform was detected in MW-002-097, -004

Trichloroethylene was detected in MW-002-004
Trichlorotriftuoroethane was detected in MW-002-004

TIC'S:

Carbonyl Sulfide was detected in MW-002-006
Method Variation:

TIC's are reported only if the final result is >0.5 ug/L.
Additional Comments:

None

Sincerely //_/_

Project Manager

CC: Judy Novelly (JPL)

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenter Southerngalifornia ServiceCenter
565EastWalnutStreet 4625S,WendlerDrive-Suite111 1340TreatBoulevard-Suite300 30CorporatePark-Suite 303
Pasadena,California91101 Tempe,Arizona85282 WalnutCreek,CalifornLa94596 In/ina,California92606
Te1:6255686400 Tel:6027481448 TeJ:9252742322 TeJ:9492221845
Fax:6265686324 Fax:6027481450 Fax:9259451760 Fax:9492221849



FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE / OF
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PROJECTADDRESS Flammable [] Toxic [] ;,1_'_,_'_ ' -_'.__
LJ(_r_f_) {,'qW ("i i'__:'''-,_,( · _71_1 'I_'l_'1 ('/_ Skinlrritant [] Infectious [] RUSH [] DAYS
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NUMBER SAMPLE MATERIAL ',_ _'_.. © ...:. _. ':.T.v _ ':_ '__.--_,_ '_
SAMPLE TIME DATE CONTAINER _ _-- ----
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MONTGOMtiRY LAaORATORIES COOLER RKCEIIrr FORM

_ m,mm_eMmD _

t:se other $zee of this form to mate further ae_sils coacerminl cnecZ.en problems ,,-
and to describe an 7 actJoals) rerardint zl_e resolulion(s} of problems.

A. ?RIELI._,IIN_.R_y £_A&ItNATION: Date cooler_-a4ptaee:_ _ - ___ _-CG

............0----
I. Did Cooler come with s=ippia[ slip (air bill. crc. l: Yes _[1' YES. air. cb & corer carrier and sir bill Jr beret

t i t --

I. Were custody seals on outside of cooler? ____ ._e
[t YES. bow' rnaoy, & veere: _.. l_/_ [_

Ir Yes. eater lbe rollowinT: scsi cia_e: -_-_CC: seal name: _ _-

1. Were custody seals unbroken & intact 3I delivery? _ No

4. Were cui:od.v papers staled in bag & :aped to lld.'/ Yes

$. Were custody papers filled out propert! (iok. c_c.J _ .N'Q

6. Did rea site custody papers in appropriate place? _ N ·

7. Was project ideatiflabt: from custody papers? _ No

i. :-lave desilna:ed person(:,) initial to actnowledle recei__d'(d't:etT/_C_/

B. LOC-IN PHASE: Date samples were lol[ZCd.in?-'?-'/_gy/_ by:

(prinl) .... _x_=, C_._ _/ (ilia) //_ _ ,

9. Describe paci£inT:

10. H' required. _as enouTn ice used: _'Vo

II. Were all bottles sealed in separate plastic bols: No

1_.. Did all bottles arrive unbro_eo/ia leod condition? '_o

I._. Were 311 bottle labels complete tlD.gate..i=Ta.pres)? _ '; el,I. Did all bottle labels altec with custody papers? '_ ·
If NO. indicate clucrcpancies on bact.

15. Were correc_ cootaiaers u_aeed for tt, e 2nalytes. · i_ No

16. Were correct preservatives used _#eo teqtlired? No

17. Wis sufficient amouu_ o_ _ampte seat roy tests? 'Va

Il. Bubbles absent ia ¥OA vials? _ No _%_/If NO. lis: by sample id o n bact. "

19. Y,'ns Client Scr'_ces _nformed of problems: Yes (_



MONTGOMERY WATSON LABORATORIESa Divisionof MontgomeryWatsonAmericas,Inc,
555EastWalnut Street
Pasadena,California91101
TeI: 6265686400Fax:6265686324

_'_'"'J 1 800566LABS(I 8005665227}

Laboratory Report

for

Foster Wheeler Environmental Corp
1940 E Deere St, Ste 200

Santa Aha, CA 92705

Santa Aha , CA 92705

Attention: Mark Cutler

Fax: 949 756-7560

DATE OF ISSU,_f_

DEB* Debbie Frank Report#: 68237

ProjectManager JPL

'_oratory certifies that the test results meet all QA/QC requirements unless

noted in the Comments section or the Case Narrative. Following the cover page
are Comments,QC Report,QC Summary, Data Report, totaling 33 page[s].



(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Oivision of MontgomaryWatson Americas, Inc. Data Report
565 East Walnut Street _ 6 8 2 3 7
Pasadena, California 91101

Te t: 626 568 6400 Fax: 626 568 6324

1 800 966 LAB S (I 800 566 6227)

Foster Wheeler Environmental Corp Samples Received

Mark Cutler 07/25/00
1940 E Deere St, Ste 200
Santa Ana, CA 92705

Santa Aha , CA 92705

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-096 (2007250114) Sampled on 07/25/00 08:10

Regulated VOCs plus Lists l&3

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

_,_ 07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 52412 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

Data RepOrt - Page 1 of 17



(_ LaboratoryMONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, tnc,
555 East Walnut Street # 6 8 2 3 7

Pasadena, California 91101

Te I: 626 568 6400 Fax: 626 568 6324 _._,,,._/
1 800 566 LAB S (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 t

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND u9/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0 50 1 _/

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene 'ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 106 % Rec

Surrogate 4-Bromofluorobenzene 98 % Rec

Surrogate Toluene-d8 96 % Rec

Data Report - Page 2 of 17



Laboratory
MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.
555 East Walnut Street # 6 8 2 3 7

Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324

1 800 566 NBS (I 800 566 5227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

MW-002-097 (2007250115) Sampled on 07/25/00 08:20
08/01/00 08/03/00 12:00 120995 ( S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

08/03/00 12:00 120984 ( CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/02/00 08/02/00 12:00 120975 ( _PA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/25/00 05:41 120339 ( ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

Regulated VOCs plus Lists l&3
07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichtoroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

%'-,_,m.._ 07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/t 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 i

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

Data Report - Page 3 of 17



(_ Laboratory
· MONTGOMERY WATSON LABORATORIES Data Report

a Division of Montgomery Watson Americas, Inc,
555 East Walnut Street _ 6 8 2 3 '7
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 '_?,,,,_,_"_

1 800 566 LABS (1 800 566 6227)

Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Amalyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) 2.1 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0-50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE} ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 106 % Rec

Surrogate 4-Bromofluorobenzene 99 % Rec

Data Report - Page 4 of 17



(_ MONTGOMERY WATSON LABORATORIES

Laboratory

a Division of Montgomery Watson Americas, Inc. Data Report
555EastWaJnu_Stroet # 6 8 2 3 7
Pasadena, California 91101

'".._._.,,.., Te{: 626 568 6400 Fax: 626 568 6324
1800 566 LABS (1 800 566 5227)

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

( Surrogate ) Toluene-d8 97 % Rec

MW-002-006 (2007250116) Sampled on 07/25/00 08:40

07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 136 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 ) Anion Sum 3.10 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 ) Arsenic, Total, GF ND mg/1 0.005 1

07/26/00 07/26/00 12:00 120430 ML/EPA 200.7 ) Calcium, Total, ICAP 3.1 mg/1 1.0 1

07/27/00 05:35 ML/SM1040 ) Cation Sum 3.29 meq/1 0.0010 1

07/26/00 12:00 120498 ML/EPA 300 ) Chloride 9.56 mg/1 1.0 1

08/03/00 12:00 120984 CADHS/EPA314 ) Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as C03, Calculated 16.4 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ZCAP/MS ND ug/1 10 1

07/25/00 05:41 120339 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 300 umho/cm 4.0 1

r /00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 1600 ug/1 100 1

_',_, 08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 159. mg/1 0.0010 1

07/26/00 07/26/00 12:00 120438 ML/EPA 200.7 ) Potassium, Total, ICAP ND mg/1 1.0 1

07/26/00 07/26/00 12:00 120441 ML/EPA 200.7 ) Magnesium, Total, ICAP 0.59 mg/1 0.10 1

07/26/00 07/26/00 12:00 120444 ML/EPA 200.7 ) Sodiu_n, Total, ICAP 71 mg/1 1.0 1

07/26/00 12:00 120500 ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120425 S4500HB/E150.1) Lab pH 9.2 Units 0.0010 1

07/26/00 12:00 120502 ML/EPA 300.0 ) Sulfate 5.29 mg/1 2.0 1

07/26/00 12:00 120550 SM2540C/E160.1) Total Dissolved Solid (TDS) 190 mg/1 10 1

Regulated VOCs plus Lists l&3

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

=
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomery Watson Americas, Inc. Data Report
555 East Walnut Street # 6 8 2 3 7
Pasadena, California 91101

Te t: 626 568 6400 Fax: 626 568 6324 '_..._.,/"

1 800 566 LABS (1 800 566 5227

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 ) 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 ) 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1 '_,_

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 52412 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

Data Report - Page 6 of 17



(_ Laboratory
MONTGOMERY WATSON LABORATORIES Data Report
a Division of Montgomery Watson Americas, Inc.

555 East Walnut Street _ 6 8 2 3 7
Pasadena, California 91101

_._,_ Te I: 626 568 6400 Fax: 626 568 6324
1 800 566 LABS {1 800 566 5227}

Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene {1,2-DCB) .ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 Carbonyl sulfide 0.7 1

'_ Surrogate 1,2-Dichloroethane-d4 103 % Rec

Surrogate 4-Bromofluorobenzene 94 % Rec

Surrogate Toluene-d8 98 % Rec

MW-002-005 (2007250117) Sampled on 07/25/00 09:55
07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 151 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Anion Sum 3.60 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/26/00 07/26/00 12:00 120430 ML/EPA 200.7 Calcium, Total, ICAP 18 mg/1 1.0 1

07/27/00 05:35 ML/SM1040 Cation Sum 3.68 meq/1 0.0010 1

07/26/00 12:00 120498 ML/EPA 300 Chloride 10.5 mg/1 1.0 1

08/03/00 12:00 120984 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as CO3, Calculated 2.99 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/25/00 05:41 120339 ML/SW 7196 ) Hexavalent chromium (Cr VI) ND mg/1 0.005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 290 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 190 ug/1 100 1

08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 183. mg/1 0.0010 1

07/26/00 07/26/00 12:00 120438 ML/EPA 200.7 ) Potassium, Total, ICAP 1.9 mg/1 1.0 1

07/26/00 07/26/00 12:00 120441 ML/EPA 200.7 ) Magnesium, Total, ICAP 8.3 mg/1 0.10 1

07/26/00 07/26/00 12:00 120444 ML/EPA 200.7 ) Sodium, Total, ICAP 47 mg/1 1.0 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/26/00 12:00 120500 ( ML/EPA 300.0 ) Nitrate-N by IC 0.33 mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120425 (S4500HB/E150.1) Lab pH 8.4 Units 0.0010 1

07/26/00 12:00 120502 ( ML/EPA 300.0 ) Sulfate 12.7 mg/1 2.0 1

07/26/00 12:00 120550 (SM2540C/E160.1) Total Dissolved Solid (TDS) 190 mg/1 10 1

Regulated VOCs plus Lists l&3
07/27/00 12:00 120759 ML/EPA 524.2 1 1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1 _-_

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethytbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl~2~Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND J ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0 50 1

07/27/00 12:00 120759 ( ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0 50 1

07/27/00 12:00 120759 ( ML/EPA 524.2 ) Bromoform ND ug/1 0 50 1
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 t

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

_,_ 07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert~Butylbenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND

Surrogate 1,2-Dichloroethane-d4 99 % Rec

Surrogate 4-Bromofluorobenzene 105 % Rec

Surrogate Toluene-d8 97 % Rec
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(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-004 (2007250118) Sampled on 07/25/00 11:10

07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 163 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Anion Sum 4.57 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/26/00 07/26/00 12:00 120430 ML/EPA 200.7 Calcium, Total, ICAP 30 mg/1 1.0 1

07/27/00 05:35 ML/SM1040 Cation Sum 4.73 meq/1 0.0010 1

07/26/00 12:00 120498 ML/EPA 300 Chloride 19.3 mg/1 1.0 1

08/03/00 12:00 120984 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as C03, Calculated 2.57 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/25/00 05:41 120339 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 390 un_ho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 205 ug/1 100 1

08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,caleulated 198. mg/1 0.0010 1

07/26/00 07/26/00 12:00 120438 ML/EPA 200.7 ) Potassium, Total, ICAP 3.1 mg/1 1.0 I _2

07/26/00 07/26/00 12:00 120441 ML/EPA 200.7 ) Magnesium, Total, ICAP 15 mg/1 0.10 1

07/26/00 07/26/00 12:00 120444 ML/EPA 200.7 ) Sodium, Total, ICAP 44 mg/1 1.0 1

07/26/00 12:00 120500 ML/EPA 300.0 ) Nitrate-N by IC ND mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120426 S4500HB/E150.1) Lab pH 8.3 Units 0.0010 1

07/26/00 12:00 120502 ML/EPA 300.0 ) Sulfate 36.9 mg/1 2.0 1

07/26/00 12:00 120550 SM2540C/E160.1) Total Dissolved Solid (TDS) 260 mg/1 10 1

Regulated VOCs plus Lists l&3
07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichtorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/t 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlerotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0 50 1

_,_ 07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride 8.6 ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) 37 ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/t 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1
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(continued)

Prepared Analyzed QC Batch_Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12: 00 120759 ML/EPA 524.2 tert -Butylbenzene ND ug/1 0 .50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) 1.4 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon 0.7 ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

Surrogate 1,2-Dichloroethane-d4 106 % Rec

Surrogate 4-Bromof luorobenzene 101 % Rec _/

Surrogate Toluene-d8 98 % Rec

MW-002-003 (2007250119) Sampled on 07/25/00 12:10

07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 160 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Anion Sum 4.13 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/26/00 07/26/00 12:00 120430 ML/EPA 200.7 Calcium, Total, ICAP 42 mg/1 1.0 1

07/27/00 05:35 ML/SM1040 Cation Sum 4.35 meq/1 0.0010 1

07/26/00 12:00 120498 ML/EPA 300 Chloride 10.6 mg/1 1.0 1

08/03/00 12:00 120984 CADHS/EPA314 Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as CO3, Calculated 1.27 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, ICAP/MS ND ug/1 10 1

07/25/00 05:41 120339 ML/SW 7196 ) Hexavalent chromium (Ct VI) ND mg/1 0.005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 365 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 230 ug/1 100 1

08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 195. mg/1 0.0010 1

07/26/00 07/26/00 12:00 120438 ML/EPA 200.7 ) Potassium, Total, ICAP 2.5 mg/1 1.0 1

07/26/00 07/26/00 12:00 120441 ML/EPA 200.7 ) Magnesium, Total, ICAP 16 mg/1 0.10 1

07/26/00 07/26/00 12:00 120444 ML/EPA 200.7 ) Sodium, Total, ICAP 20 mg/1 1.0 1

07/26/00 12:00 120500 ML/EPA 300.0 ) Nitrate-N by IC 0.82 mg/1 0.10 I
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

08/02/00 08/02/00 12:00 120976 ( EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120426 (S4500HB/E150.1) Lab pH 8.0 Units 0.0010 1

07/26/00 12:00 120502 ( ML/EPA 300.0 ) Sulfate 27.6 mg/1 2.0 1

07/26/00 12:00 120550 (SM2540C/E160.1) Total Dissolved Solid (TDS) 220 mg/1 10 1

Regulated VOCs plus Lists 1&3
07/27/00 12:00 120759 ML/EPA 524.2 1 1,1,2-Tetrachloroethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1,1-Trichloroethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1,2,2-Tetrachloroethane ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1,2-Trichloroethane ND ug/1 0 50 i

07/27/00 12:00 120759 ML/EPA 524.2 i 1-Dichloroethane ND ug/1 0 80 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1-Dichloroethylene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 1 1-Dichloropropene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0 50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0 50 1

"_' 07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-TrimethYlbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2~Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1
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Foster wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/t 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1 k_ /

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlerobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichloroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ME/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA 524.2 None Detected ND 1

Surrogate 1,2-Dichloroethane-d4 110 % Rec

Surrogate 4-Bromofluorobenzene 106 % Rec

Surrogate Toluene-d8 97 % Rec
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(_ MONTGOMERY WATSON LABORATORIES Laboratorya Division of Montgomery Watson Americas, Inc. Data Report
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch_ Method Analyte Result Units MRL Dilution

MW-002-002 (2007250120) Sampled on 07/25/00 01:00

07/31/00 12:00 120774 SM2320B/E310.1) Alkalinity 157 mg/1 1.0 1

08/03/00 01:01 ML/SM1040 Anion Sum 4.21 meq/1 0.0010 1

08/01/00 08/03/00 12:00 120995 S3113B/E200.9 Arsenic, Total, GF ND mg/1 0.005 1

07/26/00 07/26/00 12.'00 120430 ML/EPA 200.7 Calcium, Total, ICAP 39 mg/1 1.0 1

07/27/00 05:35 ML/SM1040 Cation Sum 4.34 meq/1 0.0010 1

07/26/00 12:00 120498 ML/EPA 300 Chloride 7.55 mg/1 1.0 1

08/03/00 12: 00 120984 CADHS/RPA314 Perchlorate ND ug/1 4.0 1

08/03/00 01:11 SM2320B/E310.1) Carbonate as C03, Calculated 1.56 mg/1 0.0010 1

08/02/00 08/02/00 12:00 120975 EPA/ML 200.8 ) Chromium, Total, iCAP/MS ND ug/1 10 1

07/25/00 05:41 120339 ML/SW 7196 ) I{exavalent chromium (Cr VI) ND mg/1 0,005 1

07/27/00 12:00 120521 ML/S2510B ) Specific Conductance 360 umho/cm 4.0 1

08/02/00 08/02/00 12:00 120972 EPA/ML 200.8 ) Iron, Total, ICAP/MS 1100 ug/1 100 1

08/03/00 01:09 SM2320B/E310.1) Bicarbonate as HCO3,calculated 191. mg/1 0.0010 1

_t_/00 07/26/00 12:00 120438 ML/EPA 200.7 ) Potassium, Total, ICAP 2.9 mg/1 1.0 1

07/26/00 07/26/00 12:00 120441 HL/EPA 200.7 ) Magnesium, Total, ICAP 17 mg/1 0.10 1

07/26/00 07/26/00 12:00 120444 ML/EPA 200.7 ) Sodium, Total, ICAP 21 mg/1 1.0 1

07/26/00 12:00 120500 ML/EPA 300.0 ) Nitrate-N by IC 0.64 mg/1 0.10 1

08/02/00 08/02/00 12:00 120976 EPA/ML 200.8 ) Lead, Total, ICAP/MS ND ug/1 2.0 1

07/26/00 12:00 120426 S4500HB/E150.1) Lab pH 8.1 Units 0.0010 1

07/26/00 12:00 120502 ML/EPA 300.0 ) Sulfate 38.8 mg/1 2.0 1

07/26/00 12:00 120550 SM2540C/E160.1) Total Dissolved Solid (TDS) 230 mg/1 10 1

Regulated VOCs plus Lists l&3

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,1-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2,2-Tetrachloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1,2-Trichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloroethane ND ug/1 0.50 1

07/27/00 12: 00 120759 ML/EPA 524.2 1,1-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,1-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,3-Trichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trichlorobenzene ND ug/i 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2,4-Trimethylbenzene ND ug/1 0.50 1
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Foster Wheeler Environmental Corp
(continued)

Prepared Analyzed QC Batch# Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3,5-Trimethylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 1,3-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Dichlorobenzene (1,4-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2,2-Dichloropropane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 2-Butanone (MEK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Chlorotoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 4-Methyl-2-Pentanone (MIBK) ND ug/1 5.0 1

07/27/00 12:00 120759 ML/EPA 524.2 Benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromomethane (Methyl Bromide) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,2-Dichloroethylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorobenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Carbon Tetrachloride ND ug/1 0.50 1 '_

07/27/00 12:00 120759 ML/EPA 524.2 cis-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromoform ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroform (Trichloromethane) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromochloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloroethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chloromethane(Methyl Chloride) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Chlorodibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dibromomethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Bromodichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Dichloromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Ethyl benzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/E524.2/624 Dichlorodifluoromethane ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Fluorotrichloromethane-Freonll ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Hexachlorobutadiene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Isopropylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m-Dichlorobenzene (1,3-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 m,p-Xylenes ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Naphthalene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 n-Propylbenzene ND ug/1 0.50 1

i'
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Foster Wheeler Environmental Corp

(continued)

Prepared Analyzed QC Batch#Method Analyte Result Units MRL Dilution

07/27/00 12:00 120759 ML/EPA 524.2 o-Xylene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 o-Dichlorobenzene (1,2-DCB) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Tetrachloroethylene (PCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 p-Isopropyltoluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 sec-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Styrene ND ug/1 0.50 t

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,2-Dichloroethylene ND u9/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 tert-Butylbenzene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichtoroethylene (TCE) ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Trichlorotrifluoroethane(Freon ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 trans-l,3-Dichloropropene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Toluene ND ug/1 0.50 1

07/27/00 12:00 120759 ML/EPA 524.2 Vinyl chloride (VC) ND ug/1 0.30 1

EPA524.2 NoneDetected ND 1

Surrogate 1,2-Dichloroethane-d4 107 % Rec

_k_ Surrogate 4-Bromofluorobenzene 99 % Rec

Surrogate Toluene-d8 97 % Rec
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Foster Wheeler Environmental Corp

QC Batch #120339 - Hexavalent chromium (Cr VI) Analysis Date: 07/25/2000

2007250115 MW-002-097

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Batch #120425 - Lab pH Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

QC Batch #120426 - Lab pH Analysis Date: 07/26/2000

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Batch #120430 Calcium, Total, ICAP Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Batch #120438 - Potassium, Total, ICAP Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120441 - Magnesium, Total, ICAP Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003
2007250120 MW-002-002

QC Batch #120444 - Sodium, Total, ICAP Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002 _.__'

QC Batch #120498 - Chloride Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Batch #120500 Nitrate-N by IC Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Batch #120502 - Sulfate Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-O02-O04 x,_./
2007250119 MW-O02-O03
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Foster Wheeler Environmental Corp
(continued)

2007250120 MW-002-002

QC Batch #120521 - Specific Conductance Analysis Date: 07/27/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Batch #120550 - Total Dissolved Solid (TDS) Analysis Date: 07/26/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

_._ 2007250119 MW-002-003
2007250120 MW-002-002

QC Batch #120759 - Regulated VOCs plus Lists l&3 Analysis Date: 07/27/2000

2007250114 MW-002-096

2007250115 MW-002-097

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Batch #120774 - Alkalinity Analysis Date: 07/31/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120972 - Iron, Total, ICAP/MS Analysis Date: 08/02/2000

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Batch #120975 - Chromium, Total, ICAP/MS Analysis Date: 08/02/2000

2007250115 MW-002-097

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003 _--J

2007250120 MW-002-002

QC Batch #120976 - Lead, Total, ICAP/MS Analysis Date: 08/02/2000

2007250115 MW-002-097

2007250116 MW-O02-O06

2007250117 MW-O02-O05

2007250118 MW-O02-O04

2007250119 MW-O02-O03

2007250120 MW-O02-O02

QC Batch #120984 Perchlorate Analysis Date: 08/03/2000

2007250115 MW-002-097

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120995 - Arsenic, Total, GF Analysis Date: 08/03/2000

2007250115 MW-002-097

2007250116 MW-002-006

2007250117 MW-002-005

2007250118 MW-002-004

2007250119 MW-002-003

2007250120 MW-002-002

QC Summary - Page 5 of 5
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Group Comments

(524.2) Bromomethane recoveries in MS (sample MW-002-005 was

fortified) are not within acceptance limits. MS/MSD not

required by method. Default to LCS andMBLK for QC. Results

for all samples are ND for this compound. All samples

except MW-002-005 are reported without qualification.
Bromomethane is an estimate for MW-002-005, due to variable

recoveries in the fortified portions of this sample.

Comments - Page 1 of 1
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MONTGOMERY WATSON LABORATORIES
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555 East Walnut Street # 6 8 2 3 7
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_,.._m,,.._. Te I: 626 568 6400Fax: 626 568 6324
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Foster Wheeler Environmental Corp

QC Batch #120339 Hexavalent chromium (er VI)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCS1 Hexavelent chromium (Ct VI) 0.050 0.052 104.0 ( 78.00 - 118.00 )

LCS2 Hexavalent chromium (Cr VI) 0.050 0.053 106.0 ( 78.00 - 118.00 ) 1.9

MBLK Hexavalent chromium (Cr VI) ND

MS--2007250118 Hexavalent chromium (er VI) 0.050 0.053 106.0 ( 80.00 - 120.00 )

MSD--2007250118 Hexavalent chromium (Cr VI) 0.050 0.052 104.0 ( 80.00 - 120.00 )

QC Batch #120425 Lab pH

UC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007250117 Lab pH 8.4 8.4 ( 0.00 - 20.00 ) 0.0

<___ QC Batch #120426 Lab pH

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DI/P-2007250118 Lab pH 8.3 8.3 ( 0.00 - 20.00 ) 0.0

QC Batch #120430 Calcium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07250116 ( 0.00- 0.00 )

LCS1 Calcium,Total,ICAP 50 50.4 100.8 ( 85.00 - 115.00 )

LCS2 Calcium, Total, ICAP 50 50.2 100.4 ( 85.00 - 115.00 ) 0.40

MBLK Calcium,Total,ICAP ND

MS Calcium, Total, ICAP 50 45.1 90.2 ( 70.00 - 130.00 )

MSD Calcium, Total, ICAP 50 44.9 89.8 ( 70.00 - 130.00 ) 0.44

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

\'_'_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120438 Potassium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07250116 0.00 - 0.00

LCS1 Potassium, Total, ICAP 20 20.1 100.5 80.00 - 110.00

LCS2 Potassium, Total, ICAP 20 20.0 100.0 80.00 - 110.00 0.50

MBLK Potassium, Total, ICAP ND

MS Potassium, Total, ICAP 20 18.0 90.0 80.00 - 120.00

MSD Potassium, Total, ICAP 20 18.1 90.5 80.00 - 120.00 0.55

QC Batch #120441 Magnesium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07250116 ( 0.00 - 0.00 _/

LCS1 Magnesium, Total, ICAP 20 20.0 100.0 ( 97.00 - 115.00

LCS2 Magnesium, Total, ICAP 20 19.9 99.5 97.00 - 115.00 0.50

MBLK Magnesium, Total, ICAP ND

MS Magnesium, Total, ICAP 20 18.0 90.0 74.00 - 130.00

MSD Magnesium, Total, ICAP 20 18.0 90.0 74.00 - 130.00 0.00

QC Batch #120444 Sodium, Total, ICAP

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07250116 ( 0.00 - 0.00

LCS1 Sodium, Total, ICAP 50 50.5 101.0 ( 94.00 - 112.00

LCS2 Sodium, Total, ICAP 50 50.2 100.4 ( 94.00 - 112.00 0.60

MBLK Sodium, Total, ICAP ND

MS Sodium, Total, ICAP 50 43.8 87.6 ( 82.00 - 114.00

MSD Sodium, Total, ICAP 50 43.4 86.8 ( 82.00 - 114.00 0.92

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _ /

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120498 Chloride

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07250117 0.00 - 0.00

LCS1 Chloride 25 25.5 102.0 90.00 - 110.00

LCS2 Chloride 25 25.5 102.0 90.00 - 110.00 0.00

MBLK Chloride ND

MS Chloride 25 27.0 108.0 80.00 - 120.00

MSD Chloride 25 26.7 106.8 80.00 - 120.00 1.1

QC Batch #120500 Nitrate-N by IC

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07250117 0.00 - 0.00

LCS1 Nitrate-N by IC 2.5 2.61 104.4 94.00 - 106.00

LCS2 Nitrate-N by IC 2.5 2.61 104.4 94.00 - 106.00 0.00

MBLK Nitrate-N by IC ND

MS Nitrate-N by IC 2.5 2.42 96.8 85.00 - 118.00

MSD Nitrate-N by IC 2.5 2.41 96.4 85.00 - 118.00 0.41

QC Batch #120502 Sulfate

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07250117 ( 0.00 - 0.00

LCS1 Sulfate 50 51.7 103.4 ( 95.00 - 104.00

LCS2 Sulfate 50 51.9 103.8 95.00 - 104.00 0.39

MBLK Sulfate ND

MS Sulfate 50 53.1 106.2 97.00 - 112.00

MSD Sulfate 50 52,9 105.8 97.00 - 112.00 0.38

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.
'i

%_ Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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555 East Walnut Street # 6 82 3 7
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Foster Wheeler Environmental Corp

(continued)

QC Batch #120521 Specific Conductance

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUP-2007260101 Specific Conductance 655 655 ( 0.00 - 20.00 0.0

QC Batch #120550 Total Dissolved Solid (TDS)

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

DUi = Spiked sample Lab # 20 07210005 ( 0.00 - 0.00

LCS1 Total Dissolved Solid (TDS) 175 172 98.3 ( 85.00 - 115.00

LCS2 Total Dissolved Solid (TDS) 700 688 98.3 ( 85.00 - 115.00

MBLK Total Dissolved Solid (TDS) ND

QC Batch #120759 Regulated VOCs plus Lists l&3

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

LCSI 1,l,l,2-Tetrachloroethane 4 3.91 97.8 70.00 - 130.00

MBLK 1,1,l,2-Tetrachloroethane ND

LCS1 1,1,1-Trichloroethane 4 4.36 109.0 76.00 - 116.00

MBLK 1,1,1-Trichloroethane ND

LCS1 1,1,2,2-Tetrachloroethane 4 3.55 88.8 72.00 - 117.00

MBLK 1,1,2,2-Tetrachloroethane ND

LCS1 1,1,2-Trichloroethane 4 3.75 93.8 71.00 - 116.00

MBLK 1,1,2-Trichloroethane ND

LCS1 1,1-Dichloroethane 4 4.31 107.7 71.00 - 125.00

MBLK 1,1-Dichloroethane ND

LCS1 1,1-Dichloroethylene 4 4.43 110.8 70.00 - 130.00

MBLK 1,1-Dichloroethylene ND

MS 1,1-Dichloroethylene 4 4.38 109.5 70.00 - 130.00

MSD 1,1-Dichloroethylene 4 4.19 104.8 70.00 - 130.00 4.4

LCS1 1,1-Dichloropropene 4 4.05 101.2 70.00 - 130.00

MBLK 1,1-Dichloropropene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
continued)

LCS1 1,2,3-Trichlorobenzene 4 3.60 90.0 70.00 - 130.00

MBLK 1,2,3-Trichlorobenzene ND

LCS1 1,2,3-Trichloropropane 4 3.52 88.0 70.00 - 130.00

MBLK 1,2,3-Trichloropropane ND

LCS1 1,2,4-Trichlorobenzene 4 3.73 93.2 76.00 - 114.00

MBLK 1,2,4-Trichlorobenzene ND

LCS1 1,2,4-Trimethylbenzene 4 3.90 97.5 70.00 - 130.00

MBLK 1,2,4-Trimethylbenzene ND

LCS1 1,2-Dichloroethane 4 4.08 102.0 70.00 - 130.00

MBLK 1,2-Dichloroethane ND

LCS1 1,2-Dichloropropane 4 3.96 99.0 77.00 - 122.00

MBLK 1,2-Dichloropropane ND

LCS1 1,3,5-Trimethylbenzene 4 3.90 97.5 70.00 - 130.00

MBLK 1,3,5-Trimethylbenzene ND

LCS1 1,3-Dichloropropane 8 7.76 97.0 70.00 - 130.00

MBLK 1,3-Dichloropropane ND

k_ LCS1 p-Dichlorobenzene (1,4-DCB) 4 3.88 97.0 77.00 - 113.00

MBLK p-Dichlorobenzene (1,4-DCB) ND

LCS1 2,2-Dichloropropane 4 4.35 108.7 70.00 - 130.00

MBLK 2,2-Dichloropropane ND

LCS1 2-Butanone (MEK) 40 38.8 97.0 70.00 - 130.00

MBLK 2-Butanone (MEK) ND

MBLK 2-Chloroethylvinylether ND

LCS1 o-Chlorotoluene 4 3.89 97.2 70.00 - 130.00 )

MBLK o-Chlorotoluene ND

LCS1 p-Chlorotoluene 4 3.94 98.5 70.00 - 130.00 )

MBLK p-Chlorotoluene ND

LCS1 4-Methyl 2-Pentanone (MIBK) 40 39.2 98.0 70.00 - 130.00 )

MBLK 4-Methyl~2-Pentanone (MIBK) ND

MS Spiked sample Lab # 20 07250117 0.00 - 0.00 )

LCS1 Benzene 4 4.31 107.7 76.00 - 122.00 )

MBLK Benzene ND

MS Benzene 4 4.16 104.0 70.00 - 130.00 )

MSD Benzene 4 4.07 101.8 70.00 - 130.00 ) 2.2

LCS1 Bromobenzene 4 3.84 96.0 70.00 - 130.00 )

MBLK Bromobenzene ND

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

LCS1 Bromomethane (Methyl Bromide) 2 2.26 113.0 70.00 - 130,00

MBLK Bromomethane (Methyl Bromide) ND

LCS1 cis-l,2-Dichloroethylene 4 4.09 102.2 75.00 - 124.00

MBLK cis-l,2-Dichloroethylene ND

LCS1 Chlorobenzene 4 4.17 104.2 70.00 - 117.00

MBLK Chlorobenzene ND

MS Chlorobenzene 4 3.89 97.2 70.00 - 130.00

MSD Chlorobenzene 4 3.98 99.5 70.00 - 130.00 2.3

LCS1 Carbon Tetrachloride 4 4.37 109.2 70.00 - 130.00

MBLK Carbon Tetrachloride ND

MBLK cis-l,3-Dichloropropene ND

LCS1 Bromoform 4 3.80 95.0 70.00 - 130.00

MBLK Bromoform ND

LCS1 Chloroform (Trichloromethane) 4 4.34 108.5 74.00 - 124.00

MBLK Chloroform (Trichloromethane) ND

LCS1 Bromochloromethane 4 4.22 105.5 70.00 - 130.00

MBLK Bromochloromethane ND _'

LCS1 Chloroethane 2 2.22 111.0 70.00 - 130.00

MBLK Chloroethane ND

LCS1 Chloromethane(Methyl Chloride) 2 1.78 89.0 70.00 - 130.00

MBLK Chloromethane(Methyl Chloride) ND

LCS1 Chlorodibromomethane 4 3.80 95.0 70.00 - 130.00

MBLK Chlorodibromomethane ND

LCS1 Dibromomethane 4 4.09 102.2 70.00 - 130.00

MBLK Dibromomethane ND

LCS1 Bromodichloromethane 4 4.13 103.2 70,00 - 116.00

MBLK Bromodichloromethane ND

LCS1 Dichloromethane 4 3.98 99.5 70.00 - 130.00

MBLK Dichloromethane ND

LCS1 Ethyl benzene 4 4.21 105.2 70.00 - 130.00

MBLK Ethyl benzene ND

LCS1 Dichlorodifluoromethane 2 1.94 97.0 70.00 - 130.00

MBLK Dichlorodifluoromethane ND

LCS1 Fluorotrichloromethane-Freonll 2 2.17 108.5 71.00 - 118.00

MBLK Fluorotrichloromethane-Freonll ND

LCS1 Hexachlorobutadiene 4 3.79 94.8 70.00 - 130.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _/'

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

MBLK Hexachlorobutadiene ND

LCS1 Isopropylbenzene 4 3.88 97.0 70.00 - 130.00

MBLK Isopropylbenzene ND

LCS1 m-Dichlorobenzene (1,3-DCB) 4 3.88 97.0 70.00 - 130.00

MBLK m-Dichlorobenzene (1,3-DCB) ND

LCS1 m,p-Xylenes 8 8.41 105.1 74.00 - 116.00

MBLK m,p-Xylenes ND

LCS1 Naphthalene 4 3.28 82.0 70.00 - 130.00

MBLK Naphthalene ND

LCS1 n-Butylbenzene 4 3.93 98.2 70.00 - 130.00

MBLK n-Butylbenzene ND

LCS1 n-Propylbenzene 4 4.04 101.0 70.00 - 130.00

MBLK n-Propylbenzene ND

LCS1 o-Xylene 4 4.09 102.2 72.00 - 118.00

MBLK o-Xylene ND

LCS1 o-Dichlorobenzene (1,2-DCB) 4 3.73 93.2 70.00 - 130.00

MBLK o-Dichlorobenzene (1,2-DCB) ND

LCS1 Tetrachloroethylene (PCE) 4 4.32 108.0 71.00 - 115.00

MBLK Tetrachloroethylene (PCE) ND

LCS1 p-Isopropyltoluene 4 3.81 95.2 70.00 - 130.00

MBLK p-Isopropyltoluene ND

LCS1 sec-Butylbenzene 4 3.87 96.8 70.00 - 130.00

MBLK sec-Butylbenzene ND

LCS1 Styrene 4 4.12 103.0 70.00 - 130.00

MBLK Styrene ND

LCS1 1,2-dichloroethane-d4 100 111 111.0 80.00 - 127.00

MBLK 1,2-dichloroethane-d4 100 109 109.0

MS 1,2-dichloroethane-d4 100 98 98.0 80.00 - 127.00

MSD 1,2-dichloroethane-d4 100 98 98.0 80.00 - 127.00 0.00

LCS1 Toluene-d8 100 100 100.0 91.00 - 107.00

MBLK Toluene-d8 100 98 98.0

MS Toluene-d8 100 100 100.0 ( 91.00 - 107.00

MSD Toluene-d8 100 94 94.0 ( 91.00 - 107.00 6.2

LCS1 4-Bromofluorobenzene 100 97 97.0 ( 86.00 - 115.00

MBLK 4-Bromofluorobenzene 100 90 90.0

MS 4-Bromofluorobenzene 100 96 96.0 ( 86.00 - 115.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp

(continued)

HSD 4-Bromofluorobenzene 100 105 105.0 86.00 - 115.00 9.0

LCS1 trans-l,2-Dichloroethylene 4 4.37 109.2 70.00 - 130.00

MBLK trans-l,2-Dichloroethylene ND

LCS1 tert-Butylbenzene 4 3.89 97.2 70.00 - 130.00

MBLK tert-Butylbenzene ND

LCS1 Trichloroethylene (TCE) 4 4.14 103.5 72.00 - 117.00

MBLK Trichloroethylene(TCE) ND

MS Trichloroethylene (TCE) 4 4.20 105.0 70.00 - 130.00

MSD Trichloroethylene (TCE) 4 4.19 104.8 70.00 - 130.00 0.24

LCS1 Trichlorotrifluoroethane(Freon 2 2.25 112.5 70.00 - 130.00

MBLK Trichlorotrifluoroethane(Freon ND

MBLK trans-l,3-Dichloropropene ND ,.

LCS1 Toluene 4 4.27 106.7 74.00- 117.00

MBLK Toluene ND

MS Toluene 4 4.19 104.8 70.00- 130.00

MSD Toluene 4 4.24 106.0 70.00- 130.00 1.2

LCS1 Vinyl chloride (VC) 2 2.01 100.5 70.00 - 130.00 _

MBLK Vinyl chloride(VC) ND

QC Batch #120774 Alkalinity

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07250078 ( 0.00 - 0.00

LCS1 Alkalinity 96.2 96.8 100.6 ( 96.00 - 107.00

LCS2 Alkalinity 96.2 97.6 101.5 ( 96.00 - 107.00 0.82

MBLK Alkalinity ND

MS Alkalinity 96.2 95.6 99.4 ( 80.00 - 120.00

MSD Alkalinity 96.2 95.6 99.4 ( 80.00 - 120.00 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining. _/

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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Foster Wheeler Environmental Corp
(continued)

QC Batch #120972 Iron, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spiked sample Lab # 20 07210216 0.00 - 0.00

LCS1 Iron, Total, ICAP/MS 500 532 106.4 85.00 - 115.00

LCS2 Iron, Total, ICAP/MS 500 526 105.2 85.00 - 115.00 1.1

MBLK Iron, Total, ICAP/MS ND

MS Iron, Total, ICAP/MS 500 433 86.6 70.00 - 130.00

MSD Iron, Total, ICAP/MS 500 449 89.8 70.00 - 130.00 3.6

QC Batch #120975 Chromium, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD {%)

_'_ MS Spiked sample Lab # 20 07210216 ( 0.00 - 0.00

LCS1 Chromium, Total, ICAP/MS 100 94 94.0 ( 85.00 - 115.00

LCS2 Chromium, Total, ICAP/MS 100 95 95.0 ( 85.00 - 115.00 1.1

MBLK Chromium, Total, ICAP/MS ND

MS Chromium, Total, ICAP/MS 100 95 95.0 ( 77.00 - 119.00

MSD Chromium, Total, ICAP/MS 100 96 96.0 ( 77.00 - 119.00 1.0

QC Batch #120976 Lead, Total, ICAP/MS

QC Analyte Spiked Recovered Yield (%) Limits (%) RPD (%)

MS Spikedsample Lab # 20 07210216 ( 0.00 - 0.00

LCS1 Lead, Total, ICAP/MS 20.0 19.7 98.5 ( 87.00 - 108.00

LCS2 Lead, Total, ICAP/MS 20.0 19.5 97.5 87.00 - 108.00 1.0

MBLK Lead, Total, ICAP/MS ND

MS Lead, Total, ICAP/MS 20.0 20.6 103.0 75.00 - 119.00

MSD Lead, Total, ICAP/MS 20.0 20.6 103.0 75.00 - 119.00 0.00

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlining.

Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.
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(_ Laboratory
MONTGOMERY WATSON LABORATORIES
a Division of Montgomeu Watson Americas, Inc. QC Report
555EastWalnvts,rs._ # 6 82 37
Pasadena, California 91101

Tel: 626 568 6400 Fax: 626 568 6324 ...,,,_?
1800 566 LABS (I 80Q566 5227

Foster Wheeler Environmental Corp
(continued)

QC Batch #120984 Perchlorate

QC Analyte Spiked Recovered Yield (%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07250115 0.00 - 0.00

LCS1 Perchlorate 25.0 23.2 92.8 90.00 - 110.00

LCS2 Perchlorate 15.0 24.6 98.4 90.00 - 110.00 5.9

MBLK Perchlorate ND

MS Perchlorate 20.0 19.8 99.0 75.00- 125.00

MSD Perchlorate 20.0 19.8 99.0 75.00 - 125.00 0.00

QC Batch #120995 Arsenic, Total, GF

QC Analyte Spiked Recovered Yield(%) Limits(%) RPD (%)

MS Spiked sample Lab # 20 07210216 0.00 - 0.00 _/

LCS1 Arsenic, Total, GF 0.020 0.0198 99.0 85.00 - 115.00

LCS2 Arsenic, Total, GF 0.020 0.0197 98.5 85.00 - 115.00 0.51

MBLK Arsenic, Total, GF ND

MS Arsenic, Total, GF 0.020 0.0199 99.5 70.00 - 130.00

MSD Arsenic, Total, GF 0.020 0.0204 102.0 70.00 - 130.00 2.5

Spikes which exceed Limits and Method Blanks with positive results are highlighted by Underlininq. _?/
Criteria for MS and DUP are advisory only, batch control is based on LCS. Criteria for duplicates

are advisory only, unless otherwise specified in the method.

QC Report - Page 10 of 10



_ MONTGOMERYWATSON LABORATORIES Oualitr Environmental Analysis
Adivisionof MontgomeryWatsonAmericas,Inc.

August 26, 2000

Mark Cutler
Foster Wheeler Environmental, Inc
1940 E Deere St, Ste 200
Santa Ana, Ca 92705

Rep°n # 68272 (MW-OO2-O98, MW-OO2-O99, MW-OO2-O12, MW-OO2-Oll, MW-OO2-OIO, MW-O02-O08,
MW-002-009, MW-002-007)

Sampled: July 26, 2000

Dear Mark,

Enclosed please find data deliverables for the recent JPL project. A detailed quality control (QC) summary
follows:

_,._,_ Non-conformance (LCS, MS/MSD, Surrogates, and Holding Times):
EPA 524.2: The MS for bromomethane had variable recoveries. MW-002-005 was used for

MS/MSD The LCS and Method Blank are acceptable. The sample used for MS/MSD is not
reported with this summary. The bromomethane MS/MSD results do not meet QAPP QC criteria.
The method does not contain MS/MSD QC criteria. All other samples are reported without
qualification based on method QC.
EPA 300.0: The MS/MSD for Sulfate recovered below in-house limits. The recovery is within
method limits of 80-120%. Results are reported without qualification.

Samples requiring dilution (with increased MRL's):
MW-002-008 was diluted for anions.

Method blanks with compounds detected:
None

Comments:
None

Laboratory SouthwestServiceCenter NorthernCaliforniaServiceCenter SouthernCaliforniaServiceCenter
665EastWalnutStreet 4625S.WendierDrive-Suite111 1340TreatBoulevard-Suite300 30CorporatePark-Suite303
Pasadena,California91101 Tempe,Arizona85282 WainutCreek,California94596 Irvine,California92606
Tel:6265686400 Tel:6027481448 Tel:9252742322 Tel:9492221845
Fax:6265686324 Fax:6027481450 Fax:9259451760 Fax:9492221849



Summary of LEVEL IV detected parameters:

_ 1,1-Dichloroethane was detected in MW-002-008, -009
'_"_..'_ Carbon tetrachloride was detected in MW-002-008, -009

Chloroform was detected in MW-002-099, -008, -009
/etrachloroethylene was detected in MW-O02-O08, -009
Trichloroethylene was detected in MW-002-00, -009
Chromium was deteted in MW-002-008, -009
Perchlorate was detected in MW-002-008, -009

TIC's:
None

Method Variation:

TIC's are reported only if the final result is >0.5ug/L.
Additional Comments:

None

Sincerely' //?// .

Debbie Frank

Project Manager

CC: Judy Novelly (JPL)



' .
FOSTER WHEELER ENVIRONMENTAL CORPORATION

CHAIN OF CUSTODY FORM REQUEST FOR ANALYSIS PAGE _ OF

PROJECT4 .._ _...' IOFSNO. Non Hazard[_jHAZARDID_TIFICATIONReactiveE] NORMALTIME'I_'""REQUIREDDAYS_,,_ w_ t_i'_=_t,,,__ ._._I_-'-][=_-JullI'_ wb_r_"_ 'r"__P""'_"_i_

PROJECTADDRESS Flammable [_ Toxic FI _: >_! _ _v_,' .._=_""----- ------'--' [---- --

//I._ f" 'l_.-_. (""l _'{j (_/ ,'_.¥.-'¥"i .I/!f"_')/_} _"_'_" Skinlrritant [] Infectious [] RUSH [] DAYS ' ,_

SAMPLER(Name) I SAMPLER(S_r_ure) . ANALYSES REQUIRED

· , . _.,""; , '_,' ," ' ;'"'" t? -._ _. '-, .'

LABORATORY _-_._. .i'_ _' "

REPORTS TO BE SENT TO 11 _ '- I j_ '_ _ _ [] I _ T_I_

SAMPLE TIME DATE OF '-..J '_' '_- _ %/'} ..d_ '

NUMBER COLLECTED COLLECTED SIZE(S) OTHER '-- '_.j .. -d' L_., ";1_ '_1_ iJ .... --',,--_d"_ .... ---,-r.-'_-CONTAINERS WATER SOIL (Describe) _ '_':: ' ':" ;"L' _;_ _-' '__ ,_rJ_J_

_l_v¢ _% 0.% 5 ....,,, ;/ X X*_X2( ¢!iti'_n_i_G!l,_a_;_

,'?¢:,:!_!o!o%........._......,,._......,_.,_ × _ x x'X X

LABORATORYINSTRUCTIONS/COMMENTS ._ _.__ ._ _ [_,_. _11

_'_'_'_ _ :_.:_i__ _,_

RELINQUI_HEpBY(Signature) DATE RECEIVEDB REUNQUISHEDBY(Signature) IDATE iRECEIVEDBY(Signature)nature) -- .... -- - ., . _ .

'_ ' ' " ?/?!'{_v _,Me I
coMp^Ny . /'._ '' .' '/;_ ....... T!ME" ;)_CoMPAN¥../.,_._ _., _ (.;. COMPANY ....... I ilCOMPANY ''''__' ';__



,, :/2 7'Z

MONTGOMERY LABORATORIES COOL.ER R£CEIi_I- FORM _- -

PR OJ £ C T: .____,4 ____c. _._ Date R nee,red :.._. _-..., 27-' _-= 7-z6 - c_ '_/

Use other sloe of chis /arm co note rut:Ocr ,etails concernin[ cheeZ.in proniems .,.
and to descr:_e any octane(s} re:arcane t_e resolution:s} of proelems.

PRIKLI.',II._ARy EXAMINATION: Date c· 7_ ;_-6__

h; c.., n,,_ .....  sit,,

I. Did cooler came ,,it, /hippie! slip (2ir bill. crc. l: YesIf YES. attach & cater carrier 2nd Jif bill Ir bert:

_. Were custod.y SeaLS on au(side of cooler?

[f YES. bow many & weere: _-- d:YuTS_I>_-c__: _--c_t_--J .'_o
[f Yer_ cater Ibc fallowing: seal dale: _-_6-oc_ , seal name: _._

J. Were custoay seals unbroken & intact 2: delivery? No '

4. Were custoa.v Rapers scaled in hal & tapeci to lld." Yet

c. Were custoe? papers f_Zled out property _ink. crc.; ._ .','o

6. Did 7au size custoay papers ia appropriate place? No

7, Was project _dentif_abie from custody papers? No

'I. l.Iave clesignated person:s} initial tn acknowledte rece date) 7-2..&-oo

B. LOG.IN PHAXlr: Date sa. pies -ere ,alee .ing/'_: 7-_ dk..

9. Describe paclting: _

10. _£ required. --aS ennuis ice used? ¥_ 'Va

Il. Were all bottles sealed in separate plutic bats: _ No

Ii. Did _ll bo:ties arrive unbrol:en/in Zo_(1 coagltion? __ N ·

I_. Were all baltic ]_bels complete _ID.gat¢-i_tn.presl? ','o

14. Did 211 bottle /abels alree wire Custody papers: _ ·
If NO. iomicate _escrepancies on bacL

IS. Were correct containers usee_ for t_e 3z_aty,tes._ _ .',1o

16. Were carrot! Preserv_t_Yes usna _aen required? _ .No
17. Was suHiclen: amount · of sample sent for tests? ._o

Ill. Bubbles absent in ¥0A viats._

If NO. list by sample id no bant. " _ NO .,_ '_"/

·-,._ -__

19. Was Client $ervfces nnformeo of prol_lems, Yes _o _
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